Draft In Vitro Acute Toxicity Test Methods BRD: Appendix 12 17 Mar 2006

NHK NRU Test Chemical Data

Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
nvs
1000, 100, 10, 1, 0.1, range finder; no points
A1 RF AAB1HU 1450 9.560 0.525 0.11% 0 1 0.5444 0.01, 0.001, 0.0001 10 RF between 0 - 50% SLS-A5-N040401A
2500, 1786, 1276, 911,
B1 DF AAB1HU 541 3.576 0.678 1.54% 5 3 0.9557 651, 465, 332, 237 1.4 YES SLS-B12-N041022B
2500, 1786, 1276, 911,
B2 DF AAB1HU 661 4.370 0.622 9.36% 5 3 0.9738 651, 465, 332, 237 1.4 YES SLS-B13-N041029B
2500, 1786, 1276, 911,
B3 DF AAB1HU 512 3.384 0.777 0.82% 5 3 0.9526 651, 465, 332, 237 1.4 YES SLS-B14-N041030A
ECBC
1000, 100, 10, 1, 0.1, N
AAB1LR-A1 RF AAB1LR 196 1.299 0.972 0.43% 1 6 0.8186 0.01, 0.001, 0.0001 10 RF range finder SLS-P19
4000, 1861, 865, 403,
AAB1LR-B1 DF AAB1LR 467 3.086 0.731 1.13% 3 5 0.9694 187, 87.1, 405, 18.8 2.15 YES SLS-P41
4000, 1861, 865, 403,
AAB1LR-B2 DF AAB1LR 586 3.877 0.704 2.81% 3 4 0.9642 187, 87.1, 405, 18.8 2.15 YES SLS-P43
4000, 1861, 865, 403,
AAB1LR-B3 DF AAB1LR 621 4.106 1.019 4.94% 3 4 0.9495 187, 87.1, 405, 18.8 2.15 YES SLS-P45
FRAME
FAL.NHK.PY.A1.24.09.04 RF AAB1PY 137 0.907 0.578 8.76% 1 3 0.6981 (1)0(8]00183118(;08101 10 RF range finder FAL.NHK.SLS.24.09.03
FAL.NHK.PY.B1.01.10.04 DF AAB1PY 1130 7.489 1.026 8.47% 2 5 0.9753 $15$05114632’55g11112582’ 2.15 NO PC fails FAL.NHK.SLS.01.10.04
2500 1163, 541, 252 C1 shows high toxicity; should
FAL.NHK.PY.B2.07.10.04 DF AAB1PY 421 2.783 0.575 3.20% 4 3 0.6590 - N y ’ 2.15 YES this point be removed & new | FAL.NHK.SLS.07.10.03
117,54.4,25.3,11.8
calc. be made?
FAL.NHK.PY.B3.05.11.04 DF AAB1PY 541 3.576 0.418 10.47% 3 1 0.9335 $15$05114632’55g11112582’ 2.15 YES outlier removed by SD FAL.NHK.SLS.05.11.04
FAL.NHK.PY.B4.10.11.04 DF AAB1PY 380 2514 1.156 1.74% 3 5 0.7537 $15$05114632’55g11112582’ 2.15 YES FAL.NHK.SLS.10.11.04
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Mean A
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: ODflf'fi;'lefz::t NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emicallD- | pecimal (i) VC from Dilutions  (ug/mL) Factor® Tests® Unacceptability otes ositive Controf L.D.
P! (ve) 0-50%" |50-100%°| PRISM)®
Format op? mean VC?
nvs
10000, 1000, 100, 10, 1, range finder; no points
o A1
A1 RF AAB1GF 43700 1063.376 0.479 4.37% 0 4 0.5946 0.1,0.01, 0.001 10 RF between 0 - 50% SLS-A1-N040317B
200000, 111111, 61728, Left VC was removed from
B1 DF AAB1GF 6810 165.839 0.494 99.86% 3 2 0.9841 34294, 19052, 10584, 1.8 NO %VC difference >15 o SLS-B8-N040819A
calc. due to volatility
5880, 3267
200000, 111111, 61728, plate seal used; SD removed
B2 DF AAB1GF 9730 236.966 0.624 3.54% 3 2 0.9960 {34294, 19052, 10584, 1.8 YES top dose from analysis since | SLS-B10-N040903A
5880, 3267 only 4 wells of 8 were treated
200000, 111111, 61728,
B3 DF AAB1GF 9230 224.743 0.693 4.62% 3 2 0.9964 34294, 19052, 10584, 1.8 YES plate seal used SLS-B11-N040904H
5880, 3267
40000, 25000,15625,
B4 DF AAB1GF 8910 217.114 0.605 5.04% 3 3 0.9878 | 9766, 6104, 3815, 2384, 1.6 YES SLS-B12-N041022B
1490
ECBC
AAB1PH-A1 RF AAB1PH NA NA 0.635 1.57% 0 5 NA ;1)0100006:080601100, 10,1, 10 RF range finder no toxicity detected SLS-P1
AAB1PH-A2 RF AAB1PH NA NA 0.231 97.27% 3 1 NA gggogg 208020’02820’ 10 RF range finder probable volatility problem SLS-P3
50000, 23256, 10817,
AAB1PH-B1 DF AAB1PH 22600 551.679 0.911 13.28% 1 3 0.8640 |5031, 2340, 1088, 506, 2.15 YES SLS-P7
235
50000, 34014, 23139,
AAB1PH-B2 DF AAB1PH 31800 775.688 0.865 21.14% 1 5 0.8532 | 15740, 10708, 7284, 1.47 NO %VC difference > 15 possible volatility problem SLS-P9
4955, 3371
50000, 34014, 23139,
AAB1PH-B3(sealer) DF AAB1PH 7110 173.255 0.561 4.36% 6 2 0.9839 | 15740, 10708, 7284, 1.47 YES SLS-P17
4955, 3371
50000, 34014, 23139,
AAB1PH-B4(sealer) DF AAB1PH 7050 171.667 0.643 1.06% 5 2 0.9812 | 15740, 10708, 7284, 1.47 YES SLS-P18
4955, 3371
40000, 27211, 18511,
AAB1PH-B5 DF AAB1PH 6710 163.564 0.484 0.05% 5 2 0.9783 |12592, 8566, 5827, 3964, 1.47 YES SLS-P24
2697
FRAME
10000, 1000, 100, 10, 1 no values calculated by
FAL.NHK.PL.A1.18.02.04 RF AAB1PL NA NA 0.107 11.79% 0 0 NA 01.0 ’01 o 0’01 R 10 RF range finder PRISM; % viability are FAL.NHK.SLS.18.02.04
o "nonsense" values
chem. needs to be tested at
FAL.NHK.PL.26.02.04 RF AAB1PL 8220 200.303 0.138 32.31% 1 0 0.4136 ]ggo?g ::0801001830 10 RF range finder high conc. but have volatility T)gL'NHK'SLS/NB'ZG'OZ
oo problems even w/plate sealer |-
FAL.NHK.PL.B1.25.03.04 DF AAB1PL 8790 214.135 0.502 3.22% 1 2 0.9338 2220307693275 25501'2800’ 3.15 YES did SD use plate film cover? FAL.NHK.SLS.25.03.03
wrong solvent reported but
o, 25000, 7911, 2504, 792, no points between 50- |correct one used (correction by
FAL.NHK.PL.B3.26.03.04 DF AAB1PL 7480 182.258 0.549 4.16% 2 0 0.8428 251,79.3, 251,7.9 3.16 NO 100% SD); pts between 50 - 100% FAL.NHK.SLS.26.03.04
but several > 100%
25000, 11628, 5408,
FAL.NHK.PL.B4.25.04.04 DF AAB1PL 12400 302.473 0.860 5.09% 1 1 0.9371 2516, 1170, 544, 253, 118 2.15 YES FAL.NHK.SLS.25.04.04
Wells U3,U4,E3,E4 aata
removed by SD after NICEATM
o 25000, 7937, 2520, 800, no points between 0- recomm. to review potential
FAL.NHK.PL.B5.28.04.04 DF AAB1PL 8020 195.293 0.909 6.73% 0 1 0.8109 254, 80.6, 25.6, 8.12 3.15 NO 50% outliers; revised data FAL.NHK.SLS.28.04.03
eliminates point between 0-
BNY% and tact faile
FAL.NHK.PL.B5.19.08.04(rb) o 25000, 11628, 5408, PC fails; no points FAL.NHK.SLS-
should be B6 DF AAGIPL 10800 262233 0.266 7.45% 2 © 05395 2516, 1170, 544, 253, 118 215 NO between 50-100% RB.19.08.04
FAL.NHK.PL.B6.20.08.04 DF AAB1PL 9270 225.781 0.824 2.53% 2 2 0.9559 25000, 11628, 5408, 2.15 YES FAL.NHK.SLS.20.08.04

should be B7

2516, 1170, 544, 253, 118
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Mean A
IC50 N Difference
Experiinent |D. A5 Chemical 1D, | 9L |icso (mm) Compay | ofrightre Niraber of| Numbevef) - B2 , | Dilution |Acceptable|  Rationale for Notes Positive Control 1.D.
NHK Cells Type' “~* | Decimal (vC) VC from e - , | Dilutions ™ (ug/mL) Factor® Tests® Unacceptability =
Format - mean VC? 0-50%" | 50-100 % PRISM)
nvs
A1 RF AA61HM 552 3.064 0.748 3.52% 1 4 0.9540 80()910’(;831]18’3600{1’ 10 RF range finder SLS-A3-N040331A
B1 DF AA61HM 509 2.826 0.653 1.76% 5 3 0.9836 gg?oé;gzgégofg’[izgy 1.4 YES SLS-B8-N040819A
B2 DF AA61HM 596 3.306 0.599 5.27% 4 4 0.9664 gg?oé;gzgégofg’[izgy 1.4 YES SLS-B9-N040820A
B3 DF AA61HM 438 2.428 0.607 3.62% 5 3 0.9107 gg?oé;gzgégofg’[izgy 1.4 YES SLS-B10-N040903A
ECBC
1000, 100, 10, 1, 0.1, " .
AAB1ME-A1 RF AA61ME 631 3.501 0.916 2.80% 1 7 0.9492 0.01. 0.001. 0.0001 10 RF range finder pptin 2X C2 and 1X C1 SLS-P14
AA61ME-B1 DF AA61ME 614 3.406 0.765 3.36% 3 5 0.9409 3323012182?;1,8916‘:721 1.47 YES SLS-P53
AA61ME-B2 DF AA61ME 653 3.624 0.791 2.60% 3 5 0.9719 3323012182?;1,8916‘:721 1.47 YES SLS-P54
AA61ME-B3 DF AA61ME 627 3.477 0.983 0.71% 3 5 0.9596 3323012182?;1,8916‘:721 1.47 YES SLS-P56
FRAME
1000, 100, 10, 1, 0.1, "

FAL.NHK.JA.A1.14.05.04 RF AAB1JA 340 1.889 0.764 4.39% 1 2 0.9410 0.01. 0.001. 0.0001 10 RF range finder FAL.NHK.SLS.14.05.03
FAL.NHK.JA.B1.08.10.04 DF AAB1JA 719 3.993 0.722 0.54% 2 3 0.9913 $15$051114632’55g1i]12582’ 215 YES FAL.NHK.SLS.08.10.03
FAL.NHK.JA.B2.22.10.04 DF AAB1JA 778 4.318 0.715 2.72% 3 5 0.9753 gggoéézo;‘;’]?g’sjgz 1.47 YES (F’\?IE)')’\‘HK'SLS'ZZ'1O'O4
FAL.NHK.JA.B3.28.10.04 DF AAB1JA 586 3.253 0.635 3.07% 4 4 0.9817 gggoéézo;‘;’] ?2’9787’ 1.47 YES FAL.NHK.SLS.28.10.04
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Mean "
IC50 N Difference
Experiinent |D. A5 Chemical 1D, | 9L |icso (mm) Compay | ofrightre Niraber of| Numbevef) - B2 , | Dilution |Acceptable|  Rationale for Notes Positive Control 1.D.
NHK Cells Type' “~* | Decimal (vC) VC from e - , | Dilutions ™ (ug/mL) Factor® Tests® Unacceptability =
Format oo | meanves 0-50 %" |50-100%°| PRISM)
vs
A2 RF AAG1JD 1480 3.360 0.809 5.29% 0 6 0.7064 80&0'(;83’118})16001'1’ 10 RF  |range finder SLS-A2
B1 DF AA61JD 561 1274 0.476 6.77% 2 6 0.9289 1(8]20’1;;45‘5‘18 364,260, 440 YES ﬁi"g'::fzgep’“'p“a‘e at SLs-B1
B2 DF AA61JD 661 1.501 0.328 4.35% 2 6 0.9353 1(8]20’1;;45‘5‘18 364,260, 440 YES ﬁi"g'::fzgep’“'p“a‘e at SLs-B2
B3 DF AAB1JD 986 2.239 0.34 6.44% 0 5 0.9305 1(8]20’1;;45‘5‘18 364,260, 440 NO  |No points 0-50% ﬁi"gi::fzgep’edp“a‘e at SLS-B3
ECBC
AAG1MB-A1 RF AAGTMB 627 1.424 0.566 1.64% 1 3 0.8101 (1)0(%0'883’118’868'10'1’ 10 RF  |range finder range finder SLS-P4
1000, 680.3, 462.8,
AAG1MB-B1 DF AAGTMB 962 2.184 1.042 1.45% 1 7 07701 |314.8,2142,1457,99.1,| 147 NO  |lowr2 SLS-P8
674
1200, 9917, 819.6,
AAG1MB-B2 DF AAGTMB 718 1.630 0.914 0.84% 3 5 0.8326 |677.4, 559.8, 462.7, 121 YES SLS-P10
382.4,316.0
1200, 991.7, 819.6,
AAG1MB-B3 DF AAGTMB 1080 2452 0.778 261% 1 7 07956 |677.4, 559.8, 462.7, 121 YES SLS-P12
382.4, 316
1200, 991.7, 819.6,
AAG1MB-B4 DF AAGTMB 944 2143 0.904 5% 3 5 07754 |677.4,559.8, 462.7, 121 YES SLS-P20
382.4,316.0
FRAME
FAL.NHK.PU.30.07.03 RF AA61PU NA NA 1.355 3.29% 0 8 0.0373 80(910’(;83’118’016001'1’ 10 RF  |range finder ts;’";‘G':’Qe'lfsy;"'f’s""azggt{:smgﬁd FAL.NHK.SLS.30.07.03
FAL.NHK.PU.B1.07.08.03 DF AAG1PU 516 1.172 0.245 10.54% 2 6 02733 ;(1]201' 6&%’ 263*9311 46?’ . 1.47 NO  |lowr2 biphasic response FAL.NHK.SLS.07.08.03
1000, 680, 463, 314.8 PC fails; no points SD rejects this assay; can't
FAL.NHK.PU.B2.13.08.03 DF AAB1PU NA NA 0.722 30.35% 0 7 NA | o e s 1.47 NO  |between O - 50%; no r2; |explain the variability of cell | FAL.NHK.SLS.13.08.03
o T %VC difference > 15 growth in the wells
FAL.NHK.PU.B3.23.08.03 DF AAG1PU 366 0.831 0.408 5.58% 3 5 0.8213 ;(1]201' 6&%’ 263*9311 46?’ . 1.47 NO  |PC fails FAL.NHK.SLS 230803
FAL.NHK.PU.B4.28.08.05 DF AA61PU 593 1.346 0.470 8.87% 2 6 0.7804 ;(1]201’ 6&%’ é63§311 46'3’ 4 1.47 YES zgigz{‘f;ﬂﬁsi:{mca'? SMT | EALNHK.SLS.280803
FAL.NHK.PU.B5.05.09.03 DF AA61PU 515 1.169 0.217 7.60% 2 6 0.7145 ;(1]201’ 6&%’ é63§311 46'3’ 4 1.47 YES zgigz{‘f;ﬂﬁsi:{mca'? SMT | EAL NHK.SLS.050903
FAL.NHK.PU.B6.01.10.03 DF AAB1PU NA NA 1.373 5.40% 0 8 0.0149 12%0’24162’ %61’ 1404’ 2.15 NO ?SOQZ'T‘ISWI’E‘W”” 50- FAL.NHK.SLS.01.10.03
FAL.NHK.PU.B6.19.10.03 DF AAB1PU 157 0.356 0.170 1.73% 0 7 0.4794 ;020’143'% i;'e’ 101,471 515 NO ';’;"{V‘Ze:%p;’éﬂf Z’?\g";‘_”vtz‘r’“‘gg’:owsrgfa‘:";‘é'gg FAL.NHK.SLS.19.10.03
FAL.NHK.PU.B7.23.10.03 DF AA61PU 526 1.194 0.236 3.75% 2 6 0.6618 ;(1]201’ 6&%’ é63§311 46'3’ 4 1.47 YES zgigz{‘f;ﬂiﬁg:{“‘ca' SMT | EAL NHK.SLS.23.10.03
FAL.NHK.PU.B8.24.10.03 DF AAG1PU 9950 22,591 0.869 1.69% 1 7 0.2607 ;(1]201' 6&%’ 263*9311 46?’ . 1.47 NO  |lowr2 FAL.NHK.SLS.24.10.03
FAL.NHK.PU.B9.07.11.03 DF AAG1PU 5400 12.260 0.385 2.23% 1 7 0.1515 | 2000; 930, 433, 201, 94, 215 NO  |lowr2 FAL.NHK.SLS.07.11.03

44,20.2,9.4
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle ODflf'fi;'lefz::t gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
SD did not use data from the
o, 1000, 100, 10, 1, 0.1, . highest dose in Hill analyses e
A1 RF AAB1GZ 93.1 0.608 0.631 0.67% 1 0 0.8972 0.01,0.001, 0.0001 10 RF range finder due to the effects of the ppts; SLS-A3-N040331A
pptin 2X C1 & 1X C1
B1 DF AAB1GZ 4.7 0.272 0.548 2.71% 6 2 0.9682 2(7]07 :321935132’;22' 763, 1.6 YES SLS-B1-N040423A
B2 DF AAB1GZ 47.3 0.309 0.557 3.54% 5 2 0.9749 2(7]07 321935132’; 22,763, 1.6 YES SLS-B2-N040424A
200, 125, 78.1, 48.8, flattening of the curve at 35%
B3 DF AAB1GZ 57.3 0.374 0.438 9.57% 3 3 0.9328 30.5,19.1, 11.9 ,7.45 1.6 YES viability SLS-B3-N040506A
ECBC
1000, 100, 10, 1, 0.1, N .
AAB1KD-A1 RF AAB1KD NA NA 0.856 3.85% 1 4 NA 0.01, 0.001, 0.0001 10 RF range finder pptin 1X C1 SLS-P12
AAB1KD-B1 DF AAB1KD 34.8 0.228 0.529 0.76% 4 1 0.9692 ?g% 2538612%550'3’ 234, 2.15 YES SLS-P32
150, 102, 69.4, 47.2,
AAB1KD-B2 DF AAB1KD 324 0.212 0.539 0.94% 5 2 0.9214 32.1,21.9, 14.9, 10.1 1.47 YES SLS-P34
150, 102, 69.4, 47.2,
AAB1KD-B3 DF AAB1KD 225 0.147 0.401 3.53% 6 2 0.9529 32.1,21.9, 14.9, 10.1 1.47 YES SLS-P36
FRAME
1000, 100, 10, 1, 0.1, N pptin 1X C1; NR taken up by
o
FAL.NHK.PA.A1.14.05.04 RF AAB1PA 35.6 0.232 0.784 2.17% 2 0 0.8834 0.01, 0.001, 0.0001 10 RF range finder C1 ppt FAL.NHK.SLS.14.05.03
500, 340, 231, 157, 108, . FAL.NHK.SLS-
FAL.NHK.PA.B1.19.08.04 rb DF AAB1PA 62.1 0.406 0.234 1.25% 6 2 0.7433 72.8,50.0, 33.7 1.47 NO PC fails RB.19.08.04
FAL.NHK.PA-NB.B2.25.08.04 DF AAB1PA 127 0.830 0.988 1.33% 2 3 0.8882 ?g% 253?’ ;(LS 503,234, 2.15 YES FAL.NHK.SLS.25.08.04
outlier removed by SD; ppt in
1000, 465, 216, 101 C1; interference with NRU in
FAL.NHK.PA.17.09.04 DF AAG1PA 54.3 0.355 0.705 2.54% 2 1 0.8385 ! ! ! y 215 YES C1-C3 conc.; SD consider FAL.NHK.SLS.17.09.04
46.8,21.8, 10.1,4.71 .
removing C1-C3 data from
PRISM analyses?
toxicity curve begins to rise at
FAL.NHK.PA.B4.30.09.04 DF AAGTPA 53.3 0.348 0.753 2.27% 3 2 09753 |900.233,108,50.3,234,1 ;45 YES high concentrations; maybe |\ p) Nk 51.S.30.09.03
10.9,5.1,2.4 affecting NRU; outlier removed
by SD
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
nvs
1000, 100, 10, 1, 0.1, range finder; no points
A1 RF AAB1RF 10.3 0.033 0.516 5.22% 0 1 0.9945 0.01, 0.001, 0.0001 10 RF between 0 - 50% SLS-A1-N040317B
100, 55.6, 30.9, 17.1,
B1 DF AAB1RF 10.1 0.032 0.543 3.51% 2 3 0.9878 053, 5.29, 2.94, 1.63 1.8 YES SLS-B1-N040423A
100, 55.6, 30.9, 17.1,
B2 DF AAB1RF 10.6 0.034 0.636 2.41% 2 3 0.9899 053, 5.29, 2.94, 1.63 1.8 YES SLS-B2-N040424A
100, 55.6, 30.9, 17.1,
B3 DF AAB1RF 121 0.039 0.496 1.03% 2 2 0.9713 053, 5.29, 2.94, 1.63 1.8 YES SLS-B3-N040506A
ECBC
1000, 100, 10, 1, 0.1, N .
AAB1PR-A1 RF AAB1PR 7.64 0.024 0.518 3.91% 2 3 0.9625 0.01, 0.001, 0.0001 10 RF range finder pptin 2X C1 SLS-P4
100, 46.5, 21.6, 10.1,
AAB1PR-B1 DF AAB1PR 12.4 0.040 0.647 4.74% 2 3 0.9678 4,68, 2.18, 1.01,0.47 2.15 YES SLS-P21
100, 46.5, 21.6, 10.1,
AAB1PR-B2 DF AAB1PR 13.0 0.042 0.921 1.85% 3 3 0.9817 4,68, 2.18, 1.01,0.47 2.15 YES SLS-P23
100, 46.5, 21.6, 10.1,
AAB1PR-B3 DF AAB1PR 6.94 0.022 0.648 2.47% 3 4 0.9710 4.68,2.18, 1.01,0.47 2.15 YES SLS-P24
FRAME
1000, 100, 10, 1. 0.1 SD rejected due to bacterial
FAL.NHK.LE.A1.13.02.03 RF AAB1ILE 6.52 0.021 0.114 4.66% 2 2 0.8453 ’ PRSI 10 RF range finder contamination in some plates | FAL.NHK.SLS.13.02.03
0.01, 0.001, 0.0001 . . .
in test series; ppt in 2X C1
o 100, 46.5, 21.6, 10.1,
FAL.NHK.LE.A2.20.02.03 DF AAB1ILE 3.08 0.010 0.213 0.12% 3 3 0.9449 4.68. 218, 1.01, 0.47 2.15 YES FAL.NHK.SLS.20.02.03
o 50, 34.0, 23.1, 15.7, 10.7, y
FAL.NHK.LE.B1.27.02.04new DF AAB1ILE 13.6 0.043 0.548 1.40% 3 4 0.9200 7.08. 4.96 3.37 1.47 YES file corrected by SD FAL.NHK.SLS.27.02.03
50.0, 23.3, 10.8, 5.03
9 ) , ) \
FAL.NHK.LE.B3.19.03.04 DF AAB1ILE 6.04 0.019 0.528 4.71% 3 5 0.9296 2.34,1.09, 0.51,0.24 2.15 YES FAL.NHK.SLS.19.03.03
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Mean "
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: 3‘?5;32:; NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emicallD- | pecimal (i) (vC) VC from o - , | Dilutions  (ugimb)” | o0 Tests® Unacceptability otes ositive Gontrof L.D.
Format oot mean VeS| 0-50%° | 50-100%°| PRISM)
vs
- 100, 10, 1, 0.1, 0.01, ) -
Preliminary RF AAB1FX 5.16 0.026 0.585 3.78% 1 0 0.9828 0.001, 0.0001, 0.00001 10 RF range finder Preliminary
100, 46.4, 21.6, 10, 4.64
9 : : e 4 |
B1 DF AAGTFX 26.4 0.133 0.487 0.24% 2 2 09238 |5 1200 046 215 YES SLS-B1
100, 46.4, 21.6, 10, 4.64
D : : e 4 |
B2 DF AAGTFX 225 0.114 0.633 7.02% 2 1 09682 |5 1200 046 215 YES SLS-B2
100, 46.4, 21.6, 10, 4.64, No points between 50 &
B3 DF AAGTFX 225 0.114 0.817 7.11% 2 0 09900 |53 700 046 215 NO | oo SLS-B3
100, 46.4, 21.6, 10, 4.64
9 : ’ . ’ ’ - |
B4 DF AAGTFX 13.9 0.070 0.826 6.84% 1 1 09850 |5 1200 046 215 YES SLS-B4
ECBC
25,2.5,0.25, 0.025,
iis&ﬁm"b'm RF AAG1KU 322 0.163 0.811 7.13% 0 1 -0.8980 |0.0025,0.00025, 10 RF  |range finder SLS-P2
0.000025, 0.0000025
ECBC-NHK-Ib-02 . 50,34, 23.1, 15.7, 10.7,
AABTKU.B1 DF AAG1KU 451 0.023 0.978 2.63% 3 1 09577 |22 0 a4 1.47 YES SLS-P3
ECBC-NHK-Ib-03 25,17.0, 11.6, 7.87, 5.35,
AABIKU.B2 DF AAG1KU 7.76 0.039 1.200 2.58% 3 1 09757 |34 545 1.0 1.47 YES SLS-P4
ECBC-NHK-Ib-04 25,17.0, 11.6, 7.87, 5.35,
AABIKU.BA DF AAG1KU 8.11 0.041 1.080 557% 3 2 08912 (3¢, s o 1.47 YES SLS-P5
ECBC-NHK-Ib-05 25,17.0, 11.6, 7.87, 5.35,
AABIKU.BA DF AAG1KU 10.7 0.054 1.086 3.26% 2 1 09369 (3¢, 545 1 6o 1.47 YES SLS-P7
FRAME
12.5,2.5,0.5,0.1,0.02, ) Al
A1 1b/NHKRF1/FAL/NC RF AAGINC 1.49 0.008 0.160 0.52% 1 1 06560 | 0604 5.00080. 000015 5 RF |range finder Tb/NHKCTR1/FAL/SLS
12.5,8.5,5.78, 3.93 A2
A2 1b/NHKRF2/FAL/NC RF AAGINC 3.01 0.015 0.685 10.17% 4 4 05164 | 6" '35 1 25, 0.04 1.47 NO  |lowr2 TONHKCTRFALISLS
10,6.8, 4.6, 3.14, 2.13 VC difference > 18%; no Z‘? crysttal p:?ble-n:/s; HSS?%
A3 1b/NHK/DF2/FALINC DF AABINC 0.00016 0.000 0.051 18.01% 0 0 -0.9880 ) 00 20, 0. 74, 219, 147 NO |points between 10 & terent medium; Yo VIablity | o5 4p/NHK/CTR4/FAL/
1.45, 0.98, 0.67 A . values are negative; PRISM
90%; R? < 0.8; PC failed | gurve below 0
No point between 50 & .
A4 1b/NHK/DF3/FAL/NC DF AABINC 0.502 0.003 0.144 1.97% 5 0 07012 |10, 68,46, 314,213, 1.47 NO P NR crystal problems; used | 5 4 4, NHK/CTRS/FAL
1.45,0.98, 0.67 90%; R*< 0.8 medium not normally used
\VC difference > 15%; no| N,R crystal prgblgms; used
10.6.8. 4.6, 3.14. 2.13 points between 10& different medlgm, OD values of
A5 1b/NHK/DF4/FALINC DF AAGINC NA NA -0.003 83.48% 0 0 NC |15 098 oer 1.47 NO N ' test wells no different than | A5 1b/NHK/CTRE/FAL
A IR 90%; no R*or ICx; PC | packground ODs; negative
failed values for VC
A8 1b/NHK/DF5/FALINC DF AAGINC 2.95 0.015 1.145 1151% 2 3 0.8929 10456'8’;8663634' 213, 1.47 YES A8 1b/NHK/CTR7/FAL
A8 1b/NHK/DF7/FALINC DF AAGINC 6.26 0.032 0.740 2.23% 1 2 0.8855 ;5181 01'2‘{36'?3614'72’ 8211 a7 YES A8 1b/NHK/CTRO/FAL
A9 1b/NHK/DF8/FALINC DF AAGINC 6.25 0.032 0.798 9.28% 1 6 0.7381 ;51';01'2486'?3614'72’ 8211 a7 NO  |R?<0.8; PC failed A9 1b/NHK/CTR10/FAL
15,10.2,6.93, 4.72, 3.21, ! A10
A10 1b/NHK/DF9/FAL/NC DF AAGINC 1.29 0.007 1.108 3.81% 4 1 08550 |50 145 101 1.47 YES no outliers OINHK/CTRATFAL
Al 15,10.2,6.93, 4.72, 3.21, ) Al
1 b/NHK/DF0/FAL/SLS/ING DF AAGINC 1.54 0.008 1.439 0.51% 4 1 08443 |0 e 161 1.47 YES removed outliers from VCs |\ ) ueatos
A2
A12 1b/NHK/DF1/FALINC DF AAGINC 1.88 0.010 0.459 1.00% 5 2 0.8901 ;51';01'2486'?3614'72’ 8211 a7 YES 1b/NHK/CTR13/FAL/SL
18, 1.48, 1. s
1b/NHK/DF4/FALING DF AAGINC 1.36 0.007 0.755 1.17% 4 1 0.8346 ;51';01'2486'?3614'72’ 8211 a7 YES 1Sb/NHK’°TR14’ FAL/SL
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NHK NRU Test Chemical Data

Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
- i Control Point: Point: fi iuti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) '(D\II‘ICI;O VC from omns‘ oin s‘I . (from . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

lvs

A1 RF AABINE 91.6 0.132 0.544 0.93% 2 1 0.9667 (1)010000,01080601100, 10,1, 10 RF range finder SLS-A4-N040331N
1000, 556, 309, 171,

B1 DF AABINE 106 0.152 0.578 5.65% 5 3 0.9599 953,529, 29.4, 16.3 1.8 YES SLS-B4-N040513C
1000, 556, 309, 171,

B2 DF AABINE 64.6 0.093 0.492 0.17% 5 3 0.9862 953,529, 29.4, 16.3 1.8 YES SLS-B5-N040514B
1000, 556, 309, 171, .

B3 DF AABINE 78.9 0.114 0.705 3.13% 5 3 0.9915 953,529, 29.4, 16.3 1.8 YES outlier removed by SD SLS-B6-N040716A

ECBC

AABTKX-A1 RF AABTKX 57.5 0.083 0.549 2.70% 3 2 0.9435 (1)010000,01080601100, 10,1, 10 RF range finder SLS-P16

AAB1KX-B1 DF AABTKX 79.4 0.114 0.798 3.96% 4 4 0.9761 ?(7](2 387% ;783’ 805,37.4, 2.15 YES SLS-P30

AAB1KX-B2 DF AABTKX 97.5 0.140 0.673 1.08% 3 5 0.9491 ?(7](2 387% ;783’ 805,37.4, 2.15 YES SLS-P40

AAB1KX-B3 DF AABTKX 79.4 0.114 0.675 2.42% 4 2 0.9655 ?(7](2 387% ;783’ 805,37.4, 2.15 YES SLS-P42

FRAME

FAL.NHK.FU.A1.28.07.04 RF AAB1FU 33.3 0.048 0.059 10.09% 3 3 0.7561 (1)010000,01080601100, 10,1, 10 RF range finder FAL.NHK.SLS.28.07.04

FAL.NHK.FU.B1.11.08.04 DF AAB1FU 202 0.291 0.809 8.32% 3 3 0.9333 1(6]2021;6?;121?3 1006, 2.15 YES FAL.NHK.SLS.11.08.04

FAL.NHK.FU-NB.B2.25.08.04 DF AAB1FU 80.7 0.116 1.010 3.32% 6 2 0.9459 gggoaggng?sfé 203’ 2.15 YES FAL.NHK.SLS.25.08.04
5000, 2326, 1082, 503,

FAL.NHK.FU.B3.27.08.04 DF AAB1FU 30.4 0.044 0.526 4.53% 5 1 0.9696 234, 109, 50.6, 23.6 2.15 YES FAL.NHK.SLS.27.08.04
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
1000, 100, 10, 1, 0.1, N
A1 RF AAB1LD 724 1.717 0.536 2.15% 1 1 0.9101 0.01, 0.001, 0.0001 10 RF range finder SLS-A4-N040331N
2500, 1563, 977, 610, .
B1 DF AAB1LD 455 7.359 0.583 4.16% 4 4 0.9594 381, 238, 149, 93 1.6 YES pptin 1X C1 SLS-B8-N040819A
2500, 1563, 977, 610, .
B2 DF AAB1LD 460 7.444 0.541 3.17% 4 4 0.9778 381, 238, 149, 93 1.6 YES pptin 1X C1 SLS-B9-N040820A
2500, 1563, 977, 610
o \ , 977, 610, -B10-|
B3 DF AAB1LD 476 7.705 0.553 4.25% 4 4 0.9713 381, 238, 149, 93 1.6 YES SLS-B10-N040903A
ECBC
AAB1JH-A1 RF AAB1JH 449 7.258 0.449 0.45% 2 2 0.9280 (1)010%06:080601100, 10,1, 10 RF range finder SLS-P17
6000, 2791, 1298, 604
- Y : ’ ; ’ -
AAB1JH-B1 DF AAB1JH 598 9.678 0.690 6.95% 4 4 0.9413 281, 131, 60.7, 28.3 2.15 YES SLS-P32
6000, 2791, 1298, 604,
AAB1JH-B2 DF AAB1JH 371 5.995 0.736 3.27% 4 3 0.9757 281, 131, 60.7, 28.3 2.15 YES SLS-P35
6000, 2791, 1298, 604
- O : ’ ; ’ -
AAB1JH-B3 DF AAB1JH 350 5.660 0.438 3.54% 4 4 0.9848 281, 131, 60.7, 28.3 2.15 YES SLS-P37
FRAME
FAL.NHK.GR.A1.28.07.04 RF AAB1GR 1020 16.474 0.055 0.90% 1 1 0.6145 (1)010%06:080601100, 10,1, 10 RF range finder FAL.NHK.SLS.28.07.04
FAL.NHK.GR.B1.11.08.04 DF AAB1GR 592 9.568 0.739 0.12% 4 4 0.9157 1(612021;6?3)121?3 1006, 2.15 YES FAL.NHK.SLS.11.08.04
FAL.NHK.GR-NB.B2.25.08.04 DF AAB1GR 851 13.766 0.943 0.07% 4 4 0.9741 1(612021;6?3)121?3 1006, 2.15 YES FAL.NHK.SLS.25.08.04
FAL.NHK.GR.B3.27.08.04 DF AAB1GR 107 1.733 0.534 8.67% 6 2 0.9607 10000, 4651, 2163, 1006, 2.15 YES FAL.NHK.SLS.27.08.04

468, 218, 101, 47
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical 1.D. Decimal IC50 (mM) VC from ( Dilutions  (ug/mL)’ Factor® Tests® Unacceptability Notes Positive Control I.D.
P! (ve) 0-50%" |50-100%°| PRISM)®
Format op? mean VC?
lvs
100, 10, 1, 0.1, 0.01, range finder; no points
A1 RF AAB1RL 1150 4.683 0.500 10.83% 0 3 0.5430 0.001, 0.0001, 0.00001 10 RF between 0 - 50% SLS-A1-N040317B
B1 DF AAB1RL 274 1.113 0.732 7.46% 2 4 0.9237 2307 42127’12:13;’; 29,714, 1.8 YES SLS-B12-N041022B
500, 333, 222, 148, 98.8,
B2 DF AAB1RL 317 1.287 0.598 3.83% 2 5 0.9721 65.8, 43.9, 29.3 1.5 YES SLS-B113-N041029B
B3 DF AAB1RL 348 1.414 0.792 2.36% 2 6 0.9429 500, 333, 222, 148, 98.8, 1.5 YES SLS-B14-N041030A
65.8,43.9,29.3
ECBC
100, 10, 1, 0.1, 0.01, N
AAB1LH-A1 RF AAB1LH NA NA 0.624 3.53% 0 7 NA 0.001, 0.0001,0.00001 10 RF range finder SLS-P4
AAB1LH-B1 DF AAB1LH 217 0.882 1.103 1.81% 1 7 0.6962 ?(7](2 38?(’)1;3;780.51 374, 2.15 YES pptin 2X C1 SLS-P47
AAB1LH-B2 DF AAB1LH 211 0.856 0.792 1.88% 2 6 0.8550 ?(7](2 38?(’)1;3;780.51 374, 2.15 YES pptin 2X C1 SLS-P48
AAB1LH-B3 DF AAB1LH 332 1.347 1.344 2.99% 1 7 0.6216 ?(7](2 38?(’)1;3;780.51 374, 2.15 YES pptin 2X C1 SLS-P51
FRAME
250 25. 2.5 0.25. 0.025. SD rejected due to bacterial
FAL.NHK.JE.A1.13.02.03 RF AAB1JE 29.8 0.121 0.152 15.63% 1 2 0.7100 0 0625 ’O 00025 T 10 RF range finder contamination in some of the | FAL.NHK.SLS.13.02.03
) t plates in this test series
250, 116.3, 54.1, 25.2 DF since conc. series is
o , 3 . 8
FAL.NHK.JE.A2.20.02.03 DF AAB1JE 171 0.694 0.195 6.46% 2 3 0.6939 117,54.25 1.2 2.15 YES different from A1 RF FAL.NHK.SLS.20.02.03
FAL.NHK.JE.B1.27.02.04 DF AAB1JE 142 0.575 0.622 3.35% 2 6 0.8940 ?g% 2538612%550'3’ 234, 2.15 YES FAL.NHK.SLS.27.02.03
FAL.NHK.JE.B2.19.03.03 DF AAB1JE 490 1.988 0.573 1.40% 1 6 0.8387 ?g% 2538612%550'3’ 234, 2.15 YES FAL.NHK.SLS.19.03.03
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Mean "
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: 3‘?5;32:; NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emicallD- | pecimal (i) (vC) VC from o - , | Dilutions  (ugimb)” | o0 Tests® Unacceptability otes ositive Gontrof L.D.
Format oo | meanves 0-50 %" |50-100%°| PRISM)
vs
100, 10, 1, 0.1, 0.01, i
A2 RF AAGINK 2.05 0.011 0.841 4.19 2 2 09692 |o 066 0501, 0.00001 10 RF  |range finder SLS-A2
B1 DF AAGINK 1.84 0.010 0.444 6.37 5 3 0.9906 ;08'86'3’5%4’ 30,2013, 447 YES SLS-B1
B2 DF AAGINK 1.72 0.009 0.344 6.83 3 3 0.9819 ;08'86'3’5%4’ 30,2013, 447 YES SLS-B2
B3 DF AAGINK 2.02 0.011 0.338 478 2 2 0.9738 ;08'86'3’5%4’ 30,2013, 447 YES SLS-B3
ECBC
1000, 100, 10, 1.0, 0.1, i
AAGTKR-AT RF AAGTKR 1.75 0.010 0.492 022 3 3 09218 |g 01”0004 00601 10 RF  |range finder SLS-P4
AAGTKR-B1 DF AAGTKR 2.31 0.013 0918 6.16 4 3 0.9738 ;020’143'%§;'6’10'1’4'7’ 215 YES SLS-P8
8.00, 5.44, 3.70, 2.52,
AAG1KR-B3 DF AAGTKR 3.29 0.018 0.749 0.44 2 2 09446 | 171" 117 0765, 0,530 1.47 YES SLS-P12
8.00, 5.44, 3.70, 2.52,
AAG1KR-B5 DF AAGTKR 1.16 0.006 0.143 12.96 2 3 08299 |71 117 0765, 0,550 1.47 YES SLS-P15
8.00, 5.44, 3.70, 2.52,
AAG1KR-B6 DF AAGTKR 257 0.014 0.867 257 3 3 09730 | 171347 0765, 0,539 1.47 YES SLS-P16
8.00, 5.44, 3.70, 2.52,
AAG1KR-B7 DF AAGTKR 1.66 0.009 0.507 6.37 3 4 09495 | 70" 317 0765, 0,530 1.47 YES SLS-P18
FRAME
1000, 100, 10, 1, 0.1, i
FAL.NHK.JP.A1.30.07.03 RF AAG1JP 1.71 0.009 1.263 6.60 3 5 0.9364 | 004 00004 10 RF  |range finder FAL.NHK.SLS.30.07.03
FAL.NHK.JP.B1.07.08.03 DF AAG1JP 0.722 0.004 0.253 461 4 0 00034 |120.82.56,32,286, 1.47 No | No points between 50 & FAL.NHK.SLS.07.08.03
1.8,1.2,0.8 100% viability
- . SD rejects this assay; can't
FAL.NHK.JP.B2.13.08.03 DF AAG1IP NA NA 0.219 9.58 0 3 NA | 30,204,1.39,0.94, 147 No |PCfailsinopoints oo i ihe variability of cell | FAL.NHK.SLS.13.08.03
0.64,0.44,0.3,0.2 between 0 - 50%; no r2; h
growth in the wells
50,3401, 2.314, 1574,
FAL.NHK.JP.B3.23.08.03 DF AAG1JP 2.19 0.012 0.384 4.86 2 6 0.9507 |1.071, 0.728, 0.496, 1.47 NO  |PC fails FAL.NHK.SLS 230803
0.337
50,3401, 2.314, 1574,
FAL.NHK.JP.B4.28.08.03 DF AAG1JP 2.96 0.016 0.504 7.31 1 1 0.8321 |1.071,0.728, 0.496, 1.47 YES FAL.NHK.SLS 280803
0.337
50,3401, 2.314, 1574,
FAL.NHK.JP.B5.05.09.03 DF AAG1JP 0.553 0.003 0.180 462 3 2 0.8972 |1.071, 0.728, 0.496, 1.47 YES FAL.NHK.SLS.050903
0.337
50,3401, 2.314, 1574,
FAL.NHK.JP.B6.01.10.03 DF AAG1JP 246 0.013 1.289 6.38 2 6 04951 [1.071,0.728, 0.496, 1.47 NO  |lowr2 FAL.NHK.SLS.01.10.03
0.337
50,3401, 2.314, 1574,
FAL.NHK.JP.B6.15.10.03 DF AAG1JP 212 0.012 0.482 1.44 2 4 0.9753 |1.071, 0.728, 0.496, 1.47 YES FAL.NHK.SLS.15.10.03

(should be B7?)

0.337
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
nvs
A1 RF AAB1IM 390 2.008 0.440 7.52% 2 3 0.9708 (1)010%0,01080601100, 10,1, 10 RF range finder SLS-A1-N040317B
10000, 4545, 2066, 939,
B1 DF AAB1IM 565 2.909 0.489 3.92% 3 4 0.9805 427,194, 88.2, 40.1 22 YES SLS-B1-N040423A
10000, 4545, 2066, 939, two phase dose response
B2 DF AAB1IM 578 2977 0.554 4.28% 4 4 0.9817 427,194, 88.2, 40.1 22 YES curve SLS-B2-N040424A
10000, 4545, 2066, 939, .
B3 DF AAB1IM 579 2.984 0.456 2.91% 3 3 0.9762 427,194, 88.2, 40.1 22 YES pptin 1X C2 SLS-B3-N040506A
ECBC
AAB1INU-A1 RF AABINU 221 1.137 0.469 5.83% 2 3 0.9546 (1)010%0,01080601100, 10,1, 10 RF range finder SLS-P3
AAB1NU-B1 DF AABINU 1070 5.492 1.065 6.83% 1 7 0.9140 2000, 930, 433,201,936, 2.15 YES SLS-P7
43.5,20.2,9.4
10000, 4651, 2163, 1006,
AAB1NU-B2 DF AABINU 824 4.244 1.076 0.91% 4 4 0.9433 468, 218, 101, 471 2.15 YES SLS-P9
10000, 4651, 2163, 1006,
AAB1NU-B3 DF AABINU 558 2.876 0.777 7.01% 4 4 0.9590 468, 218, 101, 471 2.15 YES SLS-P11
FRAME
FAL.NHK.GW.A1.13.02.03 RF AAB1GW 340 1.753 0.189 12.28% 2 2 0.8133 (1)010%0,01080601100, 10,1, 10 RF range finder FAL.NHK.SLS.13.02.03
10000, 3175, 1008, 320, DF because conc. series is
FAL.NHK.GW.A2.13.02.03 DF AAB1GW 553 2.849 0.247 2.26% 3 4 0.9267 102, 32.2, 10.2, 3.25 3.15 YES different from A1 RF FAL.NHK.SLS.20.02.03
FAL.NHK.GW.B1.27.02.04 DF AAB1GW 794 4.090 0.456 0.75% 2 2 0.9523 1320323217150 ;0382'5320’ 3.15 YES FAL.NHK.SLS.27.02.03
FAL.NHK.GW.B3.18.03.04 DF AAB1GW 427 2.197 0.522 9.68% 3 5 0.9542 10000, 3175, 1008, 320, 3.15 YES FAL.NHK.SLS.18.03.03

102, 32.2,10.2, 3.25
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100 % PRISM)
nvs
10, 1, 0.1, 0.01, 0.001, range finder; no points
A1 RF AAB1INB NA NA 0.575 4.51% 0 1 NA 0.0001, 0.00001, 10 RF 9 "e o, P SLS-A5-N040401A
between 0 - 50%
0.000001
75.0,46.9, 29.3, 18.3,
B1 DF AAB1INB 67.3 0.285 0.698 0.74% 1 7 0.9759 11.4, 715, 447, 2.79 1.6 YES SLS-B12-N041022B
75.0,46.9, 29.3, 18.3, no points between 0 -
B2 DF AAB1INB 88.3 0.374 0.609 1.12% 0 5 0.8732 11.4, 715, 447, 2.79 1.6 NO 50% SLS-B113-N041029B
75.0,46.9, 29.3, 18.3,
B3 DF AAB1INB 57.8 0.245 0.726 1.01% 1 5 0.9378 11.4, 715, 447, 2.79 1.6 YES SLS-B14-N041030A
200, 125, 78.1, 48.8,
B4 DF AAB1INB 66.5 0.282 0.691 8.74% 3 5 0.9237 30.5,19.1, 11.9, 7.45 1.6 YES SLS-B15-N041110A
ECBC
200, 20, 2,0.2,0.02 N
AAB1LX-A1 RF AABILX 40.7 0.17240 0.827 3.59% 1 4 0.9327 0.002, 0.0002, 0.00002 10 RF range finder SLS-P19
400, 186, 86.5, 40.2, .
AAB1LX-B1 DF AABILX 56.5 0.239 0.669 1.51% 3 4 0.9784 18.7,8.71, 4.05, 1.88 2.15 YES pptin 1X C1 SLS-P41
400, 186, 86.5, 40.2, .
AAB1LX-B2 DF AABILX 71.9 0.304 0.693 3.27% 3 3 0.9477 18.7,8.71, 4.05, 1.88 2.15 YES pptin 2X C1 and 1X C1 SLS-P43
400, 186, 86.5, 40.2, .
a 9 , 186, 86.5, 40.2, y
AAB1LX-B3 DF AABILX 70.0 0.296 1.100 2.84% 2 5 0.9566 18.7,8.71, 4.05, 1.88 2.15 YES pptin 2X C1 and 1X C1 SLS-P45
FRAME
1000, 100, 10, 1.0, 0.1, N
FAL.NHK.HD.A1.24.09.04 RF AAB1HD 594 2515 0.292 5.56% 1 2 -0.5440 0.01. 0.001. 0.0001 10 RF range finder FAL.NHK.SLS.24.09.03
FAL.NHK.HD.B1.01.10.04 DF AAB1HD 187 0.78983 1.037 6.43% 2 5 0.9721 12()80';162’ $(1]611 14(];'1 2.15 NO PC fails FAL.NHK.SLS.01.10.04
FAL.NHK.HD.B2.07.10.04 DF AAB1HD 58.2 0.24634 0.631 2.15% 4 4 0.9855 12()80';162’ $(1]611 14(];'1 2.15 YES ppt In 1X C1-C2 FAL.NHK.SLS.07.10.03
FAL.NHK.HD.B3.05.11.04 DF AAB1HD 713 0.30167 0.521 2.51% 4 4 0.9236 12()80';162’ $(1]611 14(];'1 2.15 YES ppt In 1X C1-C2 FAL.NHK.SLS.05.11.04
FAL.NHK.HD.B4.10.11.04 DF AA6THD 628 2.65789 1.114 471% 3 5 0.9316 ;32043372’3;527258’ 1.15 YES pptin 1X C1-C2; pptin 2X C1- | po) NHK SLS.10.11.04
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Mean A
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: ODflf'fi;'lefz::t NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emical1.D. | p o cimal (mM) vC) VC from . - X Dilutions  (ug/mL) Factor® Tests® Unacceptability otes ositive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
1000, 100, 10, 1, 0.1, range finder; no points
A1 RF AAB1JK NA NA 0.627 0.48% 0 0 NA 0.01, 0.001, 0.0001 10 RF between 0 - 100% SLS-A2-N040320B
SD removed highest dose from
o, 2500, 1389, 772, 429, no points between 0 - Hill analyses due to ppt and g g
B1 DF AAB1JK 1540 10.023 0.679 3.90% 0 2 0.7803 238, 132, 73.5, 40.8 1.8 NO 50% upswing in response curve; ppt SLS-B12-N041022B
in 2X C1-C8
2500, 1389, 772, 429 no points between 0 - .
L : ; , ’ - -| -
B2 DF AAB1JK NA NA 0.634 6.32% 0 2 NA 238, 132, 73.5, 40.8 1.8 NO 50% pptin 2X C1-C4 SLS-B113-N041029B
2500, 1389, 772, 429, no points between 0 - .
B3 DF AAB1JK NA NA 0.755 0.42% 0 1 NA 238, 132, 73.5, 40.8 1.8 NO 50% pptin 2X C1-C4 SLS-B14-N041030A
ECBC
3000, 300, 30, 3, 0.3, range finder; no points
AABINZ-A1 RF AABINZ NA NA 0.844 3.30% 0 3 NA 0.03, 0.003, 0.0003 10 RF between 0 - 50% SLS-P13
4500, 3719, 3074, 2540, no points between 0 - .
AAB1INZ-B1 DF AABINZ NA NA 0.642 0.54% 0 4 NA 2099, 1735, 1434, 1185 1.21 NO 50% pptin 2X C1- C5 SLS-P52
ppt in 2X C1-C5; chemical
g o 7000, 5785, 4781, 3951, . globules in 1X C1-C4; plate g
AAB1NZ-B2 DF AAB1INZ NA NA 0.770 0.36% NA N/A NA 3266, 2699, 2230, 1843 1.21 NO SD rejects columns C6 and C7 show no SLS-P56
cells were plated
can't properly determine | "roller coaster" toxicity curve;
AAB1INZ-B3 DF AABINZ NA NA 0.668 1.36% 6 1 NA 7000, 5785, 4781, 3951, 1.21 NO points between 0 - ppt in 2X C1-C8; outliers SLS-P59
3266, 2699, 2230, 1843
100% removed by SD
FRAME
1000, 100, 10, 1, 0.1, range finder ; no points
FAL.NHK.HC.A1.25.04.04 RF AABTHC NA NA 0.920 2.74% 0 0 NA 0.01, 0.001, 0.0001 10 RF between 0 - 100% FAL.NHK.SLS.25.04.04
2500, 1163, 541, 252, PC failed; no points
FAL.NHK.HC.B1.11.06.04 DF AABTHC NA NA 1.044 2.28% 0 8 NA 117, 54.4, 25.3, 11.8 2.15 NO between 0 - 50% FAL.NHK.SLS.11.06.04
2500, 1163, 541, 252 no points between 0 -
o , , 541, 252,
FAL.NHK.HC.B2.25.06.04 DF AABTHC 1380 8.953 1.023 7.07% 0 2 0.8467 117, 54.4, 25.3, 11.8 2.15 NO 50% FAL.NHK.SLS.25.06.04
curve unacceptable; no
2500, 2066, 1708, 1411 points between 0 - 50% . FAL.NHK.SLS-
o \ , , )
FAL.NHK.HC.B3.19.08.04 nb DF AABTHC NA NA 0.419 8.26% 0 7 0.0000 1166, 964, 797, 658 1.21 NO would be acceptable no toxicity detectedd NB.19.08.04
due to 1.21 dilution
curve unacceptable; no
; R0 - -
FAL.NHK.HC.B4.20.08.04 DF AABTHG NA NA 0.739 2.93% 0 1 0.0000 |2500. 2066, 1708, 1411, 1.21 No  |Points between 0 -50% |no toxicily detected; outliers | ) Nk sLs.20.08.04

1166, 964, 797, 658

would be acceptable
due to 1.21 dilution

removed by SD
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle ODflf'fi;'lefz::t Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
nvs
volatility problem; VC1 OD
® 10000, 1000, 100, 10, 1, range finder; %VC values much lower than VC2; ey
A1 RF AAB1FJ 104 0.626 0.650 59.25% 2 1 0.9885 0.1, 0.01, 0.001 10 RF difference >0 VC1 removed from subsequent SLS-A2-N040320B
analysis by SD
5000, 2273, 1033, 470,
B1 DF AAB1FJ 114 0.686 0.601 3.48% 5 3 0.9882 213, 97.0, 44.1, 20.0 22 YES SLS-B1-N040423A
5000, 2273, 1033, 470,
B2 DF AAB1FJ 11 0.674 0.513 0.29% 5 3 0.9904 213, 97.0, 44.1, 20.0 22 YES used plate sealer SLS-B2-N040424A
5000, 2273, 1033, 470
o \ , , 470, B3|
B3 DF AAB1FJ 11 0.672 0.517 6.49% 3 3 0.9917 213, 97.0, 44.1, 20.0 22 YES SLS-B3-N040506A
ECBC
AAB1KB-A1 RF AAB1KB NA NA 0.268 59.01% 1 0 NA (1)010%0,01080601100, 10,1, 10 RF range finder probable volatility problem SLS-P6
AAB1KB-B1 DF AAB1KB 170 1.027 0.553 2.62% 3 5 0.9314 gg% :?901622113’71 57,107, 1.47 YES SLS-P20
AAB1KB-B2 DF AAB1KB 148 0.892 0.825 2.87% 4 4 0.9619 gg% :?901622113’71 57,107, 1.47 YES SLS-P22
AAB1KB-B3 DF AAB1KB 103 0.62153 0.394 3.13% 4 4 0.9671 gg% :?901622113’71 57,107, 1.47 YES SLS-P24
FRAME
10000, 1000, 100, 10, 1 range finder; %VC " "
o , , 100, 10, 1, )
FAL.NHK.LK.A1.25.03.04 RF AABILK 103 0.620 0.412 65.79% 2 1 0.3337 0.1,0.01, 0.001 10 RF difference > 15 possible volatility problem FAL.NHK.SLS.25.03.03
1000, 465, 216, 101 wrong desorb solution
FAL.NHK.LK.B1.25.04.04 DF AABILK NA NA 0.039 12.80% 2 1 NA ’ ' N y 2.15 NO used in NRU; SD rejects| FAL.NHK.SLS.25.04.04
46.8,21.8,10.1,4.71 this test
FAL.NHK.LK.B2.28.04.04 DF AABILK 142 0.860 0.825 0.16% 3 5 0.9864 1(6]08024162 %61 140;’ 2.15 YES FAL.NHK.SLS.28.04.03
FAL.NHK.LK.B2.11.06.04 o 1000, 465, 216, 101, .
(should be B3) DF AABILK 135 0.816 0.797 3.73% 3 3 0.9586 46.8,21.8. 101,47, 2.15 NO PC failed FAL.NHK.SLS.11.06.04
FAL.NHK.LK.B4.23.06.04 DF AABILK 215 1.299 0.970 1.58% 3 3 0.9863 1(6]08024162 %61 140;’1 2.15 YES FAL.NHK.SLS.23.06.04
FAL.NHK.LK.B5.25.06.04 DF AABILK 19 0.722 0.927 2.14% 3 3 0.9801 1(6]08024162 %61 140;’ 2.15 YES FAL.NHK.SLS.25.06.04
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
100, 10, 1, 0.1, 0.01, N
A2 RF AAB1GJ 355 1.099 0.801 5.41% 0 2 0.6374 0.001, 0.0001, 0.00001 10 RF range finder SLS-A2
560, 311, 173, 96, 53.3,
B1 DF AAB1GJ 296 0.916 0.487 717% 2 6 0.9691 29.6, 16.5,9.15 1.80 YES SLS-B1
560, 311, 173, 96, 53.3,
B2 DF AAB1GJ 351 1.086 0.358 5.44% 1 6 0.9165 29.6, 16.5,9.15 1.80 YES SLS-B2
560, 311, 173, 96, 53.3,
B3 DF AAB1GJ 453 1.402 0.377 0.99% 1 5 0.93 29.6, 16.5,9.15 1.80 YES SLS-B3
ECBC
1000, 100, 10, 1.0, 0.1, N
AAB1JS-A1 RF AAB1JS 239 0.740 0.706 3.80% 1 7 0.8464 0.01, 0,001, 0.0001 10 RF range finder SLS-P4
2000, 930.2, 432.7,
AAB1JS-B1 DF AAB1JS 252 0.780 1.175 3.03% 2 5 0.9626 |201.2,93.6, 43.5, 20.2, 2.15 YES SLS-P8
9.4
2000, 930.2, 432.7,
AAB1JS-B2 DF AAB1JS 222 0.687 0.975 0.22% 3 5 0.9452 |201.2,93.6, 43.5, 20.2, 2.15 YES SLS-P10
9.4
2000, 930.2, 432.7,
AAB1JS-B3 DF AAB1JS 481 1.488 0.767 0.14% 2 6 0.9349 |201.2,93.6, 43.5, 20.2, 2.15 YES SLS-P12
9.4
FRAME
FAL.NHK.MU.A1.30.07.03 RF AABTMU 232 0.718 1.246 1.87% 1 6 0.8736 80&08831180100011 10 RF range finder FAL.NHK.SLS.30.07.03
2500, 1162, 541, 251, VC difference > 15%;
FAL.NHK.MU.B1.07.08.03 DF AABTMU 160 0.495 0.187 55.29% 5 2 0.0978 171,79.6, 54.1, 25.2 2.15 NO low r2 FAL.NHK.SLS.07.08.03
FAL.NHK.MU.B2.15.08.03 DF AABTMU 873 2.702 0.394 6.64% 1 2 0.6646 $15$05111gg 15‘2” 252, 2.15 NO low r2 FAL.NHK.SLS.15.08.03
FAL.NHK.MU.B3.23.08.03 DF AABTMU 587 1.816 0.329 2.15% 2 3 0.8892 2500, 1162, 541, 251, 2.15 NO PC fails FAL.NHK.SLS.230803
171,79.6,54.1,25.2
FAL.NHK.MU.B4.28.08.03 DF AABTMU 476 1.473 0.472 15.82% 1 5 0.8489 f??07;1:2545‘1” 2?75; 2.15 NO % VC difference >15 FAL.NHK.SLS.280803
FAL.NHK.MU.B5.05.09.03 DF AABTMU 473 1.464 0.171 10.94% 2 4 0.8686 f??07;1:2545‘1”2§521 2.15 YES FAL.NHK.SLS.050903
FAL.NHK.MU.B6.01.10.03 DF AABTMU 173 0.535 1.304 7.20% 2 6 0.5745 f??07;1:2545‘1”2§521 2.15 NO low r2 FAL.NHK.SLS.01.10.03
FAL.NHK.MU.B6.15.10.03 2500, 1162, 541, 251,
(should be B7?) DF AABTMU 625 1.934 0.485 0.38% 2 5 0.9212 171,79.6, 54.1, 25.2 2.15 YES FAL.NHK.SLS.15.10.03
FAL.NHK.MU.B7.19.10.03 DF AABTMU 916 2.835 0.164 2.34% 1 2 0.7152 f??07;1:2545‘1”2§521 2.15 NO low r2 FAL.NHK.SLS.19.10.03
FAL.NHK.MU.B8.23.10.03 DF AABTMU 362 1.120 0.249 8.70% 2 5 0.8807 f??07;1:2545‘1”2§521 2.15 YES FAL.NHK.SLS.23.10.03
FAL.NHK.MU.B9.24.10.03 DF AABTMU 194 0.600 0.861 4.38% 3 4 0.8814 f??07;1:2545‘1”2§521 2.15 YES FAL.NHK.SLS.24.10.03
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Mean "
Experiment 1.D. Assay (ulglfnoL) Yehicle ODflf'fi;'lefz::t Number of | Number of R2 Dilution | Acceptable Rationale for
- i Control Points Points from iuti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format oot mean vC® | 0-50%* | 50-100%°| PRISM)

vs

N RF AAGTMH 298 1.551 0413 4.09% 2 1 0.9217 :)(]10%061080601100’ 1.1, 10 RF  |range finder SLS-A1-N040317B
10000, 4545, 2066, 939,

B1 DF AAGTMH 447 2.325 0.547 4.83% 4 4 09681 |02 104 882, 40.1 22 YES SLS-B1-N040423A
10000, 4545, 2066, 939,

B2 DF AAGTMH 407 2.121 0.562 0.18% 2 4 09655 |12 104 882, 40.1 22 YES SLS-B2-N040424A
3000, 1667, 926, 514, ;

B3 DF AAGTMH 444 2.309 0.477 2.95% 2 5 09609 | ae”tc0 550, 46.0 18 YES pptin 1X C1-C2 SLS-B3-N040506A

ECBC

AAGTHH-A1 RF AAGTHH 295 1.54 0511 3.95% 2 1 0.9327 :)(]10%061080601100’ 1.1, 10 RF  |range finder SLS-P1

AAGTHH-B1 DF AAGTHH 557 2.900 1.160 3.05% 2 6 0.9595 122058810,;762, 815,214 447 YES SLS-P7

AAGTHH-B2 DF AAGTHH 589 3.065 1.191 1.62% 2 6 0.9588 122058810,;762, 815,214 447 YES SLS-P9

AAG1HH-B3 DF AAGTHH 433 2252 0.740 2.11% 2 6 0.9690 122058810,;762, 815,214 447 YES SLS-P11

FRAME

FANH.HV.A1.11.02.04 (should 10000, 1000, 100, 10, 1, i pH and color of 2X matches

bo RE) RF AAG1RB 406 2411 1.459 3.77% 2 6 09700 |03"051 0601 10 RF  |range finder B oy 973 FAL.NHK.SLS.11.02.04

. . this is a definitive test since

10000, 4651, 2163, 1006, PC fails; no points etinitive

FAL.NHK.RB.A2.18.02.04 DF AAG1RB 362 1.886 0210 4.13% 6 0 07857 | 4an 21, 101 47 215 NO | o 1000% S;a:ges;r;; is different from A1| FAL.NHK.SLS.18.02.04
10000, 4651, 2163, 1006, FAL.NHK.SLS/MO.26.0

FAL.NHK.RB.B1.26.02.04 DF AAG1RB 348 1.809 0.183 5.10% 3 5 09225 | 4ea2's 101 47 215 YES 003

FAL.NHK.RB.B2.27.02.04 DF AAG1RB 361 1.881 0.415 5.54% 4 3 0.9577 12202’136%'121? 1006, 545 YES fepsttde‘eded in C1-C3atend off o Nk SLS.27.02.04
5000, 2326, 1082, 503,

FAL.NHK.RB.B3.18.03.04 DF AAG1RB 288 1.501 0.361 12.24% 4 3 09824 |3a"00 80 6, 23,5 215 YES FAL.NHK.SLS.18.03.03

FAL.NHK.RB.B4.19.03.04 DF AAG1RB 251 1.308 0510 2.65% 4 4 0.9369 | 3000, 2326, 1082, 503, 215 YES FAL.NHK.SLS.19.03.03

234, 109, 50.6, 23.5
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Mean "
Experiment 1.D. Assay (ulglfnoL) Yehicle ODflf'fi;'lefz::t Number of | Number of R2 Dilution | Acceptable Rationale for
NHK Cells Type' Chemical LD. | o =~ |IC50 (mM) Co\l;érol VC from Points Points (from Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control 1.D.
Format (ve 2| 0-50%" |50-100%°| PRISM)®
orma oD? mean VC
vs
A2 RF AAGTFL 3.94 0.010 0.705 0.78% 4 3 0.4952 ;(]10%06:080601100’ 1.1, 10 RF  |range finder SLS-A2
1.0, 0.56, 0.31, 017, No points 50-100%; low
B1 DF AAGTFL 0.00184 | 0.0000046 | 0.384 4.49% 8 0 0.6346 |0.095, 0.053, 0.029, 18 O Hods o SLS-B1
0.016
1.0, 0.56, 0.31, 017, No points 50-100%; low
B2 DF AAGTFL 0.000675 | 0.0000017 |  0.289 9.86% 8 0 05984 |0.095, 0.053, 0.029, 18 eI Hvds o SLS-B2
0.016
1.0, 0.56, 0.31, 017, No points 50-100%; low
B3 DF AAGTFL 0.0000306 | 0.0000001 |  0.335 7.90% 8 0 0.3037 |0.095, 0.053, 0.029, 18 NO  [RoP o SLS-B3
0.016
1.0, 0.313, 0.098, 0.031, No points 50-100%: low
B4 DF AAGTFL 0.0215 | 0.0000538 02 467% 5 0 0.7647 |0.0095, 0.0030, 0.00093, |  3.19 O Hods o SLS-B4
0.00029
0.03, 0.02, 0.013, 0.0089,
B7 DF AAGTFL 0.000733 | 0.0000018 |  0.624 0.50% 6 2 0.06259 |0.0059, 0.0040, 0.0026, 15 NO  |LowR2 SLS-B7
0.0018
. ! 0.1, 0.056, 0.031, 0.017, o
\?v?un?c;mr':::g bottom DF AAGTFL 0.00507 | 0.0000127 | 0.677 4.22% 1 5 0.4741 |0.0095, 0.0053, 18 NO  |PC fails s'r‘;‘glg‘n"]';( growth; media SLs-B8
0.0029,0.0016 P
o ! 0.1, 0.056, 0.031, 0.017, - ! o
B9" Hill function DF AAGTFL 0.00506 | 0.0000127 | 0.598 3.21% 0 6 05162 [0.0095, 0.0053, 18 No | PC fails; no points slow NHK growth; media SLS-B9
w/unconstrained bottom between 0 - 50% problems
0.0029,0.0016
L . 0.1, 0.056, 0.031, 0.017, PC fails; no points . "
\f'v;lf’ncﬂ'r']'sftt':i‘r’]‘;‘:j”bomm DF AABTFL NA NA 0.44 22.49% 0 7 0.6108 |0.0095, 0.0053, 18 NO [between O - 50%; low s'r‘;‘glg‘n"]';( growth; media SLS-B10
0.0029,0.0016 r2; %VC difference > 15 | P
o } 0.1, 0.056, 0.031, 0.017, -
j'v}‘]n;':sft‘:gf;:’;boﬂom DF AAGTFL 0.00609 | 0.0000152 | 0.436 4.74% 5 1 0.8455 [0.0095, 0.0053, 18 NO  |PC fails s'r‘;‘glg‘n"]';( growth; media SLS-B11
0.0029,0.0016 P
- ) 0.045, 0.030, 0.020, ) )
B12" Hill function DF AAGTFL 0.00927 | 0.0000232 | 0.727 5.52% 3 3 0.7899 |0.0133, 0.0089, 0.0059, 15 YES morning (a.m.) harvest; SMT | g 5 g5
w/unconstrained bottom 0.0040. 0.0026 accepts this test
B13* Hill function . 0.045, 0.030, 0.020,
o nconstamned bottor DF AAGTFL 0.00892 | 0.0000223 | 0.237 1.66% 5 1 0.9513 |0.0133, 0.0089, 0.0059, 15 YES afternoon (p.m.) harvest SLS-B13
0.0040, 0.0026
. ) 0.045, 0.030, 0.020,
j'v;:ncﬂ'r']'sf;';‘i‘r’]‘;‘:j”bmom DF AAGTFL 0.00617 | 0.0000154 |  0.351 8.77% 5 1 0.9223 |0.0133, 0.0089, 0.0059, 15 YES SLS-B14
0.0040, 0.0026
B15* Hill function . 0.045, 0.030, 0.020, !
o onconstamned bottor DF AAGTFL 0.00571 | 0.0000143 | 0.276 4.29% 5 2 0.873 |0.0133, 0.0089, 0.0059, 15 NO  |PC fails SLS-B15
0.0040, 0.0026
ECBC
10000, 1000, 100, 10 low r2; couldn't calc. ICx )
- D ’ : el : |
AAG1JZ-AT RF AAG1JZ NA NA 0.326 23.32% 5 2 00097 |1 570% 001, 0.001 10 RE | oaluos: range finder | range finder SLS-P3
10000, 1000, 100, 10. no r2 nor ICx values N
AAG1JZ-A2 RF AAG1JZ NA NA 0.202 3.41% 6 2 NA 110 0. 0.01. 0.001 10 NO | e eutas | range finder SLS-P5
10000, 4651.2, 2163 3,
AAG1JZ-B1 DF AAG1JZ 557 1.394 0.770 0.63% 4 4 0.9016 | 1006.2, 468, 217.7, 215 NO  |PC fails SLS-P11
1012, 47.1
10000, 4651.2, 2163 3,
AAG1JZ-B2 DF AAG1JZ 817 2,045 0.099 1.01% 3 4 0.9437 | 1006.2, 468, 217.7, 215 NO  |PC fails SLS-P13
1012, 47.1
0.02140, 0.00995,
AAG1JZ-B3 DF AAG1JZ 0.017 0.00004 0.089 9.22% 1 2 04165 |0.00463,0.00215,0.001, |  2.15 NO  |PC fails; low r2 SLS-P13
0.00046, 0.00022, 0.0001
0.0200, 0.0136, 0.0093,
AAG1JZ-B4 DF AAG1JZ 0.012 0.00003 0.089 9.29% 2 3 0.5530 |0.0063, 0.0043, 0.0029, 1.47 NO  |lowr2 SLS-P15
0.0020, 0.0014
0.0200, 0.0136, 0.0093,
AAG1JZ-B5 DF AAG1JZ 0.003 0.00001 0.884 521% 5 3 0.8528 |0.0063, 0.0043, 0.0029, 1.47 YES SLS-P16

0.0020, 0.0014
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Mean "
Experiment I.D. Assay (ulglfnoL) ehicle ODflf'fi;'lefz::t gumberel [umbenet R2 Dilution | Acceptable Rationale for
- i Control Points Points from iuti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format 02| meanver 0-50 %" |50-100%°| PRISM)
0.0200, 0.0136, 0.0093,
AAG1JZ-B6 DF AAG1JZ 0.011 0.00003 0.494 4.09% 3 2 0.7228 |0.0063, 0.0043, 0.0029, 1.47 YES SLS-P18
0.0020, 0.0014
0.0200, 0.0136, 0.0093,
AAG1JZ-B7 DF AAG1JZ 0.009 0.00002 0.687 1.01% 4 3 0.7162 |0.0063, 0.0043, 0.0029, 1.47 YES SLS-P19
0.0020, 0.0014
FRAME
FAL.NHK.NW.A1.010803 RF AABINW 0.198 0.00050 0.305 17.20% 5 3 0.6953 | !0000. 1000, 100,10, 1, RF  |range finder SD says toxicity biphasic; FAL.NHK.SLS.010803
0.1, 0.01, 0.001 chemical may be volatile
10000, 1000, 100, 10, 1 high background; biphasic
FAL.NHK.NW.B1.080803 DF AAGTINW 0.024 0.00006 0713 | 70550% 7 1 06233 | o0t 0c0t NO  |RF format response; determined ICx FAL.NHK.SLS.07.08.03
oo values with only 3 points
FAL.NHK.NW.B2.15.08.03 DF AAGTINW 1.00 0.00250 0510 4.47% 6 1 0.5677 ;(]10%06:080601100’ 1.1, NO  |RF format; low r2 biphasic response FAL.NHK.SLS.15.08.03
U.TOU, U.UA7, UUZZ,
FAL.NHK.NW.B3.19.10.03 DF AAGTINW 0.008 0.00002 0.312 8.59% 4 2 0.8637 g'ggga’g' g'gga‘g?’ YES FAL.NHK.SLS.19.10.03
f\‘ﬁf\l’\/‘|7Y i '
09004 wrvoz
FAL.NHK.NW.B4.23.10.03 DF AAGTINW 0.007 0.00002 0.340 0.96% 4 1 0.9166 g'ggga’g' g'gga‘g?’ YES FAL.NHK.SLS.23.10.03
r\.nr\nAvy ) |
0.100, U.U47, U.UZZ,
FAL.NHK.NW.B5.24.10.03 DF AABTNW 0008 | 000002 | 0.974 0.55% 4 4 0.8869 |0:01006,0.00468, YES FAL.NHK.SLS.24.10.03

0.00218, 0.00101,
nnnnaz
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100%"’| PRISM)
nvs
100, 10, 1, 0.1, 0.01, range finder; no points
o -A2-|
A1 RF AABILA NA NA 0.643 3.80% 0 2 NA 0.001, 0.0001, 0.00001 10 RF between 0 - 50% SLS-A2-N040320B
ppt in 2X C1 (homogeneous
B1 DF AABILA 213 0.854 0.646 5.61% 3 3 0.9907 Zgg 3366 37813’1273' 195, 1.4 YES blue suspension); ppt in 1X C1-| SLS-B12-N041022B
T c8
B2 DF AABILA 199 0.797 0.583 1.02% 3 3 0.9957 Zgg 3366 37813’1273' 195, 1.4 YES pptin 2X C1; pptin 1X C1-C8 |SLS-B113-N041029B
B3 DF AABILA 208 0.833 0.675 1.17% 3 3 0.9811 Zgg 3366 37813’1273' 195, 1.4 YES pptin 2X C1; pptin 1X C1-C8 |SLS-B14-N041030A
ECBC
100, 10, 1, 0.1, 0.01, N
AABTHX-A1 RF AABTHX NA NA 0.487 1.42% 0 1 NA 0.001, 0.0001, 0.00001 10 RF range finder SLS-P6
AAB1HX-B1 DF AABTHX 195 0.783 0.880 2.81% 6 1 0.9370 ?gg 1;3 ?gg 282,283, 1.21 YES SLS-P47
AAB1HX-B2 DF AABTHX 168 0.672 0.675 3.43% 6 2 0.9871 ?gg 1;3 ?gg 282,283, 1.21 YES SLS-P48
AAB1HX-B3 DF AABTHX 206 0.823 1.320 1.52% 5 3 0.9814 ?gg 1;3 ?gg 282,283, 1.21 YES SLS-P50
FRAME
1000, 100, 10, 1, 0.1, range finder ; no points "
FAL.NHK.LP.A1.20.10 .04 RF AABILP 8.41 0.034 0.998 4.10% 3 0 0.9793 0.01, 0.001, 0.0001 10 RF between 50 - 100% outlier removed by SD FAL.NHK.SLS.20.10.04
100, 46.5, 21.6, 10.1 no points between 0 -
9 , , s ,
FAL.NHK.LP.B1.29.10.04 DF AABILP NA NA 0.545 7.44% 0 1 NA 4,68, 2.18, 1.01, 047 2.15 NO 50% FAL.NHK.SLS.29.10.04
FAL.NHK.LP.B2.10.11.04 DF AABILP 189 0.756 1.026 0.20% 5 3 0.9474 1220988;);762 315,214, 1.47 YES outliers removed by SD FAL.NHK.SLS.10.11.04
FAL.NHK.LP.B3.12.11.04 DF AABILP 186 0.746 0.696 6.80% 2 1 0.9794 ?8% 253?’ ;(LS 503,234, 2.15 YES FAL.NHK.SLS.12.11.04
FAL.NHK.LP.B4.17.11.04 DF AABILP 209 0.837 0.999 3.03% 2 1 0.9822 ?8% 253?’ ;(LS 503,234, 2.15 YES FAL.NHK.SLS.17.11.04
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100%"’| PRISM)

nvs
1000, 100, 10, 1, 0.1, N

A1 RF AAB1GL 0.0589 0.0002 0.518 2.80% 5 1 0.9832 0.01, 0.001, 0.0001 10 RF range finder SLS-A4-N040331N
1.00, 0.455, 0.207, 0.094,

B1 DF AAB1GL 0.0753 0.0003 0.534 1.79% 4 3 0.9783 |0.043,0.019, 0.0088, 22 YES SLS-B4-N040513C
0.0040
1.00, 0.455, 0.207, 0.094,

B2 DF AAB1GL 0.0566 0.0002 0.499 1.72% 4 4 0.9931 |0.043, 0.019, 0.0088, 22 YES SLS-B5-N040514B
0.0040
1.00, 0.455, 0.207, 0.094,

B3 DF AAB1GL 0.0822 0.0003 0.712 3.28% 4 2 0.9858 |0.043,0.019, 0.0088, 22 YES SLS-B6-N040716A
0.0040

ECBC

AABTKK-A1 RF AABTKK 0.0441 0.0002 0.456 2.74% 6 1 0.9660 (1)010%06:080601100, 10,1, 10 RF range finder SLS-P17
1.00, 0.465, 0.216, 0.101,

AAB1KK-B1 DF AABTKK 0.0558 0.0002 0.737 3.19% 4 4 0.9741 |0.047,0.022, 0.010, 2.15 YES SLS-P33
0.0005
1.00, 0.465, 0.216, 0.101,

AAB1KK-B2 DF AABTKK 0.0634 0.0002 0.823 3.39% 4 4 0.9764 |0.047,0.022, 0.010, 2.15 YES SLS-P35
0.005
1.00, 0.465, 0.216, 0.101,

AAB1KK-B3 DF AABTKK 0.0401 0.0001 0.418 6.74% 5 3 0.9655 |0.047,0.022, 0.010, 2.15 YES SLS-P36
0.005

FRAME

FAL.NHK.PF.A1.28.07.04 RF AAB1PF 0.0873 0.0003 0.042 0.79% 4 2 0.8106 (1)010%06:080601100, 10,1, 10 RF range finder FAL.NHK.SLS.28.07.04
100, 31.6, 10.0, 3.17,

FAL.NHK.PF.B1.12.08.04 DF AAB1PF 0.432 0.0015 0.862 1.46% 6 2 0.9511 1.00, 0.317, 0.100, 3.16 NO PC fails FAL.NHK.SLS.12.08.04
0.0318
100, 31.6, 10.0, 3.17,

FAL.NHK.PF-NB.B2.25.08.04 DF AAB1PF 0.0675 0.0002 1.104 1.57% 7 1 0.9690 |1.00,0.317, 0.100, 3.16 YES FAL.NHK.SLS.25.08.04
0.0318
10.0, 4.65, 2.16, 1.01,

FAL.NHK.PF.B3.20.10 .04 DF AAB1PF 0.2285 0.0010 1.179 5.59% 5 3 0.9771 |0.468,0.218,0.101, 2.15 YES FAL.NHK.SLS.20.10.04
0.047
10.0, 4.65, 2.16, 1.01, no points between 50 - | toxicity curve doesn't go above

FAL.NHK.PF.B4.29.10.04 DF AAB1PF NA 0.0000 0.507 2.36% 8 0 0.9378 |0.468,0.218,0.101, 2.15 NO pﬂ o Y cun 9 FAL.NHK.SLS.29.10.04
0.047 100% 20% viability
10.0, 4.65, 2.16, 1.01, no points between 50 -

FAL.NHK.PF.B5.05.11.04 DF AAB1PF NA NA 0.475 3.35% 6 0 NA 0.468, 0.218, 0.101, 2.15 NO 100p% FAL.NHK.SLS.05.11.04
0.047
1.00, 0.47, 0.22, 0.10,

FAL.NHK.PF.B6.12.11.04 DF AAB1PF 0.0647 0.0002 0.725 2.10% 4 4 0.9513 0.05, 0,02, 0.010, 0.0047 2.15 YES FAL.NHK.SLS.12.11.04
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Mean "
Experiment I.D. Assay (ulglfnoL) ehicle ODflf'fi;'lefz::t gumberel [umbenet R2 Dilution | Acceptable Rationale for
- i Control Points Points from iuti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format oot mean VeS| 0-50%° | 50-100%°| PRISM)
vs
Al RF AAG1FD 252 0.090 0.684 8.39% 2 1 0.9676 80(910’(;83’118’016001'1’ 10 RF  |range finder pptin 1X C1-C2; pptin 2X C1- | ) 5 A3 N040331A
1000, 455, 207, 93.9, pptin 1X C1-C4; pptin 2X C1- | o1 < ns
B1 DF AAG1FD 232 0.083 0.562 2.55% 5 3 09704 | 407" 104’ 8.8, 4.01 22 YES SLS-B1-N040423A
1000, 455, 207, 93.9, pptin 1X C1-C5; pptin 2X C1-
B2 DF AAG1FD 223 0.080 0613 1.33% 3 3 09866 |47 104’ 5.8, 4.01 22 YES e SLS-B2-N040424A
B3 DF AAG1FD 206 0.074 0.515 7.46% 4 4 0.9634 fg%’ 151 18}3613'72'734'3' Lt Y YES pptin 1X C1-C4; pptin 2X C1- | ) 5 B3 N040506A
ECBC
AABTIX-A1 RF AAG1IX 26.8 0.096 0.892 1.40% 2 2 0.9504 | 1000, 100,10, 1, 0.1, 10 RF  |range finder pptin 2X C2 SLS-P15
- - - : : 0.01, 0.001, 0.0001
AAG1JX-B1 DF AAG1IX 340 0.122 0.957 0.03% 3 5 0.9281 ‘2&0,293.06 33'3’ 201,941 545 YES SLS-P46
pptin 2X C2; 1X C1-C3 has
AAG1JX-B2 DF AAG1IX 19.6 0.071 0.698 0.13% 3 5 0.9518 ‘2&0,293.06 33'3’ 201,941 545 YES small chunks-possibly chemical| SLS-P49
e crystals
200, 93.0, 43.3, 20.1, 9.4, chunks of chemical in 1X C1-
a 0 : : » » I |
AAG1JX-B3 DF AAG1IX 312 0.112 1.251 5.20% 3 4 09461 |30 00 215 YES G5 oot in 2% 4 SLS-P51
FRAME
1000, 100, 10, 1, 0.1, i }
FAL.NHK.MK.A1.14.05.04 RF AABTMK 152 0.546 0.692 8.77% 1 1 07744 | 001 0:0004 10 RF  |range finder pptin 1X C1 FAL.NHK.SLS.14.05.03
2000, 1361, 926, 630, o points between 50 - ; FAL.NHK.SLS-
FALNHK.MK.B1.19.08.04 nb | DF AABTMK NA NA 0.342 2.58% 8 0 0.0000 |325"501. 108, 135 1.47 NO | G00 pptin 1X C1-C8 NB.19 08,04
500, 233, 108, 50.3, 23.4 FAL.NHK.SLS-
FAL.NHK.MK-RB.B2.25.08.04 | DF AABTMK 175 0.063 0.972 4.85% 4 4 09053 1061 4 215 YES RB.20.08.04
FAL.NHK.MK.B3.07.10.04 DF AABTMK 39.7 0.143 0.602 7.72% 4 4 0.9531 ?g% 253? ;i& 503,234, 545 YES pptin 1X C1-C5 FAL.NHK.SLS.07.10.03
FAL.NHK.MK.B4.20.10 .04 DF AABTMK 84.9 0.305 1.289 5.24% 3 3 0.9716 ?g% 253? ;i& 503,234, 545 YES pptin 1X C1-C4 FAL.NHK.SLS.20.10.04
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle ODflf'fi;'lefz::t gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100%"’| PRISM)
nvs
volatility problem; VC1 OD
@ 1000, 100, 10, 1, 0.1, range finder; % VC values much lower than VC2; ey
A1 RF AABINP 12.6 0.057 0.702 59.99% 2 1 0.9650 0.01,0.001, 0.0001 10 RF difference > 15 VC1 removed from subsequent SLS-A3-N040331A
analysis by SD
B1 DF AABINP 121 0.055 0.599 10.60% 5 3 0.9934 307%’ 2421’11 023637'0' 213, 22 YES SLS-B1-N040423A
B2 DF AABINP 1.9 0.054 0.627 7.89% 4 3 0.9912 307%’ 2421’11 023637'0' 213, 22 YES used plate sealer SLS-B2-N040424A
200, 90.9, 41.3, 18.8,
B3 DF AABINP 12.7 0.057 0.581 1.03% 4 2 0.9802 8.54, 3.88, 1.76, 0.802 22 YES used plate sealer SLS-B3-N040506A
ECBC
1000, 100, 10, 1, 0.1, N
AAB1PZ-A1 RF AAB1PZ NA NA 0.532 72.53% 1 2 NA 0.01, 0.001, 0.0001 10 RF range finder SLS-P15
100, 46.5, 21.6, 10.1,
AAB1PZ-B1(sealer) DF AAB1PZ 8.44 0.038 0.631 6.94% 4 4 0.9304 4,68, 2.18, 1.01,0.47 2.15 YES SLS-P32
100, 46.5, 21.6, 10.1,
AAB1PZ-B2 (sealer) DF AAB1PZ 10.9 0.049 0.860 3.50% 3 5 0.9861 4,68, 2.18, 1.01, 047 2.15 YES SLS-P34
100, 46.5, 21.6, 10.1,
AAB1PZ-B3 (sealer) DF AAB1PZ 6.35 0.029 0.381 4.51% 4 4 0.9428 4.68,2.18, 1.01,0.47 2.15 YES SLS-P36
FRAME
1000, 100, 10, 1. 0.1 range finder; %VC
FAL.NHK.HS.A1.14.05.04 RF AABTHS 9.55 0.043 0.391 72.35% 3 0 0.4969 ! L N anna 10 RF difference > 0; no points | volatility problem FAL.NHK.SLS.14.05.03
0.01, 0.001, 0.0001
between 50 - 100%
50.0, 23.3, 10.8, 5.03,
FAL.NHK.HS.B1.25.06.04 DF AABTHS 13.2 0.060 1.094 9.37% 2 3 0.9630 234, 1.09, 0.506, 0.235 2.15 YES FAL.NHK.SLS.25.06.04
50.0, 23.3, 10.8, 5.03, .
FAL.NHK.HS.B2.12.08.04 DF AABTHS 18.9 0.085 0.677 5.08% 2 2 0.6304 234, 1.09, 0.506, 0.235 2.15 NO PC fails FAL.NHK.SLS.12.08.04
. no toxicity detected; SD
50.0, 23.3, 10.8, 5.03 no points between 0 - ’ FAL.NHK.SLS-
o \ \ 3 3 .
FAL.NHK.HS.B3.19.08.04 nb DF AABTHS NA NA 0.510 1.27% 0 7 0.0466 2.34,1.09, 0.506, 0.235 2.15 NO 50% remqved column of data; odd NB.19.08.04
toxicity curve
50.0, 23.3, 10.8, 5.03 FAL.NHK.SLS-
| o B , 3 \
FAL.NHK.HS-RB.B4.25.08.04 DF AABTHS 15.7 0.071 0.773 1.27% 2 1 0.6376 234, 1.09, 0.506, 0.235 2.15 YES RB.20.08.04
FAL.NHK.HS.B5.27.08.04 DF AABTHS 8.35 0.038 0.506 9.96% 2 6 0.8021 500,233, 10.8, 5.03, 2.15 YES FAL.NHK.SLS.27.08.04

2.34, 1.09, 0.506, 0.235
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

nvs
1000, 100, 10, 1, 0.1, N .

A1 RF AABINX 116 0.523 0.556 0.99% 1 1 0.8983 0.01, 0.001, 0.0001 10 RF range finder pptin 2X C1-C2 SLS-A4-N040331N
1000, 556, 309, 171,

B1 DF AABINX 192 0.863 0.570 3.77% 3 4 0.9757 953,529, 29.4, 16.3 1.8 YES SLS-B4-N040513C
1000, 556, 309, 171, .

B2 DF AABINX 221 0.996 0.505 1.47% 3 3 0.9758 953,529, 29.4, 16.3 1.8 YES pptin 2X C1 SLS-B5-N040514B
1000, 556, 309, 171,

B3 DF AABINX 155 0.695 0.790 6.15% 3 3 0.9904 953,529, 29.4, 16.3 1.8 YES SLS-B6-N040716A

ECBC
1000, 100, 10, 1, 0.1, N .

AAB1GA-A1 RF AAB1GA 122 0.551 0.898 5.79% 1 3 0.9642 0.01, 0.001, 0.0001 10 RF range finder pptin 2X C1 SLS-P14

AAB1GA-B1 DF AAB1GA 168 0.757 1.039 5.26% 2 4 0.9636 ?(7](21 387% ;783’ 805,37.4, 2.15 YES SLS-P27

AAB1GA-B2 DF AAB1GA 163 0.732 0.920 1.89% 3 2 0.9498 ?(7](21 387% ;783’ 805,37.4, 2.15 YES pptin 2X C1-C2 SLS-P29

AAB1GA-B3 DF AAB1GA 190 0.854 0.776 1.33% 2 3 0.9633 ?(7](21 387% ;783’ 805,37.4, 2.15 YES pptin 2X C1-C2; oily SLS-P30

FRAME

FAL.NHK.KZ.A1.28.07.04 RF AAB1IKZ 124 0.560 0.079 10.77% 1 1 0.6487 80&0383118800011 10 RF range finder FAL.NHK.SLS.28.07.04

FAL.NHK.KZ.B1.11.08.04 DF AAB1IKZ 27.7 0.125 0.765 6.15% 1 2 0.9160 igogbggo’ 433,201, 94, 2.15 YES pptin 2X C1-C4 and 1X C1-C4 | FAL.NHK.SLS.11.08.04
500, 233, 108, 50.3, 23.4 volatility issue; incorrect

FAL.NHK.KZ.B2.08.10.04 DF AAB1IKZ 147 0.660 0.737 18.98% 2 5 0.9382 109’ 5 Oé 2 3”5 e 2.15 NO % VC difference > 15 solvent listed in Addendum IlI; | FAL.NHK.SLS.08.10.03

o SD corrected

500, 233, 108, 50.3, 23.4, FAL.NHK.SLS.22.10.04

FAL.NHK.KZ.B3.22.10.04 DF AAB1IKZ 149 0.670 0.731 9.65% 2 4 0.9568 10.9, 5.06, 2.35 2.15 YES (MO)

FAL.NHK.KZ.B4.28.10.04 DF AAB1IKZ 37.9 0.171 0.650 11.96% 4 4 0.9425 ?g% 2538612%550'3’ 234, 2.15 YES FAL.NHK.SLS.28.10.04

1-108



Draft In Vitro Acute Toxicity Test Methods BRD: Appendix 12

NHK NRU Test Chemical Data

17 Mar 2006

Experiment L.D.
NHK Cells

Assay
Type'

Chemical 1.D.

IC50
(ug/mL)
Decimal
Format

IC50 (mM)

Mean
Vehicle
Control

(ve)
oD?

Difference
of right/left
VC from

mean VC*

Number of
Points

0-50 %*

Number of
Points

50 - 100 %°

(from
PRISM)®

Dilutions  (ug/mL)’

Dilution
Factor®

Acceptable
Tests®

Rationale for
Unacceptability

Notes

Positive Control I.D.

DIGOXIN
nvs

A1

RF

AABTMF

0.00075

0.0000010

0.695

0.29%

0.9294

1000, 100, 10, 1, 0.1,
0.01, 0.001, 0.0001

RF

range finder; no points
between 50 - 100%

pptin 1X C1 and 2X C1

SLS-A3-N040331A

B1

DF

AABTMF

0.00390

0.0000050

0.575

3.87%

0.9597

0.020, 0.0091, 0.0041,
0.0019, 0.00085,
0.00039, 0.00018,
0.000080

22

YES

SLS-B4-N040513C

B2

DF

AABTMF

0.00374

0.0000048

0.543

0.21%

0.9615

0.020, 0.0091, 0.0041,
0.0019, 0.00085,
0.00039, 0.00018,
0.000080

22

YES

outlier removed by SD

SLS-B5-N040514B

B3

DF

AABTMF

0.00431

0.0000055

0.804

1.90%

0.9848

0.020, 0.0091, 0.0041,
0.0019, 0.00085,
0.00039, 0.00018,
0.000080

22

YES

SLS-B6-N040716A

ECBC

AAB1PP-A1

RF

AAB1PP

0.00865

0.0000111

1.002

8.88%

0.9920

1000, 100, 10, 1, 0.1,
0.01, 0.001, 0.0001

RF

range finder; no points
between 50 - 100%

pptin 1X C1 and 2X C1

SLS-P13

AA61PP-B1

DF

AAB1PP

0.00518

0.0000066

0.864

4.37%

0.9591

0.100, 0.0465, 0.0216,
0.0101, 0.0047, 0.0022,
0.0010, 0.0005

215

YES

SLS-P33

AA61PP-B2

DF

AAB1PP

0.00615

0.0000079

0.890

1.28%

0.9932

0.100, 0.0465, 0.0216,
0.0101, 0.0047, 0.0022,
0.0010, 0.0005

215

YES

SLS-P35

AA61PP-B3

DF

AAB1PP

0.00481

0.0000062

0.477

0.96%

0.9770

0.100, 0.0465, 0.0216,
0.0101, 0.0047, 0.0022,
0.0010, 0.0005

215

YES

SLS-P37

FRAME

FAL.NHK.HN.A1.14.05.04

RF

AA61HN

0.00002

0.0000000

0.756

7.58%

0.9437

1000, 100, 10, 1, 0.1,
0.01, 0.001, 0.0001

RF

range finder

outlier removed by SD; ppt in
1X C1-C2

FAL.NHK.SLS.14.05.03

FAL.NHK.HN.B1.25.06.04

DF

AA61HN

0.00006

0.0000001

1.205

0.03%

0.9543

0.0010000, 0.0004651,
0.0002163, 0.00010086,
0.0000468, 0.0000218,
0.0000101, 0.0000047

215

YES

FAL.NHK.SLS.25.06.04

FAL.NHK.HN.B2.20.08.04

DF

AA61HN

0.00006

0.0000001

0.845

3.03%

0.9762

0.0010000, 0.0004651,
0.0002163, 0.00010086,
0.0000468, 0.0000218,
0.0000101, 0.0000047

215

YES

row C data removed by SD;
most of wells were outliers

FAL.NHK.SLS.20.08.04

FAL.NHK.HN.B3.27.08.04

DF

AA61HN

0.00003

0.0000000

0.404

5.62%

0.9091

0.0010000, 0.0004651,
0.0002163, 0.00010086,
0.0000468, 0.0000218,
0.0000101, 0.0000047

215

YES

FAL.NHK.SLS.27.08.04
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

nvs

A1 RF AAB1FN 5750 78.720 0.495 3.49% 1 1 0.8849 ;I)QIO()()OO;I 080601100’ 10,1, 10 RF range finder SLS-A5-N040401A
15000, 10714, 7653,

B1 DF AAB1FN 6180 84.544 0.553 1.90% 3 4 0.9725 |5466, 3905, 2789, 1992, 1.4 YES pptin 1X C1 SLS-B8-N040819A
1423
15000, 10714, 7653,

B2 DF AAB1FN 6580 89.967 0.543 5.48% 3 3 0.9801 |5466, 3905, 2789, 1992, 1.4 YES pptin 1X C1 SLS-B9-N040820A
1423
15000, 10714, 7653,

B3 DF AAB1FN 6430 87.919 0.544 0.29% 3 3 0.9823 |5466, 3905, 2789, 1992, 1.4 YES SLS-B10-N040903A
1423

ECBC
10000, 1000, 100, 10, 1, range finder; no points

AABTMW-A1 RF AABTMW NA NA 0.773 5.14% 1 0 NA 0.1,0.01, 0.001 10 RF between 50 - 100% SLS-P19
30000, 20408, 13883,

AABTMW-B1 DF AABTMW 9350 127.962 0.595 0.67% 2 4 0.9730 | 9444, 6425, 4371, 2973, 1.47 YES SLS-P40
2023
30000, 20408, 13883,

AABTIMW-B2 DF AABTMW 9510 130.042 0.722 1.78% 3 4 0.9847 | 9444, 6425, 4371, 2973, 1.47 YES SLS-P42
2023
30000, 20408, 13883,

AAB1MW-B3 DF AABTMW 9200 125.916 0.961 1.49% 2 4 0.9788 | 9444, 6425, 4371, 2973, 1.47 YES SLS-P44
2023

FRAME

FAL.NHK.KF.A1.24.09.04 RF AABIKF 1940 26.551 0.501 2.32% 1 1 0.3487 ]000000’118000{ 1008610’ 10 RF range finder FAL.NHK.SLS.24.09.03

FAL.NHK.KF.B1.01.10.04 DF AABIKF 7690 105.216 0.990 2.68% 1 7 0.9741 15000, 6977, 3245, 1509, 2.15 NO PC fails FAL.NHK.SLS.01.10.04
702, 327,152, 70.6

FAL.NHK.KF.B2.10.11.04 DF AABIKF 7930 108.413 1.031 2.19% 1 4 0.9290 ;ggogzgggz:iggse 1509, 2.15 YES ppt In 2X C1-C5 FAL.NHK.SLS.10.11.04

FAL.NHK.KF.B3.12.11.04 DF AABIKF 6040 82.620 0.668 16.78% 1 2 0.8929 ;ggogzgggz:iggse 1509, 2.15 NO %VC difference >15 outliers removed bySD FAL.NHK.SLS.12.11.04

FAL.NHK.KF.B4.17.11.04 DF AABIKF 7780 106.435 1.146 1.64% 1 2 0.9281 15000, 6977, 3245, 1509, 2.15 YES FAL.NHK.SLS.17.11.04
702, 327,152, 70.6

FAL.NHK.KF.B5.19.11.04 DF AABIKF 7740 105.946 0.465 5.14% 1 2 0.8514 ;ggogzgggz:iggse 1509, 2.15 YES outliers removed bySD FAL.NHK.SLS.19.11.04
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Mean "
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: 3‘?5;32:; NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emicallD- | pecimal (i) (vC) VC from o - , | Dilutions  (ugimb)” | o0 Tests® Unacceptability otes ositive Gontrof L.D.
Format oo | meanves 0-50 %" |50-100%°| PRISM)
vs
N RF AAG1GN 571 0.016 0711 0.12% 4 2 0.9904 :)(]10%06:080601100’ 1.1, 10 RF  |range finder SLS-A3-N040331A
B1 DF AAG1GN 4.10 0.011 0570 1.86% 6 2 0.9823 ;0593’ 555'2% 320%;* 117615 18 YES SLS-B4-N040513C
B2 DF AAG1GN 3.49 0.010 0513 5.54% 6 2 0.9793 ;0593’ 555'2% 320%;* 117615 18 YES SLS-B5-N040514B
B3 DF AAG1GN 3.92 0.011 0.652 0.15% 4 2 0.9871 ;0593’ 555'2% 320%;* 117615 18 YES SLS-B6-N040716A
ECBC
AAG1KS-A1 RF AAGTKS 3.04 0.008 0.862 7.32% 4 4 0.9730 :)(]10%06:080601100’ 1.1, 10 RF  |range finder SLS-P14
AAG1KS-B1 DF AAGTKS 362 0.010 0.671 2.01% 5 3 0.9904 1(?5 426'155 211 '(?1' 100;:7* 215 YES SLS-P33
AAG1KS-B2 DF AAGTKS 4.40 0.012 0570 0.19% 5 2 0.9601 1(?5 426'155 211 '(?1' 100;:7* 215 YES SLS-P34
AAG1KS-B3 DF AAGTKS 275 0.008 0.361 4.41% 5 3 0.9603 1(?5 426'155 211 '(?1' 100;:7* 215 YES SLS-P36
FRAME
FAL.NHK.NV.A1.14.05.04 RF AAGINV 3.88 0.011 0.640 4.87% 4 1 0.9854 :)(]10%06:080601100’ 1.1, 10 RF  |range finder FAL.NHK.SLS.14.05.03
500, 233, 108, 50.3, 23.4 row of data removed from
FAL.NHK.NV.B1.12.08.04 DF AAGINV 722 0.020 0.899 3.27% 6 2 09571 |08y aa M 25 NO  |PC fails analysis by the SD due to low | FAL.NHK.SLS.12.08.04
R cell growth
500, 233, 108, 50.3, 23.4, . FAL.NHK.SLS-
FALNHK.NV.B2.19.08.04tb | DF AAGINV 433 0.119 0.271 2.15% 4 1 07846 10651 24 215 NO  |PC fails RB.19.08.04
FAL.NHK.NV.B3.20.08.04 DF AABINV 6.09 0.017 0.762 8.68% 6 2 09750 |500,233,108,50.3,234,1 45 YES row C data removed by SD; | o5\ 51.5.20.08.04
10.9,5.1,2.4 several wells were outliers
500, 233, 108, 50.3, 23.4, FAL.NHK.SLS-
FAL.NHK.NV-RB.B4.25.08.04 | DF AAGINV 19 0.033 0.583 7.52% 5 3 09780 10651 24 215 YES RB.20.08.04
FAL.NHK.NV.B5.27.08.04 DF AABINV 0.812 0.002 0.493 3.41% 7 0 0.8924 ?g% 253?’ ;(LS* 503,234, 545 NO ’1‘80"“/‘:'”‘5 between 50 - FAL.NHK.SLS.27.08.04
100, 46.5, 21.6, 10.1,
FAL.NHK.NV.30.09.04 DF AAGINV 297 0.008 0.677 0.21% 5 3 0.9830 |, oo S o 215 YES FAL.NHK.SLS.30.09.03
FAL.NHK.NV.B7.07.10.04 DF AAGINV 6.13 0.017 0.665 1.989 100, 46.5, 21.6, 10.1,
NHK.NV.B7.07.10. . ! ! 98% 4 4 0.0794 | e A 215 YES FAL.NHK.SLS.07.10.03
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Mean "
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: ODflf'fi;'lefz::t NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emicallD- | pecimal (i) (vC) VC from o - , | Dilutions  (ugimb)” | o0 Tests® Unacceptability otes ositive Gontrof L.D.
Format oot mean VeS| 0-50%° | 50-100%°| PRISM)
vs
1000, 100, 10, 1, 0.1, i }
N RF AAG1FC 140 0.509 0.559 3.49% 1 2 05182 |o 01”0001 00007 10 RF  |range finder pptin 2X C2 SLS-A4-N040331N
pptin 1X C1-C5; ppt in 2X C1-
o 2000, 909, 413, 188, C7; visual observations of the
B1 DF AAGTFC 176 0.641 0.619 10.61% 4 4 09647 | g bs 176, 802 22 YES ol e e S o SLS-B12-N0410228
NRU viability results.
2000, 909, 413, 188, pptin 1X C1-C6; ppt in 2X C1-
B2 DF AAG1FC 133 0.486 0.566 5.12% 4 4 09650 |ge . ses 176, 8.02 22 YES o SLS-B113-N0410298
2000, 909, 413, 188, pptin 1X C1-C5; ppt in 2X C1-
B3 DF AAG1FC 250 0.911 0.668 3.22% 3 5 09138 |ge 1 so's 176, 8.02 22 YES ; SLS-B14-N041030A
ECBC
1000, 100, 10, 1, 0.1, i }
AAGINY-A1 RF AAGINY NA NA 0.798 10.85% 1 3 NA | 001 0.001, 00001 10 RF  |range finder pptin 2X C2 SLS-P39
AAGINY-B1 DF AAGINY 139 0.508 0.623 2.86% 2 5 0.8924 ?g%’ 253?’ ;i& 503,234, 545 YES pptin 2X C1-C4 SLS-P55
chem. pieces C1-C4 in 96-well
plate; pptin 2X C1-C2; C1
AABINY-B2a DF AABINY 167 0.610 0.781 1.34% 1 6 08173 |200,233,108,50.3,234,) ;45 YES toxicity < C2; curve rises; SD | g) g pgg
10.9,5.1,2.4 originally failed test; good
toxicity curve when C1
removed by SD
. no PRISM file generated;
AAGINY-B3 DF AABINY NA NA 0.533 0.92% 0 8 NA  |300,204,139,94,64, 44, 47 NO |nopointsbetween0- |0 o of chemical in 1X C1- | SLS-P57
30,20 50% oules
C8: ppt in 2X C1-C4
chem. globules in all conc. in
test plate; ppt in 2X C1-C5;C1
AABINY-Bda DF AABTNY 13 0.413 0.128 6.62% 1 6 07376 |300,204,139,94,64,44,) 4 47 YES toxicity< C2and C3; curve ) ¢ prg
30, 20 rises; SD originally failed test;
good tox. curve when C1 and
C2 removed by SD
FRAME
1000, 100, 10, 1, 0.1 range finder; % VC
FAL.NHK.LC.A1.28.07.04 RF AAG1LC NA NA 0.052 15.74% 1 2 03837 |o 01" 0001, 0.0001 10 RF | a5 FAL.NHK.SLS 28.07.04
FAL.NHK.LC B1.11.08.04 DF AAG1LC 828 3.017 0.764 7.18% 1 5 0.7436 12%0’24162’ %61’ 1404*1 215 YES pptin C3 FAL.NHK.SLS.11.08.04
FAL.NHK.LC.B2.17.09.04 DF AABILC 1670 6.104 0.685 4.15% 0 7 0.8707 ffgo’5114632'55§1'112582' 2.15 NO 280/‘:“'”‘5 between 0- | in C1-C4;outiiers removed | FAL.NHK.SLS.17.09.04
FAL.NHK.LC B3.08.10.04 DF AAG1LC 586 2136 0.681 9.54% 2 6 0.8830 $15$0,5‘114632,55g1,112582, 215 YES ppt in 2X C1-C4; 1X C1 FAL.NHK.SLS.08.10.03
FAL.NHK.LC.B4.20.10 .04 DF AAG1LC 1010 3678 1.071 13.87% 2 6 0.9319 | 2500, 1163, 541, 252, 215 YES pptin 2X C1; pptin 1X C1-C8 | FAL.NHK.SLS.20.10.04

117,544,253, 11.8
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle ODflf'fi;'lefz::t gumberel [umbenet R2 Dilution | Acceptable Rationale for
NHK Cells- : Type' Chemical I.D. Decimal IC50 (mMm)| Control VC from Points Points (from Dilutions  (ug/mL)’ Factor® e Unacoentability Notes Positive Control L.D.
ype (ve) 0-50%" |50-100%°| PRISM)® actor ests
Format op? mean VC?
nvs
volatility problem; VC1 OD
® 100, 10, 1, 0.1, 0.01, range finder; %VC values much lower than VC2; ey
A1 RF AAB61HZ 0.817 0.002 0.637 37.84% 2 3 0.9532 0.001, 0.0001, 0.00001 10 RF difference >0 VC1 removed from subsequent SLS-A2-N040320B
analysis by SD
50.0, 27.8, 15.4, 8.57, .
B1 DF AAB1HZ 2.66 0.007 0.690 3.49% 1 3 0.9857 476, 2.65. 1.47. 0.817 1.8 YES pptin 2X C2 SLS-B1-N040423A
50.0, 27.8, 15.4, 8.57, . X .
B2 DF AAB1HZ 2.10 0.005 0.674 1.76% 3 2 0.9910 476, 2.65. 1.47. 0.817 1.8 YES pptin 2X C2; pptin 1X C1 SLS-B2-N040424A
20.0, 12.5,7.81, 4.88,
B3 DF AAB1HZ 1.80 0.004 0.554 0.89% 3 2 0.9590 3.05, 1.91. 1.19, 0.745 1.6 YES SLS-B3-N040506A
ECBC
100, 10, 1, 0.1, 0.01 range finder; % VC .
» 9 2 1V L Ml ! : -
AAB1LG-A1 RF AABILG NA NA 0.612 31.27% 2 1 NA 0.001, 0.0001, 0.00001 10 RF difference > 15 pptin 2X C1 and C1 SLS-P39
10.0, 4.65, 2.16, 1.01, no points between 0 -
AAB1LG-B1(sealer) DF AABILG 4.46 0.011 0.935 2.18% 0 5 0.8732 0.47.0.22. 0.10, 0.05 2.15 NO 50% SLS-P46
9.00, 6.12, 4.17, 2.83,
AAB1LG-B2 (sealer) DF AABILG 4.09 0.010 1.218 0.21% 2 6 0.9121 1,93 1.31. 0.892, 0.607 1.47 YES SLS-P51
9.00, 6.12, 4.17, 2.83,
AAB1LG-B3 (sealer) DF AABILG 3.00 0.007 0.613 0.94% 3 5 0.9278 1,93 1.31. 0.892, 0.607 1.47 YES SLS-P52
9.00, 6.12, 4.17, 2.83,
AAB1LG-B4 (sealer) DF AABILG 3.24 0.008 0.631 4.02% 3 4 0.9089 1,93 1.31. 0.892, 0.607 1.47 YES SLS-P54
FRAME
10,1, 0.1, 0.01, 0.001, range finder: %VGC
FAL.NHK.PW.A1.28.04.04 RF AABTPW 1.79 0.004 0.592 24.69% 1 2 0.4155 |0.0001, 0.00001, 10 RF d'ffg >’15° possible volatility problem FAL.NHK.SLS.28.04.03
0.000001 terence
FAL.NHK.PW.B1.11.06.04 DF AAGTPW 1.05 0.003 0.953 2.52% 5 1 o6s22 |10,680,4.63 315,214, 4 47 NO  |PC failed incorrect solvent listed; FAL.NHK.SLS.11.06.04
1.46, 0.99, 0.67 biphasic response
FAL.NHK.PW.B2.25.06.04 DF AABTPW 2.19 0.005 1.109 6.72% 5 3 0.9113 1(1{66'309';'33873'15’ 214, 1.47 YES FAL.NHK.SLS.25.06.04
FAL.NHK.PW.B3.17.09.04 DF AABTPW 1.24 0.003 0.820 0.67% 5 2 0.8280 1(1{66'309';'33873'15’ 214, 1.47 YES outlier removed by SD FAL.NHK.SLS.17.09.04
FAL.NHK.PW.B4.07.10.04 DF AABTPW 0.822 0.002 0.731 4.68% 7 1 0.7929 1(1{66'309';'33873'15’ 214, 1.47 YES FAL.NHK.SLS.07.10.03
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

nvs
1000, 100, 10, 1, 0.1, N

A1 RF AABILT 91.2 0.274 0.637 6.28% 2 1 0.9359 0.01, 0.001, 0.0001 10 RF range finder SLS-A2-N040320B
1000, 556, 309, 171, .

B1 DF AABILT 61.1 0.183 0.430 3.51% 5 3 0.9623 953,529, 29.4, 16.3 1.8 YES pptin 1X C1 SLS-B1-N040423A
1000, 556, 309, 171, .

B2 DF AABILT 83.8 0.251 0.562 3.01% 2 3 0.9796 953,529, 29.4, 16.3 1.8 YES pptin 1X C1-C2 SLS-B2-N040424A

B3 DF AABILT 80.0 0.240 0.513 2.26% 2 5 0.9398 200, 143, 102, 72.9, 52.1, 1.4 YES SLS-B3-N040506A
37.2,26.6, 19.0

ECBC

AABTHW-A1 RF AABTHW 735 0.220 0.337 4.12% 2 0 0.6969 (1)010%06:080601100, 10,1, 10 RF range finder pptin 2X C1 SLS-P6
200, 136, 92.6, 63.0,

AAB1THW-B1 DF AABTHW 124 0.371 0.897 6.82% 2 2 0.8018 42.8,29.1,19.8, 135 1.47 YES SLS-P26

AAB1HW-B2 DF AABTHW 118 0.354 0.959 3.84% 3 3 0.9373 5901 16635’71227113’ 933, 1.21 YES SLS-P29

AAB1HW-B3 DF AABTHW 103 0.308 0.692 0.84% 4 2 0.9411 5901 16635’71227113’ 933, 1.21 YES SLS-P31

FRAME
10000, 1000, 100, 10, 1 " pts between 50 - 100% but

o , , 100, 10, 1,

FAL.NHK.RK.A1.26.03.04 RF AAB1RK 93.5 0.281 0.552 10.97% 3 0 0.7362 0.1,0.01, 0.001 10 RF range finder several above 100% ; ppt in C1 FAL.NHK.SLS.26.03.04
1000, 465, 216, 101, two "outliers" in C4 removed b

FAL.NHK.RK.B1.25.04.04 DF AAB1RK 12 0.337 0.705 1.25% 3 1 0.8428 46.8,21.8. 101, 4.71 2.15 YES SD due to low OD FAL.NHK.SLS.25.04.04
1000, 465, 216, 101, two "outliers" in C4 removed by

FAL.NHK.RK.B2.28.04.04 DF AAB1RK 773 0.232 0.887 5.93% 4 1 0.9755 46.8,21.8. 101,47, 2.15 YES SD: no NR uptake FAL.NHK.SLS.28.04.03

FAL.NHK.RK.B3.13.05.04 DF AAB1RK 55.8 0.168 0.606 0.81% 4 3 0.9907 1(6]08024162 %61 14(];’1 2.15 YES FAL.NHK.SLS.13.05.04
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
NHK Cells . Chemical LD. | o =~ |IC50 (mM) Control | =\, 1 Points Points (from Dilutions  (ug/mL)’ 5 s Tests? Unacceptability Notes Positive Control 1.D.
ype ve) 0-50%" | 50-100%°| PRISM)® Ll et
Format , mean VC® o fo = o )
oD
lvs
10000, 1000, 100, 10, 1, range finder; no points
o A2
A1 RF AAB1FH NA NA 0.628 2.73% 0 1 0.4299 0.1,0.01, 0.001 10 RF between 0 - 50% SLS-A2-N040320B
150000, 83333, 46296, Left VC was removed from
B1 DF AAB1FH 7240 157.247 0.461 100.30% 3 2 0.9851 25720, 14289, 7938, 1.8 NO %VC difference >15 . - SLS-B8-N040819A
4410, 2450 calculations due to volatility
150000, 83333, 46296, Left VC was removed from
B2 DF AAB1FH 6430 139.502 0.509 100.04% 2 2 0.9844 | 25720, 14289, 7938, 1.8 NO %VC difference >15 \culati d Jatili SLS-B9-N040820A
4410, 2450 calculations due to volatility
150000, 83333, 46296,
B3 DF AAB1FH 10800 234.197 0.586 1.92% 2 3 0.9760 |25720, 14289, 7938, 1.8 YES SLS-B11-N040904H
4410, 2450
150000, 83333, 46296,
B4 DF AAB1FH 9250 200.716 0.709 2.59% 1 3 0.9781 25720, 14289, 7938, 1.8 YES SLS-B10-N040903A
4410, 2450
50000, 31250, 19531
B5 DF AAB1FH 10700 232.050 0.627 1.78% 3 4 0.9858 | 12207, 7629, 4768, 2980, 1.6 YES SLS-B12-N041022B
1863
ECBC
AAB1JU-A1 RF AAB1JU NA NA 0.436 7.58% 0 1 NA ;1)(110000,01 0800’01100’ 10,1, 10 RF range finder SLS-P5
100000, 68027, 46277
AAB1JU-B1(sealer) DF AAB1JU 7940 172.418 0.701 3.02% 6 1 0.9000 |31481, 21416, 14568, 1.47 YES SLS-P28
9911, 6742
50000, 34014, 23139
AAB1JU-B2(sealer) DF AAB1JU 8710 189.052 0.741 5.60% 5 3 0.9616 | 15740, 10708, 7284, 1.47 YES SLS-P31
4955, 3371
30000, 20408, 13883
AAB1JU-B3(sealer) DF AAB1JU 8220 178.477 0.788 1.41% 3 4 0.9617 | 9444, 6425, 4371, 2973, 1.47 YES SLS-P34
2023
FRAME
FAL.NHK.PC.A1.25.04.04 RF AAB1PC 11800 256.792 0.646 14.49% 0 1 -0.7906 ;010%03’11800%1100'10' ' 10 RF range finder FAL.NHK.SLS.25.04.04
25000, 11628, 5408
o , ) )
FAL.NHK.PC.A2.28.04.04 DF AAB1PC 9640 209.210 0.959 3.42% 2 6 0.9428 2516, 1170, 544, 253, 118 2.15 YES FAL.NHK.SLS.28.04.03
25000, 11628, 5408 . . .
9 , ) )
FAL.NHK.PC.B2.11.06.04 DF AAB1PC 11400 247.504 0.753 2.64% 1 3 0.8972 2516, 1170, 544, 253, 118 2.15 NO PC failed incorrect solvent listed FAL.NHK.SLS.11.06.04
25000, 11628, 5408
o , ) )
FAL.NHK.PC.B3.23.06.04 DF AAB1PC 14200 308.022 0.896 9.81% 1 4 0.8958 2516, 1170, 544, 253, 118 2.15 YES FAL.NHK.SLS.23.06.04
FAL.NHK.PC.B4.25.06.04 DF AAB1PC 12200 265.816 0.899 4.29% 1 3 0.8875 25000, 11628, 5408, 2.15 YES FAL.NHK.SLS.25.06.04

2516, 1170, 544, 253, 118
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Mean "
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: ODflf'fi;'lefz::t NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emicallD- | pecimal (i) (vC) VC from o - , | Dilutions  (ugimb)” | o0 Tests® Unacceptability otes ositive Gontrof L.D.
Format 02| meanver 0-50 %" |50-100%°| PRISM)
vs
Preliminary RF AAB1HR 44900 723.027 0.588 4.11% 0 1 0.6185 (1)010%0’01080601100’ 1.1, 10 RF range finder Preliminary
100000, 56250, 31600,
B1 DF AAGTHR 40900 | 658.615 0.552 1.95% 1 2 0.9752 | 17800, 10000, 5600, 1.78 YES SLS-B1
3160, 1770
100000, 56250, 31600,
B2 DF AAGTHR 32200 | 518519 0.734 3.50% 1 3 0.9755 | 17800, 10000, 5600, 1.78 YES SLS-B2
3160, 1770
100000, 56250, 31600,
B3 DF AAGTHR 43200 | 695.652 0.798 1.30% 1 1 0.9797 | 17800, 10000, 5600, 1.78 YES SLS-B3
3160, 1770
100000, 56250, 31600,
B4 DF AAGTHR 43700 | 703.704 0.826 4.36% 1 1 0.9780 | 17800, 10000, 5600, 1.78 YES SLS-B4
3160, 1770
ECBC
ECBC-NHK-Ib-01 10000, 1000, 100, 10, 1, i
AAGTLM AT RF AAGILM NA NA 0.788 1.16% 0 0 05039 (03”010 601 10 RF  |range finder SLS-P2
ECBC-NHK-Ib-02 . 100000, 10000, 1000, No points between 10
AABTLMA RF AAGTLM 17700 | 285.024 1125 7.69% 0 1 09617 | 10010 1. 0.1, 0.01 10 NO | P SLS-P3
100000, 68000, 46300,
iﬁgﬁ_ﬂiﬁ"b'“ DF AAGTLM 42100 | 677.939 1.282 1.23% 2 2 0.9764 | 31500, 21400, 14600, 1.47 YES SLS-P4
9910, 6740
ECBONHKAID.04 84869.6, 57656.0,
AAG1LM-B2 (correction recd | DF AAGTLM 39000 | 628.019 1.148 5.83% 1 2 0.9491 fgg?g'g* fgggg'g* 1.47 YES SLS-P5
4/30/03) -5 4
8342.7, 5667.6
100000, 68000, 46300, -
ECBC-NHK-Ib-05 DF AAGILM 44000 708.535 1.119 0.98% 0 2 0.9719  |31500, 21400, 14600, 1.47 No | Nopoints between 10 SLS-P7
AAG1LM-B3 and 50%
9910, 6740
60030, 46200, 35500,
iﬁgﬁ_'mgﬁ"b'% DF AAGTLM 32900 | 529.791 0.910 3.05% 3 3 0.9383 | 27300, 21000, 16200, 13 YES SLS-P8
12400, 9570
FRAME
A3 1b/NHK/DF1/FAL/PD DF AA61PD 16.1 0.259 0.047 1.95% 5 1 0.3772 |100.68.02, 46.27, 3147, 1.47 RF  |R?<0.8;PC failed; NR crystal problems; used | 3 4, NpK/CTRA/FAL/
21.40, 14.50, 9.90, 6.70 range finder medium not normally used
A4 1b/NHK/DF2/FAL/PD DF AA61PD 417 0.067 0.125 25.74% 4 1 0.1465 |100. 68.02, 46.27, 3147, 1.47 NO | VC difference > 15%; R? NR crystal problems; used | 4 41 /ny/cTR/FAL
21.41,14.56, 9.90, 6.74 <0.8 medium not normally used
Used different medium; OD
100, 68.02, 46.27, 31.47, values of test wells slightly
A5 1b/NHK/DF3/FAL/PD DF AAG1PD NA NA 0.140 1.78% 6 1 NA 0141 1485.6.90. 6.74 1.47 NO  |NoR?orICx; PCfailed |pronc” o bkad. ODs: A5 1b/NHK/CTRG/FAL
negative values for VC
100, 68.02. 46.27. 31.47 No point between 50 & recalc w/o outlier didn't
A8 1b/NHK/DF4/FAL/PD DF AAG1PD 67.1 1.081 0.920 0.29% 1 0 0.5955 , 0892, 4021, ST 447 NO improve fit, so outlier was not | A6 1b/NHK/CTR7/FAL
21.40, 14.50, 9.90, 6.70 90%; R?< 0.8 o oved
100000, 68027, 46277, O
A10 1b/NHK/DF5/FAL/PD DF AAG1PD 48400 | 779.388 1.203 10.37% 1 6 0.8164 |31481, 21416, 14568, 1.47 YES no outliers
0011 674 1b/NHK/CTR11/FAL
100000, 68027, 46277, At
0
A11 1b/NHK/DF6/FAL/PD DF AAG1PD 54700 | 880.837 1.706 4.22% 2 2 0.8960 3;1181(,3721;16, 14568, 1.47 YES T b/NHIK/CTRAZ/FAL
100000, 68027, 46277, A2
A12 1b/NHK/DF7/FAL/PD DF AAG1PD 33200 | 534.622 0.372 17.37% 1 5 0.8678 |31481, 21416, 14568, 1.47 NO  |VC difference > 15% 1b/NHK/CTR13/FAL/SL
9911, 6742 s
100000, 68027, 46277,
1b/NHK/DF3/FAL/PD DF AAG1PD 46300 | 745.572 0773 12.10% 1 5 0.9074 | 31481, 21416, 14568, 1.47 YES ;b’NHWCTRW FAL/SL

9911, 6742
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Mean A
IC50 N Difference
Experiinent |D. A5 Chemical 1D, | 9L |icso (mm) Compay | ofrightre Niraber of| Numbevef) - B2 , | Dilution |Acceptable|  Rationale for Notes Positive Control 1.D.
NHK Cells Type' “~* | Decimal (vC) VC from e - , | Dilutions ™ (ug/mL) Factor® Tests® Unacceptability =
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
1000, 100, 10, 1, 0.1, N .
A1 RF AABTHY 1.38 0.004 0.552 4.86% 3 1 0.9698 0.01. 0.001. 0.0001 10 RF range finder pptin 2X C1-C2 and 1X C1-C2|SLS-A1-N040317B
75.0,34.1,15.5,7.04 .
L : ’ b ’ - -B1-
B1 DF AABTHY 2.18 0.006 0.580 3.12% 5 3 0.9412 3.20, 1.46. 0.661, 0.301 22 YES pptin 2X C1-C3 SLS-B1-N040423A
B2 DF AABTHY 1.67 0.005 0.600 4.40% 5 2 0.9440 ;523 :134423 2]5621700g01 22 YES pptin 2X C1-C3 SLS-B2-N040424A
75.0,34.1,15.5, 7.04, . I .
B3 DF AABTHY 1.62 0.005 0.528 1.77% 5 2 0.9228 3.20, 1.46, 0.661, 0.301 22 YES pptin 2X C1-C3; pptin 1X C1 |SLS-B3-N040506A
ECBC
1000, 100, 10, 1, 0.1, N .
AAB1LJ-A1 RF AAB1LY 4.46 0.013 0.569 6.52% 3 3 0.9479 0.01. 0.001. 0.0001 10 RF range finder pptin 2X C1-C2 and 1X C1 SLS-P2
100, 68.0, 46.3, 31.5 no points between 50 - .
| O ; : ; : - -
AAB1LJ-B1 DF AAB1LY 3.71 0.0106 1.025 3.17% 8 0 0.8224 21.4,14.6,9.91,6.74 1.47 NO 100% pptin 2X C1-C5 and 1X C1 SLS-P8
100, 46.5, 21.6, 10.1 .
| 0 ; ; ; : - -
AAB1LJ-B2 DF AAB1LY 2.94 0.008 1.265 0.48% 5 3 0.9897 4,68, 2.18, 1.01,0.47 2.15 YES pptin 2X C1-C3 SLS-P10
AAB1LJ-B3 DF AAB1LY 3.38 0.010 0.779 5.84% 5 3 0.9503 100, 46.5, 21.6, 101, 2.15 YES pptin 2X C1-C3 and 1X C1 SLS-P11
i i i i i 4.68, 2.18, 1.01, 0.47 i
100, 46.5, 21.6, 10.1 .
| O ; ; ; : - -
AAB1LJ-B4 DF AAB1LY 4.87 0.014 0.991 1.87% 5 3 0.9448 4.68,2.18, 1.01,0.47 2.15 YES pptin 2X C1-C3 and 1X C1 SLS-P23
FRAME
1000, 100, 10, 1, 0.1, . C5 outliers removed by SD; ppt|
o
FAL.NHK.A1.11/02/04 RF AAB1PT 5.51 0.016 1.226 1.06% 3 5 0.9610 0.01, 0.001, 0.0001 10 RF range finder in 2X C1 and 1X C1-C2 FAL.NHK.SLS.11.02.04
2500, 1163, 541, 252 no points between 50- . FAL.NHK.SLS/MO.26.0
O : N . 4 - -
FAL.NHK.PT.B1.26.02.04 DF AAB1PT 0.012 0.000 0.185 9.24% 8 0 0.4977 117, 54.4, 253, 11.8 2.15 NO 100% pptin 2X C1-C5 and 1X C1-C4 2.03
FAL.NHK.PT.18.03.04 (B2 not o 50.0, 23.3, 10.8, 5.03, .
in identifier) DF AAB1PT 277 0.008 0.321 1.46% 4 1 0.7108 2.34,1.09, 0.51,0.24 2.15 YES pptin 2X C1 and 1X C1 FAL.NHK.SLS.18.03.03
FAL.NHK.PT.B3.19.03.04 DF AAB1PT 2.37 0.007 0.587 8.52% 5 2 0.9693 2032 ?363 2]05? ggi 2.15 YES pptin 2X C1 FAL.NHK.SLS.19.03.03
FAL.NHK.PT.B4.25.03.04 DF AAB1PT 1.56 0.004 0.693 8.69% 6 2 0.9644 10608 426'155 211061 100;117’ 2.15 YES pptin 2X C1 and 1X C1-C4 FAL.NHK.SLS.25.03.03
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
nvs
1000, 100, 10, 1, 0.1, range finder; no points —
A1 RF AAB1RE NA NA 0.542 1.18% 0 1 0.0000 0.01, 0.001, 0.0001 10 RF between 0 - 50% outlier in C7 removed by SD SLS-A4-N040331N
3750, 2344, 1465, 916,
B1 DF AAB1RE 2820 8.155 0.594 4.88% 1 4 0.9686 572, 358, 224, 140 1.6 YES SLS-B12-N041022B
3750, 2679, 1913, 1367,
B2 DF AAB1RE 2920 8.442 0.499 1.94% 1 2 0.9503 976, 697, 498, 356 1.4 YES SLS-B113-N041029B
3750, 2679, 1913, 1367,
B3 DF AAB1RE 2680 7.735 0.646 1.50% 1 5 0.9492 976, 697, 498, 356 1.4 YES SLS-B14-N041030A
ECBC
2500, 250, 25, 2.5, 0.25, N
AAB1FR-A1 RF AAB1FR NA NA 0.958 1.55% 0 6 NA 0.025, 0.0025, 0.00025 10 RF range finder SLS-P22
10000, 6803, 4628, 3148, .
AAB1FR-B1 DF AAB1FR 2470 7.136 0.689 0.27% 4 4 0.9209 2142, 1457, 991, 674 1.47 YES pptin 2X C1-C4 and 1X C1 SLS-P49
10000, 6803, 4628, 3148, .
AAB1FR-B2 DF AAB1FR 3270 9.429 1.151 0.64% 3 5 0.9334 2142, 1457, 991, 674 1.47 YES pptin 2X C1-C5 SLS-P50
10000, 6803, 4628, 3148, .
AAB1FR-B3 DF AAB1FR 2810 8.118 0.643 1.28% 4 4 0.9736 2142, 1457, 991, 674 1.47 YES pptin 2X C1-C3 and 1X C1 SLS-P53
FRAME
FAL.NHK.GY.A1.28.07.04 1000, 100, 10, 1, 0.1, N
'should be 11,08.04) RF AABIGY NA NA 0.596 2.46% 0 1 NA 0.01, 0.001, 0.0001 10 RF range finder FAL.NHK.SLS.11.08.04
5000, 2326, 1082, 503,
FAL.NHK.GY.B1.08.10.04 DF AABIGY 3030 8.739 0.629 2.48% 1 7 0.8918 234, 109, 50.6, 23.6 2.15 YES FAL.NHK.SLS.08.10.03
FAL.NHK.GY.B2.20.10 .04 DF AABIGY 3160 9.130 1.110 2.21% 1 2 0.9820 222011(2)32?6?822:; 203’ 2.15 YES FAL.NHK.SLS.20.10.04
5000, 2326, 1082, 503 FAL.NHK.SLS.22.10.04
o ) 3 , 503,
FAL.NHK.GY.B3 .22.10.04 DF AABIGY 2630 7.594 0.641 8.86% 1 1 0.8601 234, 109, 50.6, 23.6 2.15 YES (MO)
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
nvs
1000, 100, 10, 1, 0.1, range finder; no points .
A1 RF AABINN 19 0.546 0.579 1.28% 0 1 0.9782 0.01, 0.001, 0.0001 10 RF between 0 - 50% pptin 2X C1 SLS-A5-N040401A
1000, 556, 309, 171, .
B1 DF AABINN 190 0.873 0.634 3.05% 4 3 0.9710 953,529, 29.4, 16.3 1.8 YES pptin 2X C1-C3 SLS-B4-N040513C
1000, 556, 309, 171, .
B2 DF AABINN 193 0.889 0.541 0.86% 4 2 0.9455 953,529, 29.4, 16.3 1.8 YES pptin 2X C1-C3 SLS-B5-N040514B
1000, 556, 309, 171, .
B3 DF AABINN 144 0.664 0.806 8.24% 4 4 0.9734 953,529, 29.4, 16.3 1.8 YES pptin 1X C1 and 2X C1 SLS-B6-N040716A
ECBC
1000, 100, 10, 1, 0.1, N
AAB1FE-A1 RF AAB1FE 171 0.789 0.574 1.65% 1 6 0.9668 0.01, 0.001, 0.0001 10 RF range finder SLS-P25
1000, 465, 216, 101,
AAB1FE-B1 DF AAB1FE 114 0.524 0.799 6.19% 3 5 0.9192 46.8,21.8.10.1,4.7 2.15 YES SLS-P40
1000, 465, 216, 101,
AAB1FE-B2 DF AAB1FE 236 1.086 0.688 1.79% 2 1 0.9489 46.8,21.8.10.1,4.7 2.15 YES SLS-P43
1000, 465, 216, 101
| 0 : ’ ; ’ -
AAB1FE-B3 DF AAB1FE 210 0.966 1.015 6.51% 3 4 0.9724 46.8,21.8.10.1,4.7 2.15 YES SLS-P45
FRAME
1000, 100, 10, 1.0, 0.1, N
FAL.NHK.KY.A1.24.09.04 RF AABTKY 200 0.922 0.492 0.10% 1 1 0.0402 0.01. 0.001. 0.0001 10 RF range finder FAL.NHK.SLS.24.09.03
FAL.NHK.KY.B1.01.10.04 DF AABTKY 222 1.021 1.023 10.48% 5 3 0.8909 122098810;762 315,214, 1.47 NO PC fails FAL.NHK.SLS.01.10.04
FAL.NHK.KY.B2.07.10.04 DF AABTKY 147 0.674 0.668 1.24% 6 2 0.9631 122098810;762 315,214, 1.47 YES FAL.NHK.SLS.07.10.03
FAL.NHK.KY.B3.05.11.04 DF AABTKY 195 0.899 0.502 0.78% 3 5 0.9246 111(6]08024162 %61 14(];’1 2.15 YES FAL.NHK.SLS.05.11.04
FAL.NHK.KY.B4.10.11.04 DF AABTKY 167 0.771 1.009 9.60% 3 3 0.9317 111(6]08024162 %61 14(];’1 2.15 YES FAL.NHK.SLS.10.11.04
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Mean A
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: ODflf'fi;'lefz::t NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emicallD- | pecimal (i) (vC) VC from o - , | Dilutions  (ugimb)” | o0 Tests® Unacceptability otes ositive Gontrof L.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
10000, 1000, 100, 10, 1, range finder; no points
A1 RF AAB1JF NA NA 0.446 6.43% 0 2 NA 0.1,0.01, 0.001 10 RF between 0 - 50% SLS-A1-N040317B
100000, 71429, 51020,
B1 DF AAB1JF 27500 298.392 0.509 14.14% 3 3 0.9818 | 36443, 26031, 18593, 1.4 YES SLS-B12-N041022B
13281, 9486
130 ul of 2X doses were
applied. Final conc. values
101960, 72829, 52020, adjusted in data sheets by SD;
B2 DF AAB1JF 34200 371.354 0.519 9.50% 3 5 0.9761 | 37157, 26541, 18958, 1.4 YES data from wells G3-G10 SLS-B113-N041029B
13541, 9672 removed from EXCEL and
PRISM analyses (by SD) since
they were not dosed
100000, 71429, 51020,
B3 DF AAB1JF 25400 275.923 0.627 0.03% 3 4 0.9671 | 36443, 26031, 18593, 1.4 YES SLS-B14-N041030A
13281, 9486
ECBC
AABTHG-A1 RF AABTHG NA NA 0.612 4.48% 0 7 NA 8(1100()00;' 080601100’ 10,1, 10 RF range finder no toxicity detected SLS-P1
AABTHG-A2 RF AABTHG 15600 168.961 0.497 3.56% 1 1 0.8792 ]880?8 10801001830 10 RF range finder SLS-P3
100000, 46512, 21633,
AAB1HG-B1 DF AABTHG 51200 555.693 1.001 1.36% 1 3 0.9717 10062, 4680, 2177, 1012, 2.15 YES SLS-P8
471
100000, 68027, 46277,
AAB1HG-B2 DF AABTHG 30500 330.969 0.880 0.09% 3 5 0.9505 |31481, 21416, 14568, 1.47 YES SLS-P14
9911, 6742
100000, 68027, 46277,
AAB1HG-B3 DF AABTHG 21100 229.503 0.481 14.05% 5 2 0.9533 |31481, 21416, 14568, 1.47 YES SLS-P16
9911, 6742
FRAME
FAL.NHK.RA.A1.11/02/04 RF AAB1RA NA NA 0.662 0.55% 0 0 NA (1)010%061080601100’ 10,1, 10 RF range finder FAL.NHK.SLS.11.02.04
100000, 68027, 46277, this is a definitive test since
FAL.NHK.RA.A2.18.02.04 DF AAB1RA 57300 621.996 0.180 11.45% 1 3 0.2547 |31481, 21416, 14568, 1.47 NO PC fails conc. series is different from A1| FAL.NHK.SLS.18.02.04
9911, 6742 range finder
100000, 46512, 21633,
FAL.NHK.RA.B1.26.02.04 DF AAB1RA 21800 237.021 0.205 15.32% 2 1 0.9389 | 10062, 4680, 2177, 1012, 2.15 YES TQL'NHK'SLS/NB'ZG'M
471 .
100000, 46512, 21633,
FAL.NHK.RA.B2.18.03.04 DF AAB1RA 8470 92.000 0.438 7.92% 4 4 0.9629 | 10062, 4680, 2177, 1012, 2.15 YES FAL.NHK.SLS.18.03.03
471
100000, 46512, 21633,
FAL.NHK.RA.B3.19.03.04 DF AAB1RA 23800 258.100 0.407 10.70% 2 4 0.9425 | 10062, 4680, 2177, 1012, 2.15 YES FAL.NHK.SLS.19.03.03

471
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

lvs
100, 10, 1, 0.1, 0.01, N

A1 RF AABILW 2.86 0.008 0.589 2.46% 2 5 0.9764 0.001, 0.0001, 0.00001 10 RF range finder SLS-A4-N040331N
50.0, 22.7, 10.3, 4.70,

B1 DF AABILW 4.51 0.012 0.585 0.93% 2 5 0.9715 2.13, 0.970, 0.441. 0.200 22 YES SLS-B4-N040513C
50.0, 22.7, 10.3, 4.70,

B2 DF AABILW 3.1 0.008 0.576 4.43% 3 4 0.9736 2.13, 0.970, 0.441. 0.200 22 YES SLS-B5-N040514B
50.0, 22.7, 10.3, 4.70,

B3 DF AABILW 224 0.006 0.764 4.42% 3 4 0.9571 2.13, 0.970, 0.441. 0.200 22 YES SLS-B6-N040716A

ECBC
100, 10, 1, 0.1, 0.01, N .

AAB1JC-A1 RF AAB1JC 4.88 0.013 0.947 6.60% 2 6 0.9383 0.001, 0.0001, 0.00001 10 RF range finder pptin 1X C1 SLS-P19
80.0, 37.2, 17.3, 8.05,

AAB1JC-B1 DF AAB1JC 270 0.007 0.700 2.99% 4 3 0.9630 3.74.1.74.0.81, 0.38 2.15 YES SLS-P41
40.0, 18.6, 8.65, 4.03,

AAB1JC-B2 DF AAB1JC 3.66 0.010 0.687 7.99% 4 3 0.9516 1.87. 0.871, 0.405, 0.188 2.15 YES SLS-P42
40.0, 18.6, 8.65, 4.03,

AAB1JC-B3 DF AAB1JC 4.72 0.013 1.060 1.49% 4 4 0.9411 1.87. 0.871, 0.405, 0.188 2.15 YES SLS-P44

FRAME
100, 10, 1, 0.1, 0.01, N .

FAL.NHK.PM.A1.11.08.04 RF AAB1PM 0.329 0.001 0.803 11.63% 3 3 0.8526 0.001, 0.0001, 0.00001 10 RF range finder pptin 1X C1-C2 FAL.NHK.SLS.11.08.04
100, 31.8, 10.1, 3.2, 1.02,

FAL.NHK.PM.B1.08.10.04 DF AAB1PM 4.52 0.012 0.680 14.55% 2 4 0.9665 0.322, 0.102, 0.0325 3.15 YES FAL.NHK.SLS.08.10.03
100, 31.8, 10.1, 3.2, 1.02. FAL.NHK.SLS.22.10.04

o , ) ,3.2, )
FAL.NHK.PM.B2.22.10.04 DF AAB1PM 4.99 0.013 0.743 2.20% 2 5 0.9658 0.322, 0.102, 0.0325 3.15 YES (MO)
FAL.NHK.PM.B3.29.10.04 DF AAB1PM 1.64 0.004 0.629 7.30% 5 3 0.9621 10608 426'156 211 (?1 804; 2.15 YES FAL.NHK.SLS.29.10.04
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle ODflf'fi;'lefz::t Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from e | P(R|sw|)‘ Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format mean VC? - ° - °
oD?
lvs
Due to high ppt in 2X C1-
C2and 1X C1-C2; SD removed
Al RF AABTIN 0025 | 000006 | 0.509 3.75% 2 3 0.9760 800(’10’0183’118*016001'1’ 10 RF  |range finder these two doses from Hil SLS-A1-N040317B
T function analyses and set the
bottom to 0
0.500, 0.227, 0.103,
B1 DF AAB1IN 0.0223 0.00005 0.609 3.49% 3 3 0.9868 |0.047,0.021, 0.010, 22 YES SLS-B1-N040423A
0.004, 0.002
0.500, 0.227, 0.103,
B2 DF AAB1IN 0.0186 0.00005 0.611 0.44% 4 1 0.9891 |0.047,0.021, 0.010, 22 YES SLS-B2-N040424A
0.004, 0.002
0.500, 0.227, 0.103,
B3 DF AAB1IN 0.0227 0.00006 0.520 1.39% 3 2 0.9885 |0.047,0.021, 0.010, 22 YES SLS-B3-N040506A
0.004, 0.002
ECBC
AAB1ND-A1 RF AAB1IND NA NA 0.421 16.43% 3 0 NA 80&0883118;00011 10 RF range finder pptin 2X C1-C2 and 1X C1-C2|SLS-P4
0.200, 0.136, 0.093,
AAB1ND-B1 DF AAB1IND 0.0294 0.00007 0.684 6.18% 5 3 0.9590 |0.063, 0.043, 0.029, 1.47 YES SLS-P21
0.020, 0.013
0.200, 0.136, 0.093,
AAB1ND-B2 DF AAB1IND 0.0301 0.00007 0.891 1.12% 5 3 0.9862 |0.063, 0.043, 0.029, 1.47 YES SLS-P23
0.020, 0.013
0.200, 0.136, 0.093,
AAB1ND-B3 DF AAB1IND 0.0221 0.00005 0.586 1.63% 2 6 0.9707 |0.063, 0.043, 0.029, 1.47 YES SLS-P25
0.020, 0.013
FRAME
Sp says gpt binds or reacts
FAL.NHK.HB.A2.26.02.03 RF AABTHB NA NA 0.249 7.29% NA NA 0.0000 NA NA RF  |range finder with NR;gives "nonsense FAL.NHK.SLS/MO.26.0
data; tox. curve goes wrong 2.03
direction; ppt in 1X C1-C3
0.010, 0.003, 0.001, SD notes incorrect range used;
FAL.NHK.HB.B1.18.03.04 DF AAGTHB NA NA 0.654 5.98% 0 0 -1.2210 | 000032 0.00000, 3.15 NO |0 bomts between 0- | - siders 100 ug/ml as start | FAL.NHK.SLS.18.03.03
0.0000032 ’ ° conc. w/ dil. factor 2.15
0.010, 0.003, 0.001, SD notes incorrect range used;
FAL.NHK.HB.B2.19.03.04 DF AAGTHB NA NA 0523 6.30% 0 0 -1.2210 | 000032 0.00000, 3.15 NO |0 bomts between 0- | - siders 100 ug/ml as start | FAL.NHK.SLS.19.03.03
0.0000032 ’ ° conc. w/ dil. factor 2.15
Data not analysed; chem.
. - reacts w/ NR & gives false +
FAL.NHK.HB.B2.25.03.04 DF AAGTHB NA NA 0.544 7.76% 0 0 0.143 | 100,465,216, 101, 215 No |cunveisgoinginthe | g ein columns C1-C4; cells| FAL.NHK.SLS.25.03.03
(should be B3) 4.68,2.18, 1.01, 0.47 wrong direction
e 9 in first 3-4 col. incorp. large
amount of dye
Data not analysed; chem.
seems to react w/ NR & gives
FAL.NHK.HB.B3.26.03.04 o ~ 100, 46.5, 21.6, 10.1, curve is going in the false + results in col. C1-C4;
(should be B4) DF AAB1HB NA NA 0.652 15.30% 0 0 1.2210 4.68,2.18, 1.01, 0.47 215 NO wrong direction cells in first 3-4 col. Incorp. FAL.NHK.51.5.26.03.04
large amount of dye; ppt in 1X
C1-C2
1.0, 0.465, 0.216, 0.101,
::Q]IE"::;‘E'EHBBS')B4'25'O4'O4 DF AAB1HB 0.0521 0.00013 0.850 3.86% 4 2 0.9900 |0.046, 0.022, 0.010, 2.15 YES FAL.NHK.SLS.25.04.04
0.005
1.00, 0.465, 0.216, 0.101,
::Q]IE"::;‘E'EHBBE;)BS'Z&O‘t'M DF AAB1HB 0.0619 0.00015 0.928 2.72% 4 1 0.9862 |0.047,0.022, 0.010, 2.15 YES FAL.NHK.SLS.28.04.03
0.005
odd plate; looks as if the
FAL.NHK.HB.13.05.04 (should DF AAG1HB NA NA 0.603 2.36% 4 1 NA 88270048220023?00101 2.15 NO no points between 50- | dilutions ran left to right for top FAL.NHK.SLS.13.05.04
be B7) . . 0'005’ Trm e . 100%; SD rejects test | three wells & right to left for : : T
i bottom three.
1.0, 0.47, 0.22, 0.10,
FAL.NHK.HB.B7.10.06.04 DF AAB1HB 0.0233 0.00006 0.922 1.93% 5 3 0.9799 |0.05,0.022, 0.010, 2.15 YES FAL.NHK.SLS.10.06.04
(should be B8)
0.0047
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
A1 RF AABTFW 1360 15.114 0.573 1.92% 1 1 0.9351 (1)010%06:080601100, 10,1, 10 RF range finder SLS-A2-N040320B
10000, 5556, 3086, 1715,
B1 DF AABTFW 1260 13.976 0.552 3.33% 4 2 0.9915 053, 529, 294, 163 1.8 YES SLS-B1-N040423A
10000, 5556, 3086, 1715,
B2 DF AABTFW 1210 13.377 0.561 10.36% 2 2 0.9868 053, 529, 294, 163 1.8 YES SLS-B2-N040424A
5000, 3333, 2222, 1481,
B3 DF AABTFW 1470 16.344 0.458 4.02% 4 2 0.9836 088, 658, 439, 293 1.5 YES SLS-B3-N040506A
ECBC
AAB1INL-A1 RF AABINL 1060 11.786 0.411 3.08% 1 1 0.8632 (1)010%06:080601100, 10,1, 10 RF range finder SLS-P6
10000, 4651, 2163, 1006,
AAB1NL-B1 DF AABINL 1330 14.770 0.999 0.10% 3 4 0.9731 468, 218, 101, 471 2.15 YES SLS-P26
10000, 4651, 2163, 1006,
AAB1NL-B2 DF AABINL 1310 14.418 0.909 0.66% 3 3 0.9901 468, 218, 101, 471 2.15 YES SLS-P28
10000, 4651, 2163, 1006,
AAB1NL-B3 DF AABINL 1230 13.658 0.824 3.46% 3 5 0.9532 468, 218, 101, 471 2.15 YES SLS-P30
FRAME
FAL.NHK.JT.A1.25.04.04 RF AABIIT 1880 20.863 0.777 7.41% 1 1 0.7636 (1)010%06:080601100, 10,1, 10 RF range finder FAL.NHK.SLS.25.04.04
FAL.NHK.JT.B1.28.04.04 DF AABIIT 1350 15.010 0.904 0.04% 3 5 0.9767 12202136%121$31 1006, 2.15 YES FAL.NHK.SLS.28.04.03
FAL.NHK.JT.B2.13.05.04 DF AABIIT 1360 15.079 0.597 1.07% 3 4 0.9702 12202136%121$31 1006, 2.15 YES FAL.NHK.SLS.13.05.04
FAL.NHK.JT.B3.10.06.04 DF AABIIT 1250 13.879 0.670 6.11% 3 1 0.9322 12202136%121$31 1006, 2.15 YES FAL.NHK.SLS.10.06.04
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Mean "
Experiment I.D. Assay (ulglfnoL) ehicle ODflf'fi;'lefz::t gumberel [umbenet R2 Dilution | Acceptable Rationale for
- i Control Points Points from iuti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format oo | meanves 0-50 %" |50-100%°| PRISM)
vs
100, 10, 1, 0.1, 0.01, i }
N RF AAG1PJ 468 0.161 0.634 0.78% 1 1 07927 |0 061 6.0001. 0.00001 10 RF  |range finder pptin 2x C1 and 1X C1 SLS-A3-N040331A
pptin 1X C1-C3 & 2X C1-C3;
SD removed top 3 doses from
B1 DF AAB1PY 15.7 0.054 0.547 10.52% 5 2 0.9540 fg% 15“85613'72'734'3' 191 48 YES Hill analyses; ppts and SLS-B8-N040819A
e flattening of response curve
were observed
pptin 1X C1-C3 & 2X C1-C2;
SD removed top 3 doses from
B2 DF AAB1PY 18.0 0.062 0.582 6.00% 4 2 0.9704 fg% 151 185613'72'734'3' 191 48 YES Hill analyses; ppts and SLS-B9-N040820A
e flattening of response curve
were observed
pptin 1X C1-C4 & 2X C1-C3;
SD removed top 3 doses from
B3 DF AAB1PY 132 0.045 0532 6.43% 2 3 0.9626 fg% 151 185613'72'734'3' 191 48 YES Hill analyses; ppts and SLS-B10-NO40903A
e flattening of response curve
were observed
ECBC
AAGTFK-AT RF AAGTFK 406 0.140 0.821 9.29% 2 2 0.8809 80&0’0183’118’86001'1’ 10 RF  |range finder pptin 2X C1-C2; ppt in 1X C1-( SLS-P15
AAB1FK-B1 DF AABTFK 214 0.074 0.550 6.75% 5 2 0.9657 ?g% 2538612%550'3’ 24 515 YES pptin 2X C1-C3; pptin 1X C1- | ) 5 pgg
100, 68.0, 46.3, 31.5, pptin 2X C1-C3; pptin 1X C1-
AAG1FK-B2 DF AAGTFK 155 0.053 0.558 2.09% 5 2 08770 |14 14t 96, 6.7 1.47 YES A SLS-P53
AAB1FK-B3 DF AABTFK 203 0.070 0.619 6.30% 4 4 0.9653 ;(1](2 618& 49693’63;5’ 1.47 YES pptin 2X C1-C3; pptin 1X C1- | g 5 psg
FRAME
FAL.NHK.KN.A1.14.05.04 RF AAGTKN 61.7 0212 0.694 7.78% 2 1 0.8847 80&0’0183’118’86001'1’ 10 RF  |range finder pptin 1X C1 FAL.NHK.SLS.14.05.03
FAL.NHK.KN.B1.20.08.04 DF AABTKN 308 0.106 0.752 5.39% 6 2 0.9626 gg%o,4933t5), ‘2‘833’ 2901’2 215 YES pptin 2X C1-C3; pptin 1X C1- | £p) NHK SLS.20.08.04
2000, 930, 433, 201, pptin 2X C1-C4; pptin 1X C1-
FAL.NHK.KN.B2.29.10.04 DF AAGTKN 16.8 0.058 0.450 9.76% 7 1 09529 |gq o e 203 0.42 215 YES e FAL.NHK.SLS.29.10.04
FAL.NHK.KN.B3.05.11.04 DF AAGTKN 219 0.075 0.453 7.72% 6 2 0.0804 | 2000, 930,433, 201, 215 YES pptin 1X C1-C5 FAL.NHK.SLS.05.11.04

93.6, 43.5, 20.3, 9.42
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100 % PRISM)
nvs
1000, 100, 10, 1, N
A2 RF AAB1RN 839 11.355 0.736 1.65% 1 0 0.9100 0.1,0.01, 0.001, 0.0001 10 RF range finder SLS-A2
2000, 1333, 889, 593,
B1 DF AAB1RN 524 7.092 0.364 1.54% 3 2 0.9453 395, 263, 176, 117 1.5 YES SLS-B1
2000, 1333, 889, 593,
B2 DF AAB1RN 519 7.024 0.26 7.33% 3 2 0.9436 395, 263, 176, 117 1.5 YES SLS-B2
2000, 1333, 889, 593,
B3 DF AAB1RN 571 7.728 0.315 8.55% 3 2 0.958 395, 263, 176, 117 1.5 YES SLS-B3
ECBC
1000, 100, 10, 1.0, 0.1, N N
AAB1RR-A1 RF AAB1RR 767 10.380 0.750 3.35% 1 1 0.8957 0.01, 0,001, 0.0001 10 RF range finder range finder SLS-P2
2000, 1361, 926, 630,
AAB1RR-B1 DF AAB1RR 308 4.168 0.361 2.25% 6 2 0.9095 428, 291, 198, 135 1.47 YES SLS-P5
2000, 1361, 926, 630,
AAB1RR-B2 DF AAB1RR 541 7.322 1.107 4.03% 4 4 0.9425 428, 291, 198, 135 1.47 YES SLS-P7
2000, 1361, 926, 630,
AAB1RR-B3 DF AAB1RR 384 5.197 0.803 0.21% 5 3 0.9639 428, 291, 198, 135 1.47 YES SLS-P9
FRAME
FAL.NHK.RM.A1.010803 RF AAB1RM 78.5 1.062 0.568 13.97% 2 5 0.7509 800010’(;83’118’01600{1’ 10 RF range finder FAL.NHK.SLS.010803
FAL.NHK.RM.B1.080803 DF AAB1RM 378 5.116 0.794 1.03% 2 6 0.8188 12()80’;162’ $(1]6'{ 14(];’ 2.15 YES high background FAL.NHK.SLS.08.08.03
FAL.NHK.RM.B2.15.08.03 DF AAB1RM 518 7.010 0.433 6.00% 1 4 0.8092 12()80’;162’ $(1]6'{ 14(];’ 2.15 YES FAL.NHK.SLS.15.08.03
FAL.NHK.RM.B3.23.08.03 DF AAB1RM 478 6.469 0.614 1.71% 2 4 0.8168 12()80’;162’ $(1]6'{ 14(];’ 2.15 NO PC fails FAL.NHK.SLS.230803
FAL.NHK.RM.B4.05.09.03 DF AAB1RM 303 4.101 0.095 9.10% 2 2 0.5447 12()80’;162’ $(1]6'{ 14(];’ 2.15 NO low r2 FAL.NHK.SLS.050903
FAL.NHK.RM.B5.01.10.03 DF AAB1RM 887 12.004 1.302 0.06% 1 3 0.8807 12()80’;162’ $(1]6'{ 14(];’ 2.15 NO PC fails FAL.NHK.SLS.01.10.03
FSA"II_O.‘IAI\::P;.eRé\AévB)S.15.1O.O3 DF AAB1RM 471 6.374 0.529 0.71% 2 6 0.2797 12()80’;162’ $(1]6'{ 14(];’ 2.15 NO low r2 FAL.NHK.SLS.15.10.03
FAL.NHK.RM.28.11.03 DF |  AAGIRM 561 7.502 0.153 3.93% 1 5 0.7316 | 1000, 465,216, 101, 215 YES challenging chemical; SMT | po) N sLS.28.11.03

46.8,21.8,10.1,4.7

accepts this test
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
nvs
1000, 100, 10, 1, 0.1, N
A1 RF AAB1ILS 507 2.322 0.431 13.02% 1 2 0.8210 0.01, 0.001, 0.0001 10 RF range finder SLS-A1-N040317B
2000, 1250, 781, 488,
B1 DF AAB1ILS 631 2.890 0.650 3.10% 3 4 0.9748 305, 191, 119, 74.5 1.6 YES SLS-B8-N040819A
2000, 1250, 781, 488,
B2 DF AAB1ILS 705 3.228 0.691 2.97% 3 4 0.9666 305, 191, 119, 74.5 1.6 YES SLS-B9-N040820A
2000, 1250, 781, 488,
B3 DF AAB1ILS 537 2.460 0.649 2.00% 3 3 0.9670 305, 191, 119, 74.5 1.6 YES SLS-B10-N040903A
ECBC
1000, 100, 10, 1, 0.1, N
AAB1RJ-A1 RF AAB1RJ 324 1.49 0.677 2.99% 1 5 0.9463 0.01, 0.001, 0.0001 10 RF range finder SLS-P2
2000, 1361, 926, 630,
AAB1RJ-B1 DF AAB1RJ 746 3.419 1.112 0.28% 3 4 0.9663 428, 291, 198, 135 1.47 YES SLS-P8
2000, 1361, 926, 630,
AAB1RJ-B2 DF AAB1RJ 883 4.045 1.180 2.65% 2 6 0.9767 428, 291, 198, 135 1.47 YES SLS-P10
2000, 1361, 926, 630,
AAB1RJ-B3 DF AAB1RJ 653 2.992 0.784 1.54% 3 5 0.9321 428, 291, 198, 135 1.47 YES SLS-P11
FRAME
FAL.NHK.HV.A1.11/02/04 RF AABTHV 982 4.497 1.600 0.24% 1 4 0.8090 80&03831180100011 10 RF range finder C8 outlier removed by SD FAL.NHK.SLS.11.02.04
5000, 2326 1082, 503 this is a definitive test since
FAL.NHK.HV.A2.18/02/04 DF AABTHV 4980 22.801 1.600 0.24% 1 4 0.4736 234 ’109 56 6 2:; 5 ’ 2.15 NO PC fails conc.series is different from A1 | FAL.NHK.SLS.18.02.04
’ e range finder
2500, 1163, 541, 252, FAL.NHK.SLS/NB.26.02
FAL.NHK.HV.B1.26/02/04 DF AABTHV 30.8 0.141 0.254 10.02% 6 2 0.9661 117, 54.4, 253, 11.8 2.15 YES 03
FAL.NHK.HV.B2.18/03/04 DF AABTHV 77.8 0.356 0.378 0.13% 4 4 0.9274 1(6]08024162 %61 14(];’1 2.15 YES FAL.NHK.SLS.18.03.03
FAL.NHK.HV.B3.25.03.04 DF AABTHV 379 1.738 0.803 0.65% 2 5 0.7687 1000, 485, 216, 101, 2.15 YES FAL.NHK.SLS.25.03.03

46.8, 21.8, 10.1, 4.71
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
nvs
1000, 100, 10, 1, 0.1, range finder; no points .
o A1
A1 RF AABTMX 3.25 0.012 0.485 7.23% 3 0 0.9831 0.01, 0.001, 0.0001 10 RF between 50 - 100% pptin 1X C1 SLS-A1-N040317B
20.0,12.5,7.81, 4.88, no points between 50 -
B1 DF AABTMX 4.54 0.017 0.632 0.90% 4 0 0.9852 3.05, 1.91. 1.19, 0.745 1.6 NO 100% SLS-B1-N040423A
20.0,12.5,7.81,4.88 no points between 0 -
Y ’ ’ ’ ’ -B2-|
B2 DF AABTMX 5.17 0.019 0.568 4.76% 0 2 0.9915 3.05, 1.91. 1.19, 0.745 1.6 NO 50% SLS-B2-N040424A
20.0, 15.0, 11.3, 8.50, no points between 0 -
B3 DF AABTMX 5.10 0.019 0.495 6.71% 0 1 0.9819 6.39, 4.81, 3.61, 2.72 1.33 NO 50% SLS-B3-N040506A
8.00, 7.27,6.61, 6.01,
B4 DF AABTMX 5.26 0.019 0.785 2.29% 2 3 0.9359 4.46, 4.97. 4.52. 4.11 1.1 YES SLS-B6-N040716A
8.00, 7.27,6.61, 6.01,
B5 DF AABTMX 5.44 0.020 0.715 4.31% 1 3 0.9529 4.46, 4.97. 4.52. 4.11 1.1 YES SLS-B7-N040717B
8.00, 7.27,6.61, 6.01,
B6 DF AABTMX 5.35 0.020 0.612 0.00% 2 2 0.9585 4.46, 4.97. 4.52. 4.11 1.1 YES SLS-B8-N040819A
ECBC
1000, 100, 10, 1, 0.1, N .
AAB1KP-A1 RF AAB1KP 224 0.008 0.432 8.13% 3 1 0.9582 0.01, 0.001, 0.0001 10 RF range finder pptin 1X C1 SLS-P2
10.0, 6.80, 4.63, 3.15,
AAB1KP-B1 DF AAB1KP 6.95 0.026 1.076 3.04% 1 1 0.9276 214, 1.46, 0.99, 0.67 1.47 YES SLS-P8
10.0, 8.26, 6.83, 5.65,
AAB1KP-B2 DF AAB1KP 7.87 0.029 1.169 3.40% 2 6 0.9666 4,67, 3.86, 3.19, 2.63 1.21 YES SLS-P10
10.0, 8.26, 6.83, 5.65,
AAB1KP-B3 DF AAB1KP 5.79 0.021 0.831 1.85% 2 5 0.9856 4,67, 3.86, 3.19, 2.63 1.21 YES SLS-P11
FRAME
FAL.NHK.HA.A1.11/02/04 RF AABTHA 3.56 0.013 1.321 3.96% 3 0 0.9647 80&08831180100011 10 RF range finder pptin 1X C1 FAL.NHK.SLS.11.02.04
10.0, 6.8, 4.63, 3.15,
FAL.NHK.HA.B1.18.03.04 DF AABTHA 4.66 0.017 0.486 2.93% 2 3 0.9663 214, 1.46, 0.99, 0.67 1.47 YES FAL.NHK.SLS.18.03.03
FAL.NHK.HA.B2.19.03.04 DF AABTHA 4.98 0.018 0.533 9.73% 2 6 0.9174 ;012 ?i64063930127 1.47 YES FAL.NHK.SLS.19.03.03
(FQ]IE":‘IZ‘E'EHQ:;)BZ'ZS'OS'M DF AABTHA 6.56 0.024 0.533 4.35% 2 6 0.8230 ;012 ?i640639301 27 1.47 YES FAL.NHK.SLS.25.03.03
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Mean "
E: i t I.D Assay IC/SOL juehiclo ()Dflf'fi;;netz::t pumborief] iumberiof B2 Dilution | Acceptable Rati le f
xrp;:lr}l(mc?:us' - 7| Chemical 1.D. g;%’:‘ a)l IC50 (mM)| Control | =\ Fc T Points Points (from Dilutions  (ug/mL)’ . . Un:c'::at:bi'ii’ Notes Positive Control ID.
Type (vc) 0-50%* | 50-100%°| PRISM)® Factor Tests' ptability
Format op? mean VC?
vs
N RF AAGTFZ 601 18.763 0.567 1.73% 1 1 0.9073 800010’ 01 83’1 ! 8’016001'1 ' 10 RF  |range finder SLS-A5-N040401A
B1 DF AAGTFZ 2160 67.345 0.597 1.70% 1 7 0.8425 gggoa ;ﬁ’% ;8;;1‘;88’ 16 YES SLS-B4-N040513C
B2 DF AAGTFZ 1850 57.851 0.546 2.01% 1 4 0.9223 gggoa ;ﬁ’% ;8;;1‘;88’ 16 YES SLS-B5-N040514B
B3 DF AAGTFZ 2290 71.336 0.790 3.64% 1 3 0.9218 52(1)0,2;26:13;‘87;,36110, 16 YES SLS-B6-N040716A
2500, 1563, 977, 610, no points between 0 -
B4 DF AAGTFZ NA NA 0.707 6.86% 0 3 09030 (351’38 149, 95.1 16 N e SLS-B7-N0407178
ECBC
2500, 250, 25, 2.5, 0.25, range finder; no points
AAGTMJ-A1 RF AAGTMJ NA NA 0.909 0.96% 0 8 NA | 0025, 00025, 0.00095 10 RE |itoeeno con SLS-P19
. 0.02% DMSO in dosing
AAB1MJ-B1 DF AAGTIMJ NA NA 0.606 0.30% 0 4 NA gggosfgsghgeggéﬂoz, 1.47 NO 2805’“'”‘5 between 0 | 51utions; highest stock conc. | SLS-P48
e ° is 700,087 ug/ml
3500, 2893, 2391, 1976 no points between 0 - .
| 0 ’ » ’ 4 |
AAGTMJ-B2 DF AAGTMJ NA NA 0.759 0.65% 0 8 NA |3233 1340, 1116, 622 121 N e no toxicity SLS-P60
AAG1MJ-B3 DF AABTIMJ NA NA 0.831 3.88% 0 8 NA ?ggg’ fggg’ ﬁf’;;gg 6. 121 NO 280/‘:“'”‘5 between 0| gjioht toxicity SLS-P61
FRAME
FAL.NHK.RG.A1.24.09.04 RF AAG1RG 635 19.829 0.632 0.55% 1 3 0.6562 (1)0(?10'883’118’(;68'10'1’ 10 RF  |range finder FAL.NHK.SLS.24.09.03
1000, 465, 216, 101, PC fails; no points
FAL.NHK.RG.B1.01.10.04 DF AAG1RG 8610 268.725 1.078 6.69% 0 8 04209 |42 or's 0.1, 4.74 215 NO | o 100% FAL.NHK.SLS.01.10.04
FAL.NHK.RG.B2.07.10.04 DF AAG1RG 1360 42.297 0.649 3.62% 1 7 0.9324 gg%o,4933r5), ‘2‘833’ 2901'2 215 YES FAL.NHK.SLS.07.10.03
2000, 930, 433, 201 1o points between 0- FAL.NHK.SLS 22.10.04
FAL.NHK.RG.B3.22.10.04 DF AAG1RG 2170 67.812 0.809 0.56% 0 8 09463 |g3 & oe 203, 0.42 215 N e (NB)
FAL.NHK.RG.B4.28.10.04 DF AAG1RG 1100 34.301 0.625 8.71% 2 1 0.9422 $f§)0,5114632,55g1,112582, 215 YES FAL.NHK.SLS .28.10.04
FAL.NHK.RG.B5.05.11.04 DF AAG1RG 938 29.262 0.467 6.43% 2 6 0.5431 $f§)0,5114632,55g1,112582, 215 YES FAL.NHK.SLS.05.11.04
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Mean A
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: ODflf'fi;'lefz::t NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emical1.D. | p o cimal (mM) vC) VC from . - X Dilutions  (ug/mL) Factor® Tests® Unacceptability otes ositive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
volatility problem; VC1 OD
@ 10000, 1000, 100, 10, 1, range finder; % VC values much lower than VC2; e
A1 RF AABTHL 143 0.881 0.498 34.80% 1 1 0.9606 0.1, 0.01, 0.001 10 RF difference > 15 VC1 removed from subsequent SLS-A4-N040331N
analysis by SD
2000, 909, 413, 188, outlier in C6 removed by SD:
B1 DF AABTHL 127 0.785 0.572 1.82% 4 4 0.9551 85.4, 38.8, 17.6, 8.02 22 YES used plate sealer SLS-B4-N040513C
2000, 909, 413, 188,
B2 DF AABTHL 128 0.791 0.552 4.42% 4 4 0.9558 85.4, 38.8, 17.6, 8.02 22 YES SLS-B5-N040514B
2000, 909, 413, 188,
B3 DF AABTHL 79.6 0.491 0.736 1.75% 5 3 0.9593 85.4, 38.8, 17.6, 8.02 22 YES SLS-B6-N040716A
ECBC
10000, 1000, 100, 10, 1, range finder; % VC o
AAB1INA-A1 RF AABINA 225 1.390 0.541 27.12% 1 2 0.8258 0.1,0.01, 0.001 10 RF difference > 15 volatility problem SLS-P38
AAB1NA-B1(sealer) DF AABINA 69.7 0.429 0.718 4.19% 5 2 0.8884 22201(2)32?11232 503, 2.15 YES SLS-P40
2000, 930, 433, 201,
AAB1NA-B2 (sealer) DF AABINA 94.2 0.581 0.680 5.37% 5 3 0.9635 03.6, 43.5, 20.3, 9.42 2.15 YES SLS-P42
2000, 930, 433, 201,
AAB1NA-B3 (sealer) DF AABINA 19 0.734 0.871 4.38% 5 3 0.9418 03.6, 43.5, 20.3, 9.42 2.15 YES SLS-P44
FRAME
10000, 1000, 100, 10, 1 range finder; % VC
9 , , 100, 10, 1, s
FAL.NHK.KL.A1.11.08.04 RF AABTKL 277 1.706 0.455 16.01% 1 1 0.5525 0.1,0.01, 0.001 10 RF difference > 15 FAL.NHK.SLS.11.08.04
5000, 2326, 1082, 503 . outlier removed by SD;
9 ) } , 903, o ;
FAL.NHK.KL.B1.17.09.04 DF AABTKL 553 3.412 0.487 26.34% 2 5 0.9450 234, 109, 50.6, 23.6 2.15 NO % VC difference > 15 possible volatility problem FAL.NHK.SLS.17.09.04
5000, 2326 1082, 503 "roller coaster" curve; some
FAL.NHK.KL.B2.30.09.04 DF AABTKL 80 0.493 0.478 10.61% 2 2 0.4411 p y , ’ 2.15 NO SD rejects curve low concentrations give high FAL.NHK.SLS.30.09.03
234,109, 50.6, 23.6 A .
toxicity; SD rejects test
FAL.NHK.KL.B3.08.10.04 DF AABTKL 193 1.191 0.552 19.76% 2 5 0.8957 2220’1(2)3226?822:; 203’ 2.15 NO % VC difference > 15 volatility issue FAL.NHK.SLS.08.10.03
5000, 2326, 1082, 503 FAL.NHK.SLS.22.10.04
o \ 3 , 503,
FAL.NHK.KL.B4 .22.10.04 DF AABTKL 91 0.561 0.730 2.67% 6 2 0.8631 234, 109, 50.6, 23.6 2.15 YES (NB)
FAL.NHK.KL.B5.29.10.04 DF AABTKL 118 0.726 0.455 17.69% 5 3 0.9316 $15$0’5114632’55§1i]12582’ 2.15 NO % VC difference > 15 FAL.NHK.SLS.29.10.04
FAL.NHK.KL.B6.05.11.04 DF AABTKL 224 1.380 0.376 14.23% 3 5 0.8894 $15$0’5114632’55§1i]12582’ 2.15 YES FAL.NHK.SLS.05.11.04
FAL.NHK.KL.B7.12.11.04 DF AABTKL 85.7 0.528 0.727 2.28% 5 3 0.9249 2500, 1163, 541, 252, 2.15 YES FAL.NHK.SLS.12.11.04

117,544,253, 11.8
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Mean "
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
-0 i Control Point Point f — -
NHK Cells Type' Chemical LD. | p cimal |'C50 (MM) ?\';c;o VC from omns‘ oin sﬂ : {from , | Dilutions (ugimb)” | oo Tests® Unacceptability Notes Positive Control I.D.
Format oot mean VeS| 0-50%° | 50-100%°| PRISM)
vs
10000, 1000, 100, 10, 1, range finder; no points
N RF AAG1GD 845 0.329 0578 2.76% 3 0 09874 {03051 0601 10 RE [iaeens0 1005 SLS-A2-N0403208
1000, 556, 309, 171,
B1 DF AAG1GD 50.4 0.196 0.564 371% 6 2 09776 |92 sr0' 204 16.3 18 YES SLS-B1-N040423A
1000, 556, 309, 171,
B2 DF AAG1GD 59.8 0.233 0.544 0.60% 5 3 09719 |2 er'0’ 204 16.3 18 YES SLS-B2-N040424A
1000, 556, 309, 171,
B3 DF AAG1GD 50.1 0.194 0.496 3.71% 6 2 09679 |9 sr0' 204 16.3 18 YES SLS-B3-N040506A
ECBC
AAGTMP-A1 RF AAGTMP 57.0 0.222 0.407 2.19% 2 2 0.9152 :)(]10%061080601100’ 1.1, 10 RF  |range finder SLS-P5
1000, 465, 216, 101,
AAG1MP-B1 DF AAGTMP 414 0.161 0.597 0.17% 5 3 09912 | 4o e '8 0.1, 4.74 215 YES SLS-P20
1000, 465, 216, 101,
AAG1MP-B2 DF AAGTMP 50.7 0.197 1.009 3.67% 4 4 09822 |42 o1's 101, 4.74 215 YES SLS-P22
1000, 465, 216, 101,
AAG1MP-B3 DF AAGTMP 527 0.205 0.528 7.61% 5 3 09820 |42 o1'8 101, 4.74 215 YES SLS-P24
FRAME
FAL.NHK.HP.A1.26.03.04 RF AAGTHP 745 0.290 0.562 6.58% 2 1 0.9098 (1)010%08'1 1800%1100'10’ . 10 RF  |range finder FAL.NHK.SLS.26.03.04
FAL.NHK.HP.B1.25.04.04 DF AAGTHP 57.9 0.225 0.795 351% 4 4 0.9828 12%0’24162’ %61’ 1404’1 215 YES FAL.NHK.SLS .25.04.04
FAL.NHK.HP.B2.28.04.04 DF AAGTHP 60.1 0.234 0.815 1.88% 8 0 0.0066 | 1000680, 463,315, 214,14 47 NO  |Mopoints between 50 - FAL.NHK.SLS.28.04.03
146, 99.1, 67.4 100%
FAL.NHK.HP.B3.11.06.04 DF AAGTHP 28.1 0.109 0.790 4.43% 4 4 0.8649 ?g%’ 253?’ ;(118’ 503,234, 545 NO  |PC failed FAL.NHK.SLS.11.06.04
FAL.NHK.HP.B4.23.06.04 DF AAGTHP 103 0.399 0.811 17.53% 3 3 0.9562 ?g%’ 253?’ ;(118’ 503,234, 545 NO  |% VC difference > 15 FAL.NHK.SLS .23.06.04
FAL.NHK.HP.B5.25.06.04 DF AAGTHP 99.8 0.388 0.850 0.84% 3 2 0.9498 ?g%’ 253?’ ;(118’ 503,234, 545 YES FAL.NHK.SLS 25.06.04
FAL.NHK.HP.B6.12.08.04 DF AAGTHP 557 0217 0.880 2.31% 3 5 0.9207 ?g%’ 253?’ ;(118’ 503,234, 545 NO  |PCfails FAL.NHK.SLS.12.08.04
500, 233, 108, 50.3, 23.4, FAL.NHK.SLS-
FAL.NHK.HP-RB.B7.25.08.04 | DF AAGTHP 132 0515 0.635 4.72% 2 2 08927 10651 24 215 YES RB.20.08.04
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Mean "
Experiment 1.D. Assay (ulglfnoL) Yehicle ODflf'fi;'lefz::t Number of | Number of R2 Dilution | Acceptable Rationale for
- i Control Points Points from iuti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format oot mean VeS| 0-50%° | 50-100%°| PRISM)
vs
SD didn't use data from
o 1000, 100, 10, 1, 0.1, range finder; no points | highest dose in Hill analyses e
N RF AAG1PS 957 0.329 0.684 551% 0 3 08685 | 0000 00601 10 RE | oetoeon 50 100% | dus to the offects of opis, ppt | SLS-A3-N040331A
in 2X C1-C2 & 1X C1-C2
1000, 455, 207, 93.9, pptin 2X C1-C6; pptin 1X C1- | o & oro
B1 DF AAG1PS 212 0.073 0.719 5.83% 6 2 09735 | 407 104’ 5.8, 4.01 22 YES A SLS-B12-N0410228
100, 62.5, 39.1, 24.4, ; o
B2 DF AAG1PS 37.8 0.130 0.656 1.73% 3 3 09754 |13 o o1 596,573 16 YES pptin 2X C1-C3; pptin 1X C1 | SLS-B113-N0410298
100, 62.5, 39.1, 24.4, pptin 2X C1-C3; pptin 1X C1-
B3 DF AAG1PS 28.1 0.097 0.752 0.68% 3 4 09677 | 153 654 506,573 16 YES SLS-B14-N041030A
ECBC
AAGTMD-A1 RF AAGTMD 16.0 0.055 0.846 0.38% 2 2 0.9789 80&0’0183’118’86001'1’ 10 RF  |range finder pptin 2X C1-C2; pptin 1X C1 | SLS-P39
100, 46.5, 21.6, 10.1, ;
AAG1MD-B1 DF AAGTMD 2538 0.088 0.995 5.19% 2 3 09872 |4t O 101 0.47 215 YES pptin 2X C1-C2 SLS-P47
AAG1MD-B2 DF AAG1MD 452 0.155 1.228 1.72% 2 6 0.9633 ‘2&0,293.06 33'3’ 201,941 545 YES chunks infX C1; pptin 2X C1- g 5 pgy
AAG1MD-B3 DF AAG1MD 31.1 0.107 0.737 1.12% 3 5 0.9554 ‘2&0,293.06 33'3’ 201,941 545 YES pptin 2X C1-C3; pptin 1X C1- | g 5 ps3
FRAME
FAL.NHK.KE.A1.20.10 .04 DF AAGTKE 87.1 0.299 1.237 0.40% 2 6 0.9819 80&0’0183’118’86001'1’ 10 RF  |range finder pptin 1X C1 FAL.NHK.SLS.20.10.04
1500, 698, 325, 151, ; pptin 2X C1-C3; ppt in C1-C5;
9 o
FAL.NHK.KE.B1.29.10.04 DF AAGTKE 333 0.114 0.455 24.83% 6 2 09604 |705" 52 153, 7.05 215 NO  |%VCdiference>15 |PP BT T FAL.NHK.SLS.29.10.04
FAL.NHK.KE.B2.03.11.04 DF AAGTKE 18.9 0.065 0.606 8.86% 6 2 0.9440 38%0’36293’ 3@52 175<1)é 215 YES pptin 1X C1-C4 FAL.NHK.SLS.03.11.04
FAL.NHK KE.B3.10.11.04 DF AABTKE NA NA 1.144 4.04% 8 0 NA | 1500, 1020, 694, 472, 1.47 NO  |Mopoints between 50 - [pptin 2X C1-C5; pptin 1X C1- | £o) Nk SLS.10.11.04
321, 219, 149, 101 100%
1500, 698, 325, 151, pptin 2X C1-C4; pptin 1X C1-
FAL.NHK.KE.B4.12.11.04 DF AAGTKE 32.1 0.110 0.809 3.24% 6 2 09806 |705" ' 153, 7.05 215 YES o FAL.NHK.SLS.12.11.04
FAL.NHK.KE.B5.17.11.04 DF AAGTKE 427 0.146 0.855 10.63% 5 3 0.0385 | 1900, 698,325,151, 215 YES pptin 2X C1-C4 FAL.NHK.SLS.17.11.04

70.2,32.7,15.2, 7.06
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format oot mean Ve | 0-50%" |50-100%°| PRISM)

lvs
1000, 100, 10, 1, 0.1, N

A1 RF AABIFG 378 1.630 0.575 0.41% 1 1 0.9186 0.01, 0.001, 0.0001 10 RF range finder SLS-A5-N040401A
2000, 1111, 617, 343, .

B1 DF AABIFG 458 1.973 0.629 3. 1% 3 4 0.9782 191, 106, 58.8, 32.7 1.8 YES pptin 1X C1 and 2X C1 SLS-B8-N040819A
2000, 1111, 617, 343, .

B2 DF AABIFG 362 1.560 0.655 0.89% 3 4 0.9861 191, 106, 58.8, 32.7 1.8 YES pptin 2X C1 SLS-B9-N040820A
2000, 1111, 617, 343, .

B3 DF AAB1IFG 322 1.387 0.623 0.79% 4 4 0.9867 191, 106, 58.8, 32.7 1.8 YES pptin 2X C1 SLS-B10-N040903A

ECBC
1000, 100, 10, 1, 0.1, N

AABTKV-A1 RF AABTKV 436 1.875 0.953 0.85% 1 7 0.8831 0.01, 0.001, 0.0001 10 RF range finder SLS-P56

AAB1KV-B1 DF AABTKV 569 2.450 0.593 0.65% 3 5 0.9763 :133806;323 ?:9 302, 2.15 YES pptin 2X C1 SLS-P57

AAB1KV-B2 DF AABTKV 899 3.873 0.114 1.69% 2 4 0.8199 :133806;323 ?:9 302, 2.15 YES pptin 2X C1 SLS-P58

AAB1KV-B3 DF AABTKV 611 2.631 0.831 1.41% 3 5 0.9887 :133806;323 ?:9 302, 2.15 YES pptin 2X C1 SLS-P59

FRAME

FAL.NHK.NJ.A1.24.09.04 RF AABINJ 253 1.089 0.619 11.58% 1 1 0.7751 (1)0(8]00183118(;08101 10 RF range finder FAL.NHK.SLS.24.09.03
1500, 698, 3.25, 151,

FAL.NHK.NJ.B1.08.10.04 DF AABINJ 361 1.553 0.654 3.81% 2 6 0.9642 702,327,152, 7.06 2.15 YES FAL.NHK.SLS.08.10.03
2500, 1163, 541, 252 FAL.NHK.SLS.22.10.04

9 i , 541, 252,
FAL.NHK.NJ.B2.22.10.04 DF AABINJ 455 1.959 0.827 4.81% 3 4 0.9826 117, 54.4, 253, 11.8 2.15 YES (NB)
FAL.NHK.NJ.B3.28.10.04 DF AABINJ 264 1.135 0.683 11.67% 3 5 0.9342 $15$05114632’55g1’112582’ 2.15 YES FAL.NHK.SLS.28.10.04
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle ODflf'fi;'lefz::t gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100 % PRISM)
lvs
volatility problem; VC1 OD
® 10000, 1000, 100, 10, 1, range finder; % VC values much lower than VC2; ey
A1 RF AAB1PG 344 0.366 0.617 98.64% 2 3 0.9801 0.1, 0.01, 0.001 10 RF difference > 15 VC1 removed from subsequent SLS-A3-N040331A
analysis by SD
2000, 909, 413, 188,
B1 DF AAB1PG 79.3 0.842 0.522 2.09% 5 3 0.9749 85.4, 38.8, 17.6, 8.02 22 YES SLS-B1-N040423A
2000, 909, 413, 188, .
B2 DF AAB1PG 76.6 0.814 0.548 2.89% 3 3 0.9575 85.4, 38.8, 17.6, 8.02 22 YES pptin 1X C1 SLS-B2-N040424A
2000, 909, 413, 188, used plate sealer; pptin 1X C1-
B3 DF AAB1PG 86.5 0.919 0.473 0.39% 4 3 0.9620 85.4, 38.8, 17.6, 8.02 22 YES c2 SLS-B3-N040506A
ECBC
10000, 1000, 100, 10, 1, range finder; % VC o
AAB1FV-A1 RF AABIFV NA NA 0.421 99.34% 1 1 NA 0.1,0.01, 0.001 10 RF difference > 15 volatility problem SLS-P12
1000, 465, 216, 101,
AAB1FV-B1(sealer) DF AABIFV 62.8 0.667 0.622 8.17% 4 3 0.9585 46.8,21.8.10.1,4.7 2.15 YES SLS-P32
1000, 465, 216, 101
A o g g 3 g -
AAB1FV-B2 (sealer) DF AABIFV 78.5 0.834 0.668 7.31% 3 4 0.9576 46.8,21.8.10.1,4.7 2.15 YES SLS-P34
1000, 465, 216, 101,
AAB1FV-B3 (sealer) DF AABIFV 36.1 0.383 0.318 2.99% 5 3 0.9402 46.8,21.8.10.1,4.7 2.15 YES SLS-P36
FRAME
10000, 1000, 100, 10, 1 range finder; %VC
FAL.NHK.MS.A1.14.05.04 RF AABTIMS 91.0 0.967 0.279 98.26% 3 0 0.2986 01.0 ’01 o 0’01 R 10 RF difference > 15; no pts FAL.NHK.SLS.14.05.03
o between 50-100%
1000, 465, 216, 101, .
FAL.NHK.MS.B1.12.08.04 DF AABTIMS 381 4.049 0.654 13.72% 1 2 0.8273 46.8 21.8 101, 4.71 2.15 NO PC fails FAL.NHK.SLS.12.08.04
FAL.NHK.MS.B2.19.08.04 ® 1000, 465, 216, 101, PC fails; % VC FAL.NHK.SLS-
(RB) DF AABTIMS 170 1.805 0.168 46.79% 3 1 0.4991 46.8,21.8. 101, 4.71 2.15 NO difference > 15 RB.19.08.04
FAL.NHK.MS-NB.B3.25.08.04 DF AABTIMS 86.7 0.921 1.034 8.73% 4 3 0.9822 12()80’;162’ $(1]6'{ 140;’1 2.15 YES FAL.NHK.SLS.25.08.04
1000, 465, 216, 101 outlier removed by SD;
o , 465, 216, 101, ;
FAL.NHK.MS.B4.17.09.04 DF AABTIMS 94.6 1.005 0.760 15.15% 3 4 0.9736 46.8,21.8. 101, 4.71 2.15 YES potential volatility problem FAL.NHK.SLS.17.09.04
. SD removed data from C8 due
FAL.NHK.MS.B5.30.09.04 DF AABIMS 793 8.421 0.589 5.43% 1 0 0.8202 | 1000. 465,216,101, 215 NO  |Mopointsbetween 50 - 1 op: woller coaster” FAL.NHK.SLS.30.09.03
46.8,21.8,10.1,4.71 100% curve
FAL.NHK.MS.B6.07.10.04 DF AABTIMS 98.4 1.046 0.650 8.37% 4 3 0.9794 1000, 485, 216, 101, 2.15 YES FAL.NHK.SLS.07.10.03

46.8, 21.8, 10.1, 4.71
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
1000, 100, 10, 1, 0.1, N
A1 RF AAB1PV 467 3.066 0.775 1.12% 1 2 0.9466 0.01, 0.001, 0.0001 10 RF range finder SLS-A3-N040331A
2500, 1389, 772, 429, .
B1 DF AAB1PV 252 1.658 0.643 1.48% 5 3 0.9786 238, 132, 73.5, 40.8 1.8 YES pptin 2X C1 SLS-B8-N040819A
2500, 1389, 772, 429, .
B2 DF AAB1PV 352 2.321 0.623 0.41% 4 4 0.9605 238, 132, 73.5, 40.8 1.8 YES pptin 2X C1 SLS-B9-N040820A
2500, 1389, 772, 429, .
B3 DF AAB1PV 213 1.401 0.654 4.04% 5 3 0.9788 238, 132, 73.5, 40.8 1.8 YES pptin 2X C1-C2 SLS-B10-N040903A
ECBC
1000, 100, 10, 1, 0.1, N
AAB1LN-A1 RF AABILN 294 1.930 0.995 4.15% 1 7 0.8497 0.01, 0.001, 0.0001 10 RF range finder SLS-P39
2000, 930, 433, 201,
AAB1LN-B1 DF AABILN 362 2.380 0.577 2.20% 3 2 0.9609 03.6, 43.5, 20.3, 9.42 2.15 YES SLS-P41
2000, 930, 433, 201,
AAB1LN-B2 DF AABILN 306 2.012 0.705 1.12% 3 5 0.9632 03.6, 43.5, 20.3, 9.42 2.15 YES SLS-P43
2000, 930, 433, 201, .
AAB1LN-B3 DF AABILN 422 2771 0.972 5.43% 3 5 0.9477 03.6, 43.5, 20.3, 9.42 2.15 YES pptin 2X C1 SLS-P45
FRAME
FAL.NHK.JB.A1.14.05.04 RF AAB1 JB 555 3.644 0.678 3.82% 1 7 0.9193 80&08831180100011 10 RF range finder FAL.NHK.SLS.14.05.03
FAL.NHK.JB.B1.29.10.04 DF AAB1JB 335 2.201 0.575 8.89% 3 5 0.9804 $15$05114632’55g1’112582’ 2.15 YES pptin 2X C1 FAL.NHK.SLS.29.10.04
FAL.NHK.JB.B2.03.11.04 DF AAB1JB 373 2.452 0.526 0.65% 3 5 0.9615 $15$05114632’55g1’112582’ 2.15 YES FAL.NHK.SLS.03.11.04
FAL.NHK.JB.B3.05.11.04 DF AAB1JB 495 3.255 0.371 11.87% 3 1 0.8795 2500, 1163, 541, 252, 2.15 YES pptin 2X C1 FAL.NHK.SLS.05.11.04

117,544,253, 11.8
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NHK NRU Test Chemical Data

Mean A
IC50 N Difference
Experiinent |D. A5 Chemical 1D, | 9L |icso (mm) Compay | ofrightre Niraber of| Numbevef) - B2 , | Dilution |Acceptable|  Rationale for Notes Positive Control 1.D.
NHK Cells Type' “~* | Decimal (vC) VC from e - , | Dilutions ™ (ug/mL) Factor® Tests® Unacceptability =
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
A1 RF AABINF 136 0.494 0.555 4.16% 1 2 0.9514 80&03831180100011 10 RF range finder SLS-A5-N040401A
B1 DF AABINF 146 0.531 0.647 3.80% 4 4 0.9767 ;goso’szsg’ 2894 117615 1.8 YES SLS-B4-N040513C
B2 DF AABINF 129 0.467 0.596 5.79% 3 3 0.9845 ;goso’szsg’ 2894 117615 1.8 YES SLS-B5-N040514B
B3 DF AABINF 141 0.511 0.834 1.84% 3 4 0.9527 gg% 113567422?41 82,130, 1.4 YES SLS-B6-N040716A
ECBC
AABTFT-A1 RF AABIFT 123 0.447 0.863 2.71% 1 6 0.9452 80&03831180100011 10 RF range finder SLS-P38
AAB1FT-B1 DF AABIFT 158 0.575 0.691 3.04% 2 5 0.9669 Z(S]OZ 372891 213”070'4’ 328, 2.15 YES SLS-P41
AAB1FT-B2 DF AABIFT 164 0.596 0.674 5.99% 2 3 0.9348 ig% 22094’71 28’294'4’ 642, 1.47 YES SLS-P43
AAB1FT-B3 DF AABIFT 169 0.612 1.001 2.86% 2 6 0.8953 ig% 22094’71 28’294'4’ 642, 1.47 YES SLS-P45
FRAME
o 1000, 100, 10, 1.0, 0.1, N
FAL.NHK.GT.A1.24.09.04 RF AAB1GT 153 0.555 0.662 6.01% 1 1 0.6638 0.01. 0.001. 0.0001 10 RF range finder FAL.NHK.SLS.24.09.03
FAL.NHK.GT.B1.01.10.04 DF AAB1GT 225 0.819 1.035 7.61% 2 6 0.9354 12()80;162 $(1]61 1404’1 2.15 NO PC fails FAL.NHK.SLS.01.10.04
1000, 465, 216, 101 wrong solvent used
FAL.NHK.GT.B2.07.10.04 DF AAB1GT 107 0.387 0.508 1.13% 3 2 0.9741 46.8 ’21 81 10 1’ 4 7’1 2.15 NO (medium); should be FAL.NHK.SLS.07.10.03
e e DMSO; SD will retest
1000, 465, 216, 101 wrong solvent used
FAL.NHK.GT.B3.08.10.04 DF AAB1GT 157 0.570 0.695 5.70% 3 5 0.9843 46.8 ’21 81 10 1’ 4 7’1 2.15 NO (medium); should be FAL.NHK.SLS.08.10.03
e e DMSO; SD will retest

FAL.NHK.GT.B4.20.10 .04 DF AAB1GT 470 1.706 1.324 1.47% 1 5 0.9382 12()80;162 $(1]61 1404’1 2.15 YES FAL.NHK.SLS.20.10.04
FAL.NHK.GT.B5.22.10.04 DF AAB1GT 0.366 0.001 0.767 7.78% 7 1 0.9929 :]]8020’33;;’ 1%‘2 302'302’ 3.15 YES reach 100% cytotoxicityat C7 (F’\'?;NHK'SLS'ZZ"IO'O“
FAL.NHK.GT.B6.28.10.04 DF AAB1GT 167 0.605 0.596 9.68% 3 4 0.9740 12()80;162 $(1]61 1404’1 2.15 YES FAL.NHK.SLS.28.10.04
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Mean A
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: 3‘?5;32:; NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emical1.D. | p o cimal (mM) vC) VC from . - X Dilutions  (ug/mL) Factor® Tests® Unacceptability otes ositive Control I.D.
Format - mean VC? 0-50%" | 50-100 % PRISM)
nvs
10000, 1000, 100, 10, 1,
A2 RF AABIFF 1490 19.987 0.680 4.54 0 1 0.9413 0.1, 0.01, 0.001 10 RF SLS-A2
10000, 6667, 4444, 2963,
B1 DF AABIFF 2040 27.364 0.355 1.41 4 4 0.9755 1975, 1317, 878, 585 1.5 YES SLS-B1
10000, 6667, 4444, 2963,
B2 DF AABIFF 2120 28.437 0.274 8.41 2 4 0.9809 1975, 1317, 878, 585 1.5 YES SLS-B2
10000, 6667, 4444, 2963,
B3 DF AABIFF 1810 24.279 0.295 8.80 4 3 0.984 1975, 1317, 878, 585 1.5 YES SLS-B3
ECBC
AABTKM-A1 RF AABTKM 1460 19.584 0.687 3.96 1 6 0.8761 ]000000’1180001’ 1008610’ 10 RF range finder SLS-P3
8000, 5442, 3702, 2518,
AAB1KM-B1 DF AABTKM 2650 35.547 0.949 0.35 3 5 0.9297 1714, 1166, 793, 539 1.47 YES SLS-P7
8000, 5442, 3702, 2518,
AAB1KM-B2 DF AABTKM 2090 28.035 0.960 0.99 3 4 0.9645 1714, 1166, 793, 539 1.47 YES SLS-P9
8000, 5442, 3702, 2518, .
AAB1KM-B3 DF AABTKM 2250 30.181 0.797 5.97 3 4 0.9805 1714, 1166, 793, 539 1.47 NO PC fails SLS-P11
8000, 5442, 3702, 2518,
AAB1KM-B4 DF AABTKM 2940 39.437 0.666 217 3 3 0.9170 1714, 1166, 793, 539 1.47 YES SLS-P19
FRAME
FAL.NHK.MY.A1.010803 RF AABTMY 1030 13.816 0.503 3.16 0 6 0.7001 (1)010%0,01080601100, 10,1, 10 RF FAL.NHK.SLS.010803
FAL.NHK.MY.B1.080803 DF AABTMY 1610 21.596 0.625 3.72 3 5 0.8175 ?ggg 3;31452133;574 1.47 YES high background FAL.NHK.SLS.08.08.03
5000, 3401, 2313, 1574, % VC difference >15;
FAL.NHK.MY.B2.15.08.03 DF AABTMY 4760 63.850 0.250 36.21 1 2 0.2925 1070, 728, 496, 337 1.47 NO low 2 FAL.NHK.SLS.15.08.03
5000, 3401, 2313, 1574, .
FAL.NHK.MY.B3.23.08.03 DF AABTMY 1880 25.218 0.554 7.67 2 6 0.7555 1070, 728, 496, 337 1.47 NO PC fails FAL.NHK.SLS.230803
5000, 3401, 2313, 1574,
FAL.NHK.MY.B4.28.08.04 DF AABTMY 2860 38.364 0.385 5.19 2 6 0.8496 1070, 728, 496, 337 1.47 YES FAL.NHK.SLS.280803
curve going in wrong direction;
FAL.NHK.MY.B5.05.09.03 DF AABTMY NA NA 0.113 NA NA NA NA 10000, 4651, 2163, 1006, 2.15 NO plate reversed 180 degrees FAL.NHK.SLS.050903
468, 218, 101, 47.1 N
when reading?
FAL.NHK.MY.B5.15.10.03 DF AABTMY 2390 32.059 0.482 3.1 1 6 0.8444 5000, 2326, 1082, 503, 2.15 YES FAL.NHK.SLS.15.10.03

(should be B6?)

234, 109, 50.6, 23.5
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Mean A
Experiment L.D. Assay Chemical 1.D (ulglfnoL) IC50 (mM) gz:iti:: onlf'fi;Letz::t NuPn;ibr:.-‘rsof ngn;z:;of (::m o , Dilution | Acceptable Rationale for N Positive Control L.D.
NHK Cells Type' = Decimal (vC) VC from 05054 | 50 10022 PRISMD® Dilutions  (ug/mL) Factor® Tests® Unacceptability .D.
Format op? mean VC? = % = % )
lvs
range finder; no points volatility problem; VC1 OD
A1 RF AABTKW 00006 | 000001 | 0173 | 100.39% 3 0 0.74p9 | !0000. 1000, 100,10, 1, 10 RF  |between 50 - 100%; % |Values muchlowerthan VC2; |g) o a5 No40401A
0.1, 0.01, 0.001 N VC1 removed from subsequent
VC difference > 15 !
analysis bySD
0-100, 0.045, 0.021, no points between 0 - | used plate sealer; induced shift
B1 DF AABTKW NA NA 0.656 2.12% 0 1 NA 0.0094, 0.0043, 0.0019, 22 NO op N P ’ SLS-B4-N040513C
0.00088, 0.00040 50% n response
0.100, 0.045, 0.021, 1o points between 0 -
B2 DF AABTKW NA NA 0.541 1.12% 0 0 NA 0.0094, 0.0043, 0.0019, 22 NO 1008,/ no toxicity detected SLS-B5-N040514B
0.00088, 0.00040 °
100, 45.5, 20.7, 9.39,
B3 DF AABTKW 19.2 0.295 0.670 0.68% 3 3 0.9761 4.27,1.94, 0.882, 0.401 22 YES SLS-B6-N040716A
100, 45.5, 20.7, 9.39,
B4 DF AABTKW 16.6 0.255 0.613 5.27% 3 3 0.9799 4.27,1.94, 0.882, 0.401 22 YES SLS-B7-N040717B
100, 45.5, 20.7, 9.39,
B5 DF AABTKW 14.8 0.227 0.584 5.68% 3 3 0.9770 4.27,1.94, 0.882, 0.401 22 YES SLS-B8-N040819A
ECBC
range finder; no ponts
AAB1MN-A1 RF AABTMN NA NA 0.017 103.07% 4 0 NA (1)010%0,01080601100, 10,1, 10 RF between 50 - 100%; % SLS-P38
o VC difference > 15
AAB1MN-A2 (sealer) RF AABTMN 156.3 0.235 0.758 2.90% 2 3 0.9585 80&03831180100011 10 RF range finder SLS-P44
300, 140, 64.9, 30.2,
AAB1MN-B1 (sealer) DF AABTMN 36.1 0.554 0.744 0.85% 3 4 0.9264 14.0, 6.53, 3.04, 1.41 2.15 YES SLS-P46
300, 140, 64.9, 30.2,
AAB1MN-B2 (sealer) DF AABTMN 29.4 0.452 0.939 0.10% 3 5 0.8814 14.0, 6.53, 3.04, 1.41 2.15 YES SLS-P50
300, 140, 64.9, 30.2,
AAB1MN-B3 (sealer) DF AABTMN 223 0.342 0.498 4.97% 3 2 0.9697 14.0, 6.53, 3.04, 1.41 2.15 YES SLS-P52
FRAME
FAL.NHK.GP.A1.24.09.04 RF AAB1GP NA NA 0.005 87.41% 0 0 -0.0679 ’1]000000’“8000{ 1008610’ 10 RF range finder FAL.NHK.SLS.24.09.03
0.100, 0.0465, 0.0216, PC fails: no points
FAL.NHK.GP.B1.01.10.04 DF AAB1GP 4.07 0.062 1.025 7.20% 0 6 0.2038 |0.0101, 0.0047, 0.0022, 2.15 NO b : o 5%0 FAL.NHK.SLS.01.10.04
0.0010. 0.0005 etween 0-50%
FAL.NHK.B2.07.10.04 DF AAB1GP 16.4 0.251 0.331 40.76% 6 1 0.8792 2808011165?71551024111 gg 3.15 NO %VC difference >15 volatility problems FAL.NHK.SLS.07.10.03
500, 232, 108, 50.3, 23.9 no points between 0-
o , 232,108, ) ,
FAL.NHK.GP.B3.20.10 .04 DF AAB1GP NA NA 1.150 0.46% 0 0 NA 10.4, 5.06, 2.35 2.15 NO 100% FAL.NHK.SLS.20.10.04
2000, 1361, 926, 630 no points between 50- . .
o \ , 926, 630,
FAL.NHK.GP.B4.11.11.04 DF AAB1GP NA NA 0.679 9.53% 6 0 NA 428, 291,198,135 1.47 NO 100% all concentrations were toxic | FAL.NHK.SLS.10.11.04
no points between 50-
FAL.NHK.GP.B5.17.11.04 DF AAB1GP 71.9 1.105 0.622 22.40% 5 0 0.9016 1220988;)(;‘762 315,214, 1.47 NO 100%; %VC difference |outlier removed bySD FAL.NHK.SLS.17.11.04
R >15
FAL.NHK.GP.B6.24.11.04 DF AAB1GP 53.2 0.817 0.906 10.92% 3 4 0.9588 ?8(11 2535612%550'3’ 239, 2.15 YES FAL.NHK.SLS.24.11.04
FAL.NHK.GP.B7.26.11.04 DF AAB1GP 1.9 0.182 0.460 1.72% 3 3 0.9363 ?8(11 2535612%550'3’ 239, 2.15 YES FAL.NHK.SLS.26.11.04
SD has little confidence in
FAL.NHK.GP.B8.10.12.04 DF AAB1GP 202 3.107 0.993 1.92% 1 7 0.9318 500, 232, 108, 50.3, 23.9, 2.15 YES values due to chem. volatility FAL.NHK.SLS(MO).10.1
10.4, 5.06, 2.35 . N . 2.04
& interaction with plate sealer
SD has little confidence in
FAL.NHK.GP.B9.10.12.04 DF AAB1GP 316 0.484 0.903 1.34% 2 3 0.9469 500, 232, 108, 50.3, 23.9, 2.15 NO PC fails values due to chem. volatility | FAL.NHK.SLS.10.12.04

10.4, 5.06, 2.35

& interaction with plate sealer
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

nvs
10000, 1000, 100, 10, 1, range finder; no points

A1 RF AABIML 3890 14.314 0.499 3.99% 0 0 0.9391 0.1,0.01, 0.001 10 RF between 0 - 100% SLS-A4-N040331N
10000, 7519, 5653, 4251,

B1 DF AABIML 2210 8.143 0.558 0.88% 3 2 0.9836 3196, 2403, 1807, 1358 1.33 YES SLS-B4-N040513C
10000, 7519, 5653, 4251,

B2 DF AABIML 1770 6.498 0.510 6.82% 4 1 0.8603 3196, 2403, 1807, 1358 1.33 YES SLS-B5-N040514B
10000, 7519, 5653, 4251,

B3 DF AABIML 2100 7.740 0.694 1.43% 3 2 0.9920 3196, 2403, 1807, 1358 1.33 YES SLS-B6-N040716A

ECBC
10000, 1000, 100, 10, 1, range finder; no points

-, 0 -

AAB1KC-A1 RF AAB1KC 5120 18.826 0.703 1.72% 0 4 0.9439 0.1,0.01, 0.001 10 RF between 0 - 50% SLS-P18
10000, 6803, 4628, 3148,

AAB1KC-B1 DF AAB1KC 1380 5.091 0.752 4.76% 5 2 0.9773 2142, 1457, 991, 674 1.47 YES SLS-P32
5000, 3401, 2314, 1574,

AAB1KC-B2 DF AAB1KC 1350 4.963 0.410 2.83% 4 2 0.9664 1071, 728, 496, 337 1.47 YES SLS-P37
5000, 3401, 2314, 1574,

AAB1KC-B3 DF AAB1KC 1710 6.277 0.647 0.26% 2 4 0.9710 1071, 728, 496, 337 1.47 YES SLS-P38

FRAME

FAL.NHK.GV.A1.28.07.04 RF AABIGV 1330 4.884 0.055 6.80% 1 1 0.6423 (1)010%06:080601100, 10,1, 10 RF range finder FAL.NHK.SLS.28.07.04

FAL.NHK.GV.B1.11.08.04 DF AABIGV 1730 6.365 0.464 0.97% 1 1 0.9180 1ggog1g6%12‘1$3 1006, 2.15 YES FAL.NHK.SLS.11.08.04
5000, 3401, 2314, 1574,

FAL.NHK.GV.B2.17.09.04 DF AABIGV 2030 7.478 0.775 4.46% 2 1 0.9417 1071, 728, 496, 337 1.47 YES FAL.NHK.SLS.17.09.04
5000, 3401, 2314, 1574,

FAL.NHK.GV.B3.07.10.04 DF AABIGV 1600 5.885 0.613 7.61% 3 3 0.9809 1071, 728, 496, 337 1.47 YES FAL.NHK.SLS.07.10.03
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Mean A
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: 3‘?5;32:; NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emical1.D. | p o cimal (mM) vC) VC from . - X Dilutions  (ug/mL) Factor® Tests® Unacceptability otes ositive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
nvs
A2 RF AAB1GC 28100 467.554 0.731 5.06 0 4 0.6596 8910%061080601100’ 10,1, 10 RF range finder SLS-A2
A2 with plate cover RF AAB1GC 9820 163.394 0.556 240 1 1 0.8691 8910%061080601100’ 10,1, 10 RF range finder SLS-A3
20000, 14286, 10204,
B1 DF AAB1GC 15100 251.248 0.296 20.61 2 4 0.8006 | 7289, 5206, 3719, 2656, 1.4 NO VC difference > 15% SLS-B1
1897
20000, 14286, 10204,
B1 with plate cover DF AAB1GC 6610 109.983 0.316 4.51 3 3 0.9817 | 7289, 5206, 3719, 2656, 1.4 YES SLS-B1
1897
20000, 14286, 10204,
B2 DF AAB1GC 13600 226.290 0.233 23.35 2 4 0.8 7289, 5206, 3719, 2656, 1.4 NO VC difference > 15% SLS-B2
1897
20000, 14286, 10204,
B2 with plate cover DF AAB1GC 7570 125.957 0.243 9.58 2 3 0.9695 |7289, 5206, 3719, 2656, 1.4 YES SLS-B2
1897
20000, 14286, 10204, . o .
B3 DF AAB1GC 19200 319.468 0.25 26.08 0 5 0.617  |7289, 5206, 3719, 2656, 14 No | VC difference > 15%; no SLS-B3
1897 points 50-100%; low R2
20000, 14286, 10204,
B3 with plate cover DF AAB1GC 7080 117.804 0.313 3.69 4 4 0.9821 | 7289, 5206, 3719, 2656, 1.4 YES SLS-B3
1897
ECBC
no points between 0.1 -
10000, 1000, 100, 10, 50%; no r2 nor ICx "
AAB1JL-A1 RF AAB1JL NA NA 0.726 0.28 0 5 NA 1.0, 0.1, 0,01, 0.001 10 RF values could be range finder SLS-P2
calculated
50000, 34014, 23139, %VC difference > 15; no Volatility of largest conc
AAB1JL-B1 DF AAB1JL NA NA 0.457 63.96 6 1 NA 15740, 10707, 7284, 1.47 NO r2 nor ICx values could Y g SLS-P9
contaminated VC & others
4955, 3370 be calculated
50000, 34014, 23139, Z’%ef?ell:(;:;/oy?& nor2 | Volatility of largest conc
AAB1JL-B2 DF AAB1JL NA NA 0.554 35.73 4 2 NA 15740, 10707, 7284, 1.47 NO ! ! ity g SLS-P11
nor ICx values could be | contaminated VC & others
4955, 3370 .
calculated;
20000, 13605, 9255,
AAB1JL-B3 sealer DF AAB1JL 4610 76.705 0.646 7.33 3 4 0.9280 |6296, 4283, 2914, 1982, 1.47 YES SLS-P12
1348
20000, 13605, 9255,
AAB1JL-B4 sealer DF AAB1JL 5450 90.682 0.480 276 2 5 0.8957 |6296, 4283, 2914, 1982, 1.47 YES SLS-P18
1348
20000, 13605, 9255,
AAB1JL-B5 sealer DF AAB1JL 5730 95.341 0.582 1.85 4 3 0.9429 6296, 4283, 2914, 1982, 1.47 YES SLS-P19
1348
FRAME
10000, 1000, 100, 10, 1, range finder; no points " .
FAL.NHK.NG.A1.30.07.03 RF AABING NA NA 1.332 1.06 0 7 0.3849 0.1, 0.01, 0.001 10 RF between 0.1 - 50% Little toxicity FAL.NHK.SLS.30.07.03
10000, 6802, 4628, 3148, SD wonders if chemical is a
FAL.NHK.NG.B1.07.08.03 DF AABING 1220 20.300 0.400 5.06 3 5 0.1851 2142, 1457, 991, 674.1 1.47 NO low r2 mitotic inhibitor FAL.NHK.SLS.07.08.03
FAL.NHK.NG.B2.15.08.03 DF AABING 2390 39.767 0.474 3.95 2 1 0.6756 8910%061080601100’ 10,1, 10 NO low r2 FAL.NHK.SLS.15.08.03
FAL.NHK.NG.B4.05.09.03 DF AAGING 21800 | 362.729 0.129 15.55 1 3 07750 |10000. 1000, 100, 10.1, 10 NO  |% VCdifference >15 | SD Providedrevisedfileto |k i 15 050003
(plate sealer) 0.1, 0.01, 0.001 correct data entry error
FAL'NHK'NG'BS'1.5'10'03 DF AABING 7460 124.126 0.624 3.14 1 5 0.6032 10000, 1000, 100, 10, 1, 10 NO RF format; low r2 FAL.NHK.SLS.15.10.03
plate sealer and mineral oil 0.1, 0.01, 0.001
20000, 13605, 9255,
FAL.NHK.NG.B6.19.10.03 DF AABING 5850 97.338 0.262 19.17 4 3 0.9245 6296, 4283, 2914, 1982, 1.47 NO % VC difference >15 FAL.NHK.SLS.19.10.03
plate sealer 1348
20000, 13605, 9255,
;’?rl;e";‘;g'lNG'Be"l9'10'03 DF AABING 5020 83.527 0.182 3.99 1 4 0.7943 |6296, 4283, 2914, 1982, 1.47 NO Mineral oil experimental FAL.NHK.SLS.19.10.03
1348
FAL.NHK.NG.B7.23.10.03 DF AABING 2410 40.100 0.236 9.93 4 4 0.6362 20000, 9302, 4327, 2012, 2.15 NO low r2 FAL.NHK.SLS.23.10.03

plate sealer

936, 435, 202, 94
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Mean A
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: ODflf'fi;r":"fz::t NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emical1.D. | p o cimal (mM) vC) VC from . - X Dilutions  (ug/mL) Factor® Tests® Unacceptability otes ositive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
FAL'NHK,'NG'B7'23'10'03 DF AABING 4710 78.369 0.251 8.1 3 3 0.5306 20000, 9302, 4327, 2012, 2.15 NO low r2 FAL.NHK.SLS.23.10.03
mineral oil 936, 435, 202, 94
FAL.NHK.NG.B8.24.10.03 DF AABING 5220 86.855 0.622 0.92 2 3 0.8150 20000, 9302, 4327, 2012, 2.15 YES FAL.NHK.SLS.24.10.03
plate sealer 936, 435, 202, 94
FAL'NHK,'NG'BS'24'10'03 DF AABING 4730 78.702 0.709 274 2 4 0.7880 20000, 9302, 4327, 2012, 2.15 NO low r2; Mineral oil experimental FAL.NHK.SLS.24.10.03
mineral oil 936, 435, 202, 94
FAL.NHK.SLS.05.11.03
FAL.NHK.NG.B9.05.11.03ps DF AABING 4590 76.373 0.561 4.88 2 1 0.8354 10000, 4651, 2163, 1006, 2.15 YES (revised by study
plate sealer 468, 218, 101, 47.1 director)
. . FAL.NHK.SLS.05.11.03
FAL.NHK.NG.B9.05.11.03 min 10000, 4651, 2163, 1006, low r2; VC difference . :
ol (mineral oil) DF AABING 4480 74.542 0.564 20.01 2 2 0.7822 468, 218, 101, 47 1 2.15 NO >15%: Mineral oil experimental (dri?;/l:s‘ztri)by study
FAL.NHK.NG.B10.07.11.03Ps DF AAGING 3010 50.083 0.243 137 3 1 0.7256 20000, 9302, 4327, 2012, 215 VES challenglng chemical; SMT FAL.NHK.SLS.07.11.03
plate sealer 936, 435, 202, 94 accepts this test
FAL.NHK.NG.B10.07.11.03.mo DF AABING 2610 43.428 0.270 5.07 2 1 0.8214 20000, 9302, 4327, 2012, 2.15 NO Mineral oil experimental FAL.NHK.SLS.07.11.03

(mineral oil)

936, 435, 202, 94
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle ODflf'fi;'lefz::t Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100 % PRISM)
nvs
. 1000, 100, 10, 1, 0.1, N .
Preliminary RF AAB1GU 23.1 0.078 0.606 4.44% 0 0 0.9617 0.01, 0.001, 0.0001 RF range finder Preliminary
100, 56.3, 31.6, 17.8,
B1 DF AAB1GU 29.6 0.100 0.582 4.61% 2 1 0.9576 10.0, 5.6, 3.2, 1.8 YES SLS-B1
100, 56.3, 31.6, 17.8,
B2 DF AAB1GU 26.9 0.091 0.764 0.61% 2 2 0.9790 10.0, 5.6, 3.2, 1.8 YES SLS-B2
100, 56.3, 31.6, 17.8,
B3 DF AAB1GU 25.2 0.085 1.001 0.94% 2 4 0.9652 10.0, 5.6, 3.2, 1.8 YES SLS-B3
100, 56.3, 31.6, 17.8,
B4 DF AAB1GU 32.7 0.111 0.907 4.02% 1 2 0.9864 10.0.5.6.3.2. 1.8 YES SLS-B4
ECBC
ECBC-NHK-Ib-01 1000, 100, 10, 1, 0.1, N
AAGTKH-A1 RF AAB1KH 15.8 0.053 1.006 0.13% 0 2 0.9629 0.01, 0.001, 0.0001 RF range finder SLS-P1
ECBC-NHK-Ib-02 100, 68.0, 46.3, 31.5,
AAGTKH-B1 DF AAB1KH 33.1 0.112 1.153 0.37% 1 3 0.9724 21.4,14.6,9.91,6.74 YES SLS-P3
ECBC-NHK-Ib-03 100, 68.0, 46.3, 31.5,
AAG1KH-B2 DF AAB1KH 40.1 0.136 1.216 7.40% 2 1 0.9856 21.4,14.6,9.91,6.74 YES SLS-P4
ECBC-NHK-Ib-04 100, 68.0, 46.3, 31.5,
AAG1KH-B3 DF AAB1KH 41.6 0.141 1.153 5.14% 2 1 0.9683 21.4,14.6,9.91,6.74 YES SLS-P5
FRAME
100, 20, 4, 0.8, 0.16, N A1
A1 1b/NHKRF 1b/FAL/NM RF AABINM 3.53 0.012 0.149 7.05% 0 3 0.8056 0.032, 0.0064, 0.00128 5 RF range finder 1b/NHKCTR1/FAL/SLS
100, 68.02, 46.27, 31.47, N A2
o \ ! , f
A2 1b/NHKRF2/FAL/NM RF AABINM 8.66 0.029 0.475 9.32% 1 2 0.8193 21.40, 14.50, 9.90, 6.70 1.47 RF range finder 1b/NHKCTR2/FAL/SLS
NR crystal problems; used
N int bet 10 & i R
A3 1b/NHK/DF2/FAL/NM DF AAGTNM 24.4 0.082 0.042 11.04% 0 2 03257 30,204, 138,6.4,6.42, 1.47 NO © point between medium not normally used; | 3 4, NHK/CTRA/FAL/
4.37,2.97,2.02 50%: R% < 0.8; PC failed | removing outlier doesn't
significantly improve R2
No point between 10 & :
A4 1b/NHK/DF3/FAL/NM DF AABINM 1.22 0.004 0.140 15.20% 0 4 0.0680 20:;72%‘371 :280*29'4' 6.42, 1.47 NO polnt betwes NR crystal problems; used | 5 4 4, NHK/CTRS/FAL
o eI 2 50% viability; R* < 0.8 | medium not normally used
. NR crystal problems; used
30,204 13.8.9.4. 6.42 No points between 10 & | medium not normally used; OD
A5 1b/NHK/DF4/FAL/INM DF AAGINM NA NA 0.008 0.78% 0 0 NC . 204, 13.8, 9.4, 6.42, 1.47 NO  |90%: no R? or ICx: PC | values of test wells no different | A5 1b/NHK/CTR6/FAL
4.37,2.97,2.02 %; ] ¢
failed than the background ODs;
negative values for VC
A6 1b/NHK/DF5/FAL/NM o 30,204, 13.8, 9.4, 6.42, No point between 10 & |removed two outliers; didn't
recalculated w/o outliers DF AABINM 54.0 0.183 1.686 2.60% 0 8 0.7186 4.37,2.97, 2.02 1.47 NO 50%: R?< 0.8 reach 1C50 A6 1b/NHK/CTR7/FAL
PRISM couldnt do
50 34.01. 23.13. 15.74 No point between 10 & calculations; didn't reach IC50;
A8 1b/NHK/DF7/FAL/NM DF AABINM NA NA 1.045 2.91% 0 5 NC ‘2 7 o8 A OB 2 AR 1.47 NO recalc w/o outliers didn't A8 1b/NHK/CTR9/FAL
10.70, 7.28, 4.95,3.36 50%: no R? or ICx . Y
’ improve curve fit, so they have
not heen remaved
50.34.01. 23.13. 15.74 VC difference > 15%; no|
A9 1b/NHK/DF8/FAL/NM DF AABINM 3.21 0.011 1.026 25.70% 0 4 0.1476 10’70 '7 2’8 4 95; 3 3;6 ’ 1.47 NO point between 10 & U-shaped dose-response A9 1b/NHK/CTR10/FAL
o 50%; R? < 0.8; PC failed
350, 238.1, 162.0, 110.2 no outliers; nonmonotonic A10
o ) . \ ) ;
A10 1b/NHK/DF9/FAL/NM DF AABINM 42.8 0.145 0.954 2.32% 1 3 0.5573 75.0.51.0, 34.7, 23.6 1.47 NO R?<0.8 response 1b/NHK/CTRI1/FAL
350, 238.1, 162.0, 110.2, . A11
A11 1b/NHK/DF10/FAL/NM DF AABINM 46.5 0.157 1.280 0.27% 1 2 0.8686 75.0,51.0,34.7, 23.6 1.47 YES removed 3 outliers 1b/NHK/CTRA2/FAL
. A12
A12 1b/NHK/DG 11/FAL/NM DF AABINM 26.0 0.088 0.539 6.14% 3 0 08391 |350,238.1, 1620, 1102, 1.47 No  |Nopointbetween 50 & 1b/NHK/CTR13/FAL/SL
75.0,51.0, 34.7, 23.6 90% s
350, 238.1, 162.0, 110.2, 1b/NHK/CTR14/FAL/SL
1b/NHK/DF 12/FAL/NM DF AABINM 43.4 0.147 0.650 5.04% 1 2 0.9265 75.0,51.0,34.7, 23.6 1.47 YES s
350, 238.1, 162.0, 110.2, 1b/NHK/CTR15/FAL/SL
1b/NHK/DF 13/FAL/NM DF AABINM 41.5 0.140 0.897 2.57% 2 2 0.9555 75.0,51.0,34.7, 23.6 1.47 YES s
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100 % PRISM)
nvs
1000, 100, 10, 1, 0.1, N
A1 RF AAB1PX 15.0 0.083 0.719 1.51% 2 2 0.9878 0.01, 0.001, 0.0001 10 RF range finder SLS-A2-N040320B
200, 111, 61.7, 34.3, 19.1,
B1 DF AAB1PX 13.4 0.075 0.631 1.14% 5 3 0.9849 10.6, 5.88, 3.27 1.8 YES SLS-B1-N040423A
B2 DF AAB1PX 15.2 0.085 0.664 3.40% 5 3 0.9935 fg% 151 18’8613.72’734.3’ 191, 1.8 YES SLS-B2-N040424A
B3 DF AAB1PX 12.9 0.072 0.512 1.92% 4 3 0.9841 200,111, 617, 34.3, 19.1, 1.8 YES SLS-B3-N040506A
10.6, 5.88, 3.27
ECBC
AAB1PK-A1 RF AAB1PK 14.8 0.082 0.534 9.07% 2 1 0.8856 80&0’883’118’8600{1’ 10 RF range finder pptin 2X C1 and 1X C1 SLS-P5
300, 140, 64.9, 30.2,
AAB1PK-B1 DF AAB1PK 20.7 0.115 0.960 0.09% 4 4 0.9856 14.0, 6.53, 3.04, 1.41 2.15 YES SLS-P27
300, 140, 64.9, 30.2,
AAB1PK-B2 DF AAB1PK 15.9 0.088 1.059 0.57% 4 4 0.9647 14.0, 6.53, 3.04, 1.41 2.15 YES SLS-P29
300, 140, 64.9, 30.2,
AAB1PK-B3 DF AAB1PK 17.7 0.098 0.760 0.66% 4 4 0.9877 14.0, 6.53, 3.04, 1.41 2.15 YES SLS-P30
FRAME
FAL.NHK.HT.A1.26.03.04 RF AABTHT 234 0.130 0.486 8.29% 2 2 0.7353 80&0’883’118’8600{1’ 10 RF range finder FAL.NHK.SLS.26.03.04
range finder; wrong A
FAL.NHK.HT.A2.25.04.04 RF AAGTHT NA NA 0.729 50.05% 2 2 Na | 1000, 100,10, 1, 0.1, 10 RF  |desorb solution used in |S3Me pplication date and PC | pp) N 51 .26.03.04
0.01, 0.001, 0.0001 . . as HT A1
NRU; SD rejects test
FAL.NHK.HT.B1.28.04.04 DF AABTHT 20.4 0.113 1.018 5.66% 2 3 0.9749 10&% 426'156 211 '(?1’ 100;117’ 2.15 YES FAL.NHK.SLS.28.04.03
FAL.NHK.HT.B2.11.06.04 DF AABTHT 10.7 0.060 0.892 2.02% 4 4 0.9211 10&% 426'156 211 '(?1’ 100;117’ 2.15 NO PC failed FAL.NHK.SLS.11.06.04
FAL.NHK.HT.B3.23.06.04 DF AABTHT NA NA 0.521 99.17% NA NA NA 10&% 426'156 211 '(?1’ 100;117’ 2.15 NO % VC difference > 15 no cells in VC2; no PRISM file | FAL.NHK.SLS.23.06.04
FAL.NHK.HT.B4.25.06.04 DF AABTHT 156.3 0.085 1.063 4.00% 3 5 0.9548 10&% 426'156 211 '(?1’ 100;117’ 2.15 YES FAL.NHK.SLS.25.06.04
FAL.NHK.HT.B5.20.08.04 DF AABTHT 20.0 0.11072 0.906 0.85% 2 2 0.9443 10&% 426'156 211 '(?1’ 100;117’ 2.15 YES FAL.NHK.SLS.20.08.04
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Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

lvs

A1 RF AABTMV 0.581 0.004 0.393 15.03% 2 1 0.9631 (1)010%06:080601100, 10,1, 10 RF range finder volatile effects in VC1 and VC2| SLS-A5-N040401A
30.0, 13.6, 6.20, 2.82,

B1 DF AABTMV 0.440 0.003 0.590 11.98% 3 1 0.9426 1.28. 0.582, 0.265, 0.120 22 YES used plate sealer SLS-B4-N040513C
30.0, 13.6, 6.20, 2.82,

B2 DF AABTMV 0.546 0.004 0.580 1.54% 4 1 0.9724 1.28. 0.582, 0.265, 0.120 22 YES plate sealer used SLS-B5-N040514B
30.0, 13.6, 6.20, 2.82,

B3 DF AABTMV 0.424 0.003 0.666 3.98% 3 2 0.9931 1.28. 0.582, 0.265, 0.120 22 YES plate sealer used SLS-B6-N040716A

ECBC

AABTKA-A1 RF AABTKA 0.506 0.004 0.850 0.23% 3 2 0.9923 (1)010%06:080601100, 10,1, 10 RF range finder SLS-P18
8.00, 3.72, 1.73, 0.805,

AAB1KA-B1 DF AABTKA 1.05 0.008 0.822 1.69% 3 3 0.9450 |0.374,0.174,0.081, 2.15 YES SLS-P26
0.038
8.00, 3.72, 1.73, 0.805,

AAB1KA-B2 DF AABTKA 0.764 0.006 1.005 1.85% 4 4 0.9892 |0.374,0.174,0.081, 2.15 YES SLS-P28
0.038
8.00, 3.72, 1.73, 0.805,

AAB1KA-B3 DF AABTKA 0.555 0.004 0.801 0.43% 4 4 0.9804 |0.374,0.174,0.081, 2.15 YES SLS-P30
0.038

FRAME

FAL.NHK.GS.A1.24.09.04 RF AAB1GS 0.056 0.0004 0.652 2.90% 1 3 0.9075 ’1]000000’1180001’ 1008610’ 10 RF range finder FAL.NHK.SLS.24.09.03
10.0, 4.65, 2.16, 1.01, .

FAL.NHK.GS.B1.01.10.04 DF AAB1GS 1.07 0.008 0.961 3.18% 2 4 0.9814 0.47.0.22. 0.10, 0.05 2.15 NO PC fails FAL.NHK.SLS.01.10.04
10.0, 4.65, 2.16, 1.01,

FAL.NHK.GS.B2.07.10.04 DF AAB1GS 0.275 0.002 0.516 3.33% 5 3 0.9843 0.47.0.22. 0.10, 0.05 2.15 YES FAL.NHK.SLS.07.10.03
10.0, 4.65, 2.16, 1.01, FAL.NHK.SLS.22.10.04

FAL.NHK.GS.B3 .22.10.04 DF AAB1GS 0.545 0.004 0.712 5.53% 4 1 0.9815 0.47.0.22. 0.10, 0.05 2.15 YES (MO)
10.0, 4.65, 2.16, 1.01,

FAL.NHK.GS.B4 .28.10.04 DF AAB1GS 0.187 0.001 0.759 3.27% 6 2 0.9854 0.47.0.22. 0.10, 0.05 2.15 YES FAL.NHK.SLS.28.10.04
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100 % PRISM)
lvs
A1 RF AAB1PE 2100 35.999 0.630 2.05% 1 1 0.9570 (1)01000061080601100, 10,1, 10 RF range finder SLS-A3-N040331A
1000, 625, 391, 244, 153, no points between 0 -
B1 DF AAB1PE NA NA 0.549 1.11% 0 0 NA 95.4,59.6, 37.3 1.6 NO 100% SLS-B4-N040513C
1000, 625, 391, 244, 153, no points between 0 - .
0 g g ! g g -B5-|
B2 DF AAB1PE NA NA 0.518 0.68% 0 2 NA 95.4,59.6, 37.3 1.6 NO 100% toxicity not detected SLS-B5-N040514B
10000, 7143, 5102, 3644, .
B3 DF AAB1PE 3170 54.236 0.707 4.08% 3 4 0.9471 2603, 1859, 1328, 949 1.4 YES outlier removed by SD SLS-B6-N040716A
10000, 7143, 5102, 3644,
B4 DF AAB1PE 3470 59.332 0.599 10.23% 3 5 0.9518 2603, 1859, 1328, 949 1.4 YES SLS-B7-N040717B
10000, 7143, 5102, 3644,
B5 DF AAB1PE 3770 64.460 0.550 2.04% 2 3 0.9280 2603, 1859, 1328, 949 1.4 YES SLS-B8-N040819A
ECBC
AAB1JW-A1 RF AAB1IW 2250 38.485 0.817 2.63% 1 5 0.9346 (1)01000061080601100, 10,1, 10 RF range finder SLS-P12
10000, 6803, 4628, 3148,
AAB1JW-B1 DF AAB1IW 3730 63.869 0.949 2.37% 3 5 0.9583 2142, 1457, 991, 674 1.47 YES SLS-P26
10000, 6803, 4628, 3148,
AAB1JW-B2 DF AAB1IW 3740 64.016 0.999 4.56% 3 4 0.9559 2142, 1457, 991, 674 1.47 YES SLS-P28
10000, 6803, 4628, 3148,
AAB1JW-B3 DF AAB1IW 3280 56.142 0.746 0.28% 3 5 0.9504 2142, 1457, 991, 674 1.47 YES SLS-P30
FRAME
FAL.NHK.FM.A1.14.05.04 RF AAB1FM 2330 39.837 0.715 0.68% 1 4 0.9613 (1)01000061080601100, 10,1, 10 RF range finder FAL.NHK.SLS.14.05.03
FAL.NHK.FM.B1.25.06.04 DF AAB1FM 366 6.256 0.954 1.08% 1 4 0.9769 12()80’;162’ $(1]6'{ 14(];’1 2.15 YES FAL.NHK.SLS.25.06.04
1000, 680, 463, 315, 214, PC fails; no points
FAL.NHK.FM.B2.12.08.04 DF AAB1FM NA NA 0.658 6.32% 0 0 NA 146, 99.1, 67.4 1.47 NO between 0 - 100% FAL.NHK.SLS.12.08.04
1000, 680, 463, 315, 214, no points between 0 - - FAL.NHK.SLS-
FAL.NHK.FM.B3.19.08.04 nb DF AAB1FM NA NA 0.397 0.95% 0 1 NA 146, 99.1, 67.4 1.47 NO 50% no toxicity detected NB.19.08.04
. _ | toxicity curve begins to rise at
FAL.NHK.FM.B4.30.09.04 DF AABTFM NA NA 0.558 4.48% 0 4 0.7866 | 2200 930, 433, 201, 215 NO |nopointsbetween0- |’ contrations; maybe | FAL.NHK.SLS.30.09.03
93.6, 43.5, 20.3, 9.42 50% N
affecting NRU
FAL.NHK.FM.B5.05.11.04 DF AAB1FM 268 4.584 0.455 0.60% 1 6 0.8717 12()80’;162’ $(1]6'{ 14(];’1 2.15 YES FAL.NHK.SLS.05.11.04
FAL.NHK.FM.B3. 12.11.04 1000, 465, 216, 101, no points between 0 - .
(should be B6) DF AAB1FM NA NA 0.694 14.43% 0 3 NA 46.8,21.8. 101, 4.71 2.15 NO 50% pptin 1X C1-C4 FAL.NHK.SLS.12.11.04
2000, 1527, 1165, 890, no points between 0 -
FAL.NHK.FM.B7.17.11.04 DF AAB1FM NA NA 0.919 5.26% 0 8 NA 679, 518, 396, 302 1.31 NO 50% FAL.NHK.SLS.17.11.04
FAL.NHK.FM.B8.26.11.04 DF AAB1FM 2720 46.590 0.636 2.88% 2 6 0.9214 10000, 4651, 2163, 1006, 2.15 YES FAL.NHK.SLS.26.11.04

468, 218, 101, 47.1
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
NHK Cells . Chemical LD. | o =~ |IC50 (mM) Control | =\, 1 Points Points (from Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control 1.D.
ype (ve) 0-50%" |50-100%°| PRISM)® actor ests
Format op? mean VC?

lvs

A1 RF AAB1FP 0.390 0.001 0.545 2.40% 2 2 0.9955 (1)010000,01080601100, 10,1, 10 RF range finder SLS-A4-N040331N
5.00, 2.78, 1.54, 0.857,

B1 DF AAB1FP 0.527 0.002 0.587 1.15% 3 4 0.9863 |0.476, 0.265, 0.147, 1.8 YES SLS-B4-N040513C
0.082
5.00, 2.78, 1.54, 0.857,

B2 DF AAB1FP 0.511 0.002 0.522 0.67% 4 4 0.9863 |0.476, 0.265, 0.147, 1.8 YES SLS-B5-N040514B
0.082
5.00, 2.78, 1.54, 0.857,

B3 DF AAB1FP 0.691 0.002 0.711 0.67% 4 4 0.9841 0.476, 0.265, 0.147, 1.8 YES SLS-B6-N040716A
0.082

ECBC

AABINT-A1 RF AABINT 0.284 0.0010 0.542 1.94% 4 3 0.9819 (1)010000,01080601100, 10,1, 10 RF range finder SLS-P16
1.00, 0.680, 0.463, 0.315,

AABINT-B1 DF AABINT 0.781 0.003 0.837 1.68% 1 7 0.8935 |0.214,0.146, 0.099, 1.47 YES SLS-P26
0.067
2.00, 1.361, 0.926, 0.630,

AAB1INT-B2 DF AABINT 0.899 0.003 0.915 2.34% 2 6 0.9495 |0.428,0.291, 0.198, 1.47 YES SLS-P28
0.135
2.00, 1.361, 0.926, 0.630,

AAB1INT-B3 DF AABINT 0.673 0.002 0.762 1.72% 3 5 0.9680 |0.428,0.291, 0.198, 1.47 YES SLS-P30
0.135

FRAME
10000, 1000, 100, 10, 1 range finder; % VC

o , , 100, 10, 1, 3

FAL.NHK.HK.A1.28.07.04 RF AAB1THK 0.112 0.000 0.059 15.81% 5 3 0.7460 0.1,0.01, 0.001 10 RF difference > 15 FAL.NHK.SLS.28.07.04
100, 31.6, 10.0, 3.17,

F’:f:‘o’:‘:;‘fb:’:% RF AAB1THK 0.770 0.003 0.623 6.22% 1 1 0.9797 |1.00, 0.317, 0.100, 3.16 YES FAL.NHK.SLS.11.08.04

(should be 11.08.04) 0.0318
100, 31.6, 10.0, 3.17,

FAL.NHK.HK-NB.B2.25.08.04 DF AAB1THK 48.8 0.164 0.877 4.03% 1 4 0.9276 |1.00,0.317, 0.100, 3.16 NO SD rejects FAL.NHK.SLS.25.08.04
0.0318
100, 31.6, 10.0, 3.17, solvent listed as DMSO--

FAL.NHK.HK.B3.03.11.04 DF AAB1THK 0.512 0.002 0.518 1.50% 1 3 0.9921 1.00, 0.317, 0.100, 3.16 YES should be medium; SD FAL.NHK.SLS.03.11.04
0.0318 confirmed medium was used
100, 31.6, 10.0, 3.17,

Fsﬁlgm:geHBK‘i)B&)Iz'ﬂ'o‘t DF AAB1THK 0.882 0.003 0.792 0.95% 5 3 0.9919 |1.00, 0.317, 0.100, 3.16 YES FAL.NHK.SLS.12.11.04
0.0318
100, 31.6, 10.0, 3.17,

Fsﬁlgmglg.eHé(s.)B4.24.11.04 DF AAB1THK 1.24 0.004 1.060 0.46% 1 2 0.9962 |1.00,0.317, 0.100, 3.16 YES FAL.NHK.SLS.24.11.04
0.0318
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NHK NRU Test Chemical Data

Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100 % PRISM)
nvs
A2 RF AAB1THF 50.2 1.196 0.624 2.61% 2 1 0.9754 (1)010000,01080601100, 10,1, 10 RF range finder SLS-A2
300, 188, 117, 73.2, 45.8,
B1 DF AAB1THF 50.1 1.193 0.355 6.81% 5 1 0.9643 28.6,17.9, 112 1.6 YES SLS-B1
B2 DF AAB1THF 51.9 1.236 0.275 12.46% 5 2 0.9713 ggoé 11878’9111’273'2’ 458, 1.6 YES SLS-B2
B3 DF AAB1THF 49.1 1.169 0.321 2.29% 5 3 0.9679 ggoé 11878’9111’273'2’ 458, 1.6 YES SLS-B3
150, 115, 88.8, 68.3, 52.5,
B6 DF AAB1THF 63.8 1.519 0.56 6.98% 4 4 0.9088 404,311, 23.9 1.46 YES SLS-B7
ECBC
AABTMG-A1 RF AABIMG 35.2 0.838 0.673 0.47% 2 3 0.9552 ’1]000000’118000{ 10082)10’ 10 RF range finder range finder SLS-P2
AAGIMG-B1 DF AAGIMG 55.0 1.310 0.359 0.67% 3 5 09146 | 1000,300.100.30.10,3, 1 555 YES SLS-P5
150, 102.5, 69.4, 47.2,
AABIMG-B2 DF AABIMG 413 0.984 0.855 2.57% 4 4 0.9376 321,218, 14.9, 10.1 1.47 YES SLS-P7
150, 102.5, 69.4, 47.2,
AAB1MG-B3 DF AABIMG 49.8 1.186 0.942 1.56% 4 4 0.9160 321,218, 14.9, 10.1 1.47 YES SLS-P9
FRAME
FAL.NHK.RH.A1.010803 RF AAB1RH 3.94 0.094 1.113 4.56% 3 4 0.9474 (1)010000,01080601100, 10,1, 10 RF range finder FAL.NHK.SLS.010803
FAL.NHK.RH.B1.080803 DF AAB1RH 28.6 0.681 0.762 0.08 1 5 0.9046 (1)010000,01080601100, 10,1, 10 YES range finder format high background FAL.NHK.SLS.08.08.03
FAL.NHK.RH.B2.15.08.03 DF AAB1RH 45.2 1.076 0.549 0.03 4 3 0.9257 ?g%’ 2538612%550'3’ 234, 2.15 YES FAL.NHK.SLS.15.08.03
FAL.NHK.RH.B3.01.10.03 DF AAB1RH 51.2 1.219 1.140 0.01 4 4 0.9761 ?g%’ 2538612%550'3’ 234, 2.15 NO PC fails PC fails FAL.NHK.SLS.01.10.03
FAL.NHK.RH.B3.15.10.03 500, 233, 108, 50.3, 23.4,
(should be B4?) DF AAB1RH 453 1.079 0.531 0.01 4 3 0.9771 10.9, 5.06, 2.35 2.15 YES FAL.NHK.SLS.15.10.03
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100%"’| PRISM)
nvs
10000, 1000, 100, 10, 1, range finder; no points
o A1
A1 RF AAB1RD 1250 16.796 0.439 6.83% 0 2 0.9817 0.1,0.01, 0.001 10 RF between 0 - 50% SLS-A1-N040317B
10000, 5556, 3086
o \ 3 A _-B1-|
B1 DF AAB1RD 1620 21.787 0.530 4.61% 4 2 0.9847 1715,953, 529, 294, 163 1.8 YES SLS-B1-N040423A
10000, 5556, 3086
o \ 3 A -B2-|
B2 DF AAB1RD 1460 19.642 0.571 5.89% 2 1 0.9828 1715,953, 529, 294, 163 1.8 YES SLS-B2-N040424A
4000, 2857, 2041, 1458
o B B , 3 oy
B3 DF AAB1RD 1820 24.389 0.515 7.20% 3 3 0.9820 1041, 744, 531, 379 1.4 YES SLS-B3-N040506A
ECBC
AAB1THE-A1 RF AABTHE 1030 13.874 0.465 7.39% 0 1 0.8508 (1)010%0,01080601100, 10,1, 10 RF range finder SLS-P3
10000, 4651, 2163, 1006,
AAB1HE-B1 DF AABTHE 1960 26.375 0.975 3.79% 2 3 0.9309 468, 218, 101, 471 2.15 YES SLS-P7
5000, 3401, 2313, 1574
2 9 B , \ ) g
AAB1HE-B2 DF AABTHE 2390 32.151 1.161 1.44% 2 5 0.9791 1071, 728, 496, 337 1.47 YES SLS-P9
5000, 3401, 2313, 1574
2 o B , \ ) g
AAB1HE-B3 DF AABTHE 1240 16.718 0.725 0.10% 4 3 0.9857 1071, 728, 496, 337 1.47 YES SLS-P12
FRAME
10000. 1000, 100, 10, 1 rejected by SD due to bacterial
FAL.NHK.LU.A1.13.02.03 RF AAB1LU 955 12.829 0.077 1.41% 1 0 0.0662 01.0 ’01 o 0’01 R 10 RF range finder contam. in some of the plates | FAL.NHK.SLS.13.02.03
o in this test series
this is a definitive test since
FAL.NHK.LU.A2.20.02.03 DF AAB1LU 738 9.913 0.204 12.54% 6 1 0.9071 10000, 6803, 4628, 3148, 1.47 YES conc. series is different from A1| FAL.NHK.SLS.20.02.03
2142, 1457, 991, 674 RF
no points between 0- )
2500, 1701, 1157, 787, used wrong solvent; should be
o B , , 187, o/ - 1
FAL.NHK.LU.B1.27.02.04 DF AAB1LU NA NA 0.492 9.65% 0 0 NA 535, 364, 248, 169 1.47 NO :lggd/o, wrong solvent medium instead of DMSO FAL.NHK.SLS.27.02.03
2500, 1701, 1157, 787,
9 B , . 787,
FAL.NHK.LU.B2.19.03.04 DF AAB1LU 1120 15.073 0.437 3.51% 2 6 0.9027 535, 364, 248, 169 1.47 YES FAL.NHK.SLS.19.03.03
2500, 1701, 1157, 787,
o B , . 787,
FAL.NHK.LU.B3.25.03.04 DF AAB1LU 1870 25.130 0.628 1.58% 1 2 0.7836 535, 364, 248, 169 1.47 YES FAL.NHK.SLS.25.03.03
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NHK NRU Test Chemical Data

Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
nvs
100, 10, 1, 0.1, 0.01, range finder; no points
A1 RF AAB1GX NA NA 0.503 2.45% 0 2 NA 0.001, 0.0001, 0.00001 10 RF between 0 - 50% SLS-A5-N040401A
B1 DF AAB1GX 252 1.879 0.631 2.24% 2 6 0.9647 500, 357, 255, 182, 130, 1.4 YES SLS-B12-N041022B
93.0, 66.4, 47.4
130 ul of 2X doses were
B2 DF AAB1GX 428 3.191 0.565 1.71% 1 5 0.8879 510, 364, 260, 186, 133, 1.4 YES applied. Final conc. values SLS-B113-N041029B
94.8,67.7,48.4 : .
adjusted in data sheets bySD
B3 DF AAB1GX 400 2.985 0.669 2.53% 1 7 0.8426 500, 357, 255, 182, 130, 1.4 YES SLS-B14-N041030A
93.0, 66.4, 47.4
ECBC
AAB1LZ-A1 RF AABILZ 230 1.717 0.621 2.94% 2 6 0.9507 (1)010%0,01080601100, 10,1, 10 RF range finder SLS-P20
AAB1LZ-B1 DF AABILZ 312 2.328 0.636 0.73% 3 5 0.8613 1220988,?;762 315,214, 1.47 YES pptin 1X C1-C3 SLS-P40
AAB1LZ-B2 DF AABILZ 337 2517 0.709 1.12% 2 6 0.9490 2(7](31 45098’52‘7‘3’51 89,128, 1.47 YES pptin 1X C1-C2 SLS-P42
AAB1LZ-B3 DF AABILZ 417 3.111 0.928 5.95% 1 5 0.9635 2(7](31 45098’52‘7‘3’51 89,128, 1.47 YES pptin 1X C1 SLS-P44
FRAME
FAL.NHK.RC.A1.24.09.04 RF AAB1RC 687 5.127 0.404 1.28% 2 0 0.6286 10:0003|18000{ 1008610’ 10 RF range finder pptin 1X C1-C2 FAL.NHK.SLS.24.09.03
FAL.NHK.RC.B1.29.10.04 DF AAB1RC 134 1.002 0.598 5.63% 5 3 0.8555 1220988,?;762 315,214, 1.47 YES ppt In 1X C1-C5 FAL.NHK.SLS.29.10.04
FAL.NHK.RC.B2.03.11.04 DF AAB1RC 422 3.147 0.465 1.00% 1 7 0.7013 gg% :?90623113’7157' 107, 1.47 YES FAL.NHK.SLS.03.11.04
FAL.NHK.RC.B3.10.11.04 DF AAB1RC 384 2.863 1.082 0.92% 5 1 0.9714 ‘21220251;?61195325630 1.47 YES ppt In 1X C1-C5 FAL.NHK.SLS.10.11.04
FAL.NHK.RC.B4.17.11.04 DF AAB1RC 460 3.435 1.002 2.39% 2 5 0.9280 1220988,?;762 315,214, 1.47 YES FAL.NHK.SLS.17.11.04
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Mean A
Experiment 1.D. Assay Chemical 1.D. (ulglfnoL) 1C50 (mM gz:iti:: 3‘?5;32:; NuPn;ibr:.-‘rsof Nl:-_,n;ﬁ:;ﬂ (f:,:zm _ | Dilution | Acceptable Rationale for Not Positive Control LD
NHK Cells Type' emicallD- | pecimal (i) (vC) VC from o - , | Dilutions  (ugimb)” | o0 Tests® Unacceptability otes ositive Gontrof L.D.
Format - mean VC? 0-50%" | 50-100 % PRISM)
nvs
A2 RF AAB1FS 7.44 0.039 0.646 4.12 4 1 0.9744 (1)010000,01080601100, 10,1, 10 RF range finder SLS-A2
556, 309, 172, 95.3, 53.0,
B1 DF AAB1FS 11.0 0.058 0.366 1.07 7 1 0.9841 29.4,16.3,9.07 1.8 YES SLS-B1
556, 309, 172, 95.3, 53.0,
B2 DF AAB1FS 10.5 0.056 0.29 12.33 4 1 0.9854 29.4,16.3,9.08 1.8 YES SLS-B2
B3 DF AAB1FS 8.49 0.045 0.339 3.42 4 2 0.9763 100, 556, 30.9,17.1, 9.5, 1.8 YES SLS-B3
5.3,2.94, 1.63
ECBC
AAB1LF-A1 RF AAB1ILF 791 0.042 0.605 6.62 3 2 0.9431 ’1]000000’118000{ 1008610’ 10 RF range finder range finder SLS-P1
AAB1LF-B1 DF AAB1ILF 7.99 0.042 0.361 5.82 7 1 0.9236 ::2% 698’942'3’ 315,214, 1.47 YES SLS-P5
AAB1LF-B3 DF AAB1ILF 7.95 0.042 0.890 1.82 4 3 0.9492 ;020’143'% i;.ﬁ, 101,47, 2.15 YES SLS-P9
AAB1LF-B4 DF AAB1ILF 4.85 0.026 0.836 5.88 4 3 0.9845 ;020’143'% i;.ﬁ, 101,47, 2.15 NO PC fails SLS-P11
AAB1LF-B5 DF AAB1ILF 6.48 0.034 0.647 1.62 4 2 0.8997 ;020’143'% i;.ﬁ, 101,47, 2.15 YES SLS-P19
FRAME
FAL.NHK.NS.A1.010803 RF AABINS 10.4 0.055 0.360 5.76 2 3 0.9256 (1)010000,01080601100, 10,1, 10 RF range finder FAL.NHK.SLS.010803
FAL.NHK.NS.A2.080803 RF AABINS 14.6 0.077 0.716 5.02 6 0 0.9642 gg% 127‘?’811%978'7’ 536, 1.47 RF range finder high background FAL.NHK.SLS.08.08.03
FAL.NHK.NS.B2.15.08.03 50, 34.01, 23.14, 15.74, . N -
(should be B1) DF AABINS 12.2 0.065 0.551 5.35 4 4 0.9509 1071, 7.28, 4.96, 3.37 1.47 YES this is the first definitive test FAL.NHK.SLS.15.08.03
FAL.NHK.NS.B2.230803 DF AABINS 9.34 0.049 0.490 0.47 5 3 0.9542 50,34.01, 23.14, 1574, 1.47 NO PC fails FAL.NHK.SLS.230803
. o i i i i i 10.71,7.28, 4.96, 3.37 i . i )
50, 34.01, 23.14, 15.74,
FAL.NHK.NS.B3.28.08.06 DF AABINS 34.0 0.180 0.398 3.79 1 6 0.6981 1071, 7.28, 4.96, 3.37 1.47 NO low r2 FAL.NHK.SLS.280803
75,51.02, 34.71, 23.61,
FAL.NHK.NS.B4.05.09.03 DF AABINS 9.14 0.048 0.207 7.21 6 2 0.9566 16.06, 10.93, 7.433, 5.06 1.47 YES FAL.NHK.SLS.050903
75,51.02, 34.71, 23.61, .
FAL.NHK.NS.B5.01.10.03 DF AABINS 7.75 0.041 1.124 6.36 6 2 0.9147 16.06, 10.93, 7.433, 5.06 1.47 NO PC fails FAL.NHK.SLS.01.10.03
FAL.NHK.NS.B5.15.10.03 DF AABINS 27.0 0.143 0.565 1.67 2 4 0.9272 50,34.01, 23.14, 1574, 1.47 YES FAL.NHK.SLS.15.10.03

(should be B6?)

10.71,7.28, 4.96, 3.37
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

lvs
100, 10, 1, 0.1, 0.01, N .

A1 RF AAB1JY 67.1 0.201 0.490 3.17% 1 1 0.8475 0.001, 0.0001, 0.00001 10 RF range finder pptin 2X C1 SLS-A5-N040401A
100, 71.4, 51.0, 36.4, .

B1 DF AAB1JY 59.0 0.176 0.606 1.54% 2 6 0.9699 26.0, 18.6, 13.3, 9.49 1.4 YES pptin 2X C1 SLS-B12-N041022B
100, 71.4, 51.0, 36.4, .

B2 DF AAB1JY 52.7 0.158 0.598 3.50% 2 6 0.9122 26.0, 18.6, 13.3, 9.49 1.4 YES pptin 2X C1 SLS-B14-N041030A
100, 71.4, 51.0, 36.4, .

B3 DF AAB1JY 53.5 0.160 0.616 2.26% 2 6 0.9020 26.0, 18.6, 13.3, 9.49 1.4 YES pptin 2X C1 SLS-B15-N041110A

ECBC
500, 50.0, 5.0, 0.50, 0.05, N

AABINR-A1 RF AABINR 183 0.548 0.882 6.19% 1 6 0.8663 0.005, 0.0005, 0.00005 10 RF range finder SLS-P39

AAB1INR-B1 DF AABINR 66.5 0.199 0.878 3.32% 5 3 0.8150 gg% 23792612?’8 26,857, 1.47 YES pptin 2X C1-C8 SLS-P47

AAB1NR-B2 DF AABINR 214 0.641 1.230 1.92% 2 6 0.9262 gg% 23792612?’8 26,857, 1.47 YES pptin 2X C1-C3 SLS-P50

AAB1NR-B3 DF AABINR 723 0.216 0.593 3.86% 5 3 0.9316 gg% 23792612?’8 26,857, 1.47 YES pptin 2X C1-C5 SLS-P52

AAB1NR-B4 DF AABINR 48.1 0.144 0.676 2.33% 6 2 0.9227 gg% 23792612?’8 26,857, 1.47 YES pptin 2X C1 SLS-P54

FRAME
100, 10, 1.0, 0.1, 0.01, N

FAL.NHK.FY.A1.24.09.04 RF AABIFY 87.7 0.262 0.520 1.43% 1 0 -0.0136 0.001, 0.0001, 0.00001 10 RF range finder FAL.NHK.SLS.24.09.03
125, 58.1, 27.0, 12.6, .

FAL.NHK.FY.B1.01.10.04 DF AABIFY 60.3 0.180 0.965 14.61% 1 2 0.6474 5.85, 2.72, 1.27, 0.59 2.15 NO PC fails FAL.NHK.SLS.01.10.04

FAL.NHK.FY.B2.08.10.04 DF AABIFY 83.9 0.251 0.595 2.95% 2 3 0.9088 25‘& 121 2’35:'1’825'2’ ", 2.15 YES FAL.NHK.SLS.08.10.03

FAL.NHK.FY.B3.29.10.04 DF AABIFY 29.9 0.089 0.585 9.13% 4 3 0.9623 ?8% 253561283”550'3’ 239, 2.15 YES FAL.NHK.SLS.29.10.04

FAL.NHK.FY.B4.05.11.04 DF AABIFY 43.8 0.131 0.475 5.37% 4 3 0.9636 ?8% 253561283”550'3’ 239, 2.15 YES outlier removed by SD FAL.NHK.SLS.05.11.04
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Mean A
Experiment 1.D. Assay (ulglfnoL) Yehicle 3‘?5;32:; Number of | Number of R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

nvs
100, 10, 1, 0.1, 0.01, range finder; no points

A1 RF AAB1KJ 0.0982 0.0002 0.448 10.68% 4 0 0.9741 0.001, 0.0001, 0.00001 10 RF between 50 - 100% SLS-A1-N040317B
1.00, 0.556, 0.309, 0.171,

B1 DF AAB1KJ 0.137 0.0003 0.574 0.51% 4 3 0.9864 |0.095, 0.053, 0.029, 1.8 YES SLS-B1-N040423A
0.016
1.00, 0.556, 0.309, 0.171,

B2 DF AAB1KJ 0.141 0.0003 0.553 1.22% 4 2 0.9838 |0.095, 0.053, 0.029, 1.8 YES SLS-B2-N040424A
0.016
1.00, 0.556, 0.309, 0.171, Mimimal to no NRU in C1-C4

B3 DF AAB1KJ 0.104 0.0002 0.471 0.27% 4 3 0.9906 |0.095, 0.053, 0.029, 1.8 YES although visual observatios SLS-B3-N040506A
0.016 appeared as level 2.

ECBC
500, 50.0, 5.00, 0.5, 0.05, N .

AAB1PB-A1 RF AAB1PB NA NA 0.610 3.77% 6 1 NA 0.005, 0.0005, 0.00005 10 RF range finder pptin 2X C1 SLS-P38
0.005, 0.00233, 0.00108, 1o points between 0 -

AAB1PB-B1 DF AA61PB NA NA 0.975 2.18% 0 8 NA 0.0005, 0.00023, 0.00011, 215 NO 5005’ SLS-P46
0.00005, 0.00002 °
1.00, 0.465, 0.216, 0.101,

AAB1PB-B2 DF AAB1PB 0.313 0.0006 1.127 6.67% 2 6 0.8224 |0.047,0.022, 0.010, 2.15 YES SLS-P50
0.005
2.00, 0.930, 0.433, 0.201,

AAB1PB-B3 DF AAB1PB 0.132 0.0003 0.635 0.47% 4 4 0.9863 |0.094, 0.044, 0.020, 2.15 YES pptin 2X C1 SLS-P52
0.009
2.00, 0.930, 0.433, 0.201,

AAB1PB-B4 DF AAB1PB 0.149 0.0003 0.727 1.40% 4 4 0.9772 |0.094, 0.044, 0.020, 2.15 YES SLS-P54
0.009

FRAME
500,50 5.05.0.05 rejected by SD due to bacterial

FAL.NHK.GB.A1.13.02.03 RF AAB1GB 0.0708 0.0001 0.203 6.82% 3 3 0.6722 e A NN A A 10 RF range finder contam. in some of the plates | FAL.NHK.SLS.13.02.03
0.005, 0.0005, 0.00005 S N

in this test series

1.0, 0.47, 0.22, 0.10,

FAL.NHK.GB.B1.18.03.04 DF AAB1GB 0.167 0.0003 0.449 10.16% 3 2 0.9629 |0.05,0.022, 0.010, 2.15 YES FAL.NHK.SLS.18.03.03
0.0047
1.0, 0.47, 0.22, 0.10,

FAL.NHK.GB.B2.19.03.04 DF AAB1GB 0.175 0.0003 0.448 0.84% 3 5 0.9714 |0.05, 0.022, 0.010, 2.15 YES FAL.NHK.SLS.19.03.03
0.0047
1.0, 0.47, 0.22, 0.10,

FAL.NHK.GB.B3.25.03.04 DF AAB1GB 0.118 0.0002 0.736 5.85% 4 3 0.9244 |0.05, 0.022, 0.010, 2.15 YES FAL.NHK.SLS.25.03.03
0.0047
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)
lvs
A1 RF AABTIMR 661 4.043 0.513 1.38% 2 1 0.9403 (1)010%06:080601100, 10,1, 10 RF range finder pptin 1X C1 SLS-A4-N040331N
10000, 5556, 3086, 1715, .
B1 DF AABTIMR 423 2.587 0.572 0.22% 5 2 0.9761 053, 529, 294, 163 1.8 YES pptin 1X C1-C2 SLS-B4-N040513C
10000, 5556, 3086, 1715, .
B2 DF AABTIMR 423 2.587 0.665 0.91% 4 2 0.9853 053, 529, 294, 163 1.8 YES pptin 1X C1-C2 SLS-B5-N040514B
10000, 5556, 3086, 1715, .
B3 DF AABTIMR 335 2.050 0.672 8.28% 3 2 0.9732 053, 529, 294, 163 1.8 YES pptin 1X C1-C2 SLS-B6-N040716A
ECBC
AABTKT-A1 RF AABTKT 348 2.132 0.561 3.44% 2 4 0.9560 (1)010%06:080601100, 10,1, 10 RF range finder SLS-P17
7000, 3256, 1514, 704,
AAB1KT-B1 DF AABTKT 400 2.448 0.789 0.01% 4 3 0.9754 328, 152, 70.9, 33.0 2.15 YES SLS-P33
7000, 3256, 1514, 704,
AAB1KT-B2 DF AABTKT 366 2.243 0.666 4.87% 4 4 0.9886 328, 152, 70.9, 33.0 2.15 YES SLS-P35
7000, 3256, 1514, 704, .
AAB1KT-B3 DF AABTKT 277 1.693 0.500 0.20% 4 4 0.9697 328, 152, 70.9, 33.0 2.15 YES pptin 1X C1 SLS-P37
FRAME
FAL.NHK.GH.A1.28.07.04 RF AAB1GH 627 3.835 0.053 4.54% 2 1 0.8134 (1)010%06:080601100, 10,1, 10 RF range finder FAL.NHK.SLS.28.07.04
FAL.NHK.GH.B1.11.08.04 DF AAB1GH 649 3.970 0.507 12.88% 4 4 0.8715 1(612021;6?3)121?3 1006, 2.15 YES FAL.NHK.SLS.11.08.04
FAL.NHK.GH.B2.27.08.04 DF AAB1GH 370 2.263 0.439 1.88% 4 4 0.8671 1(612021;6?3)121?3 1006, 2.15 YES FAL.NHK.SLS.27.08.04
FAL.NHK.GH.B3.17.09.04 DF AAB1GH 604 3.696 0.711 5.96% 4 4 0.9901 1(612021;6?3)121?3 1006, 2.15 YES outlier removed by SD FAL.NHK.SLS.17.09.04
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Mean "
Experiment 1.D. Assay (ulglfnoL) Yehicle ODflf'fi;'lefz::t Number of | Number of R2 Dilution | Acceptable Rationale for
- i Control Points Points from iuti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from 0-50% | 50. 100 %° P(R|SM . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format A mean VC? = % = % )
oD
1,1,1-TRICHLOROETHANE
vs
10000, 1000, 100, 10, 1, range finder; no points
N RF AAGTKG NA NA 0516 511% 0 1 NA |07 001, 0.001 10 RE |itoeeno con SLS-A5-N040401A
B1 DF AABTKG NA NA 0.573 1.92% 0 5 -3.2450 ;ggg%;gg%ggg%zg“’ 14 NO 280/‘:“'”‘5 between 0- |t in1x C1 SLS-B113-N041029B
B2 DF AABTKG NA NA 0.677 2.29% 0 3 0.7130 ;gggoéggigagggsaﬁggs, 14 NO 280/‘:“'”‘5 between 0- | 1 in 1X C1-C3 SLS-B14-N041030A
pptin 1X C1-C3; ppt in 2X C1-
. C4; test article was noted to
B3 DF AAGTKG 9400 70.439 0.598 4.99% 0 2 0.8828 ;222"*2?2?'122385?325’ 1.4 NO 2805’“'”‘5 between 0~ ¢ ' droplets and adhere to | SLS-B15-N041110A
’ ’ ’ ° the dilution vesel; maximum
plausible dose was tested.
ECBC
AAG1JV-A1(sealer) RF AAGTIV 5300 39.702 0.614 8.77% 1 7 0.8101 ;(]10%061080601100’ 1.1, 10 RF  |range finder SLS-P20
AAG1JV-B1(sealer) DF AAGTIV 7530 56.469 0.920 1.02% 1 6 0.9418 ;?220’13233;;3?22'7214& 1.47 YES pptin 2X C1-C8 SLS-P46
pptin 2X C1; 1X C1 has large
AAG1JV-B2 (sealer) DF AAGTIV 8710 65.285 0.674 2.11% 1 6 0.0422 |10000,8264, 6830, 5645, 4 5, YES globules of chemical; outlier | SLS-P48
4665, 3855, 3186, 2633
removed by SD
10000, 8264, 6830, 5645, pptin 2X C1-C4; 1X C1 has
| 9/ - |
AAG1JV-B3 (sealer) DF AAGTIV 8170 61.208 1.119 2.10% 1 7 08530 | seee "iace 3156, 2633 121 YES forge globules of chemical, | SLS-P5"
FRAME
FAL.NHK.PN.A1.24.09.04 RF AAG1PN NA NA 0472 8.81% 0 2 NA ]000000’1180001' 10082310’ 10 RF  |range finder FAL.NHK.SLS.24.09.03
FAL.NHK.PN.B1.29.10.04 DF AAG1PN NA NA 0.543 4.83% 0 0 0.9623 gggoégoghy %’9787* 1.47 NO '1‘80‘3,2'”‘5 between 0- FAL.NHK.SLS.29.10.04
10000, 4651, 2163, 1006, no points between 0-
FAL.NHK.PN.B2.19.11.04 DF AAG1PN NA NA 0.417 4.54% 0 1 NA | 458 218, 101 471 215 N e FAL.NHK.SLS.19.11.04
. odd curve; two columns of data
FAL.NHK.PN.B3.24.11.04 DF AAG1PN NA NA 1211 2.37% 0 6 NA | 10000, 4651, 2163, 1006, ;45 NO  |nopointsbetween0- | ued by SD (wells not FAL.NHK.SLS.24.11.04

468, 218, 101, 47.1

50%

seeded with cells?)
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

nvs
10, 1, 0.1, 0.01, 0.001,

A1 RF AABIMT 1.64 0.008 0.690 3.71% 1 2 0.9531 |0.0001, 0.00001, 10 RF range finder SLS-A2-N040320B
0.000001
10.0, 5.56, 3.09, 1.71,

B1 DF AABIMT 1.66 0.008 0.543 8.55% 3 5 0.9632 |0.953, 0.529, 0.294, 1.8 YES SLS-B1-N040423A
0.163
10.0, 5.56, 3.09, 1.71,

B2 DF AABIMT 212 0.010 0.572 4.28% 3 3 0.9763 |0.953, 0.529, 0.294, 1.8 YES SLS-B2-N040424A
0.163
10.0, 5.56, 3.09, 1.71,

B3 DF AABIMT 2.62 0.013 0.544 3.49% 2 4 0.9730 |0.953,0.529, 0.294, 1.8 YES SLS-B3-N040506A
0.163

ECBC
10, 1, 0.1, 0.01, 0.001, range finder; no points

AAB1GE-A1 RF AAB1GE 0.791 0.004 0.881 0.27% 0 7 0.9461 |0.0001, 0.00001, 10 RF 9 "e o, P pptin 2X C1 SLS-P13

between 0 - 50%

0.000001
5.00, 2.33, 1.08, 0.503,

AAB1GE-B1 DF AAB1GE 1.33 0.007 0.642 6.27% 2 6 0.8577 |0.234,0.109, 0.051, 2.15 YES SLS-P21
0.024
5.00, 2.33, 1.08, 0.503,

AAB1GE-B2 DF AAB1GE 277 0.014 0.979 1.34% 1 6 0.9306 |0.234,0.109, 0.051, 2.15 YES SLS-P23
0.024
5.00, 2.33, 1.08, 0.503,

AAB1GE-B3 DF AAB1GE 0.964 0.005 0.561 1.05% 2 6 0.9283 |0.234,0.109, 0.051, 2.15 YES SLS-P25
0.024

FRAME
10, 1, 0.1, 0.01, 0.001,

FAL.NHK.LB.A1.26.03.04 RF AAB1LB 1.13 0.006 0.805 2.56% 1 1 0.8822 |0.0001, 0.00001, 10 RF range finder FAL.NHK.SLS.26.03.04
0.000001
10.0, 4.65, 2.16, 1.01,

FAL.NHK.LB.B1.25.04.04 DF AAB1LB 2.37 0.012 0.846 8.90% 1 3 0.9664 |0.468,0.218,0.101, 2.15 YES FAL.NHK.SLS.25.04.04
0.047

FAL.NHK.LB.B2.28.04.04 DF AAB1LB 222 0.011 0.851 4.98% 3 4 0.8151 100,68, 4.63, 3.15, 1.47 YES FAL.NHK.SLS.28.04.03

. o i i i i i 2.14,1.46, 0.99, 0.67 i . i e
10.0, 6.8, 4.63, 3.15, .
o ,6.8, ) ,

FAL.NHK.LB.B3.11.06.04 DF AAB1LB 2.18 0.011 0.975 1.63% 3 4 0.9221 214, 146, 0.99, 0.67 1.47 NO PC failed FAL.NHK.SLS.11.06.04
10.0, 4.65, 2.16, 1.01,

FAL.NHK.LB.B4.25.06.04 DF AAB1LB 1.49 0.007 1.155 0.33% 1 6 0.8420 |0.468,0.218,0.101, 2.15 YES FAL.NHK.SLS.25.06.04
0.047
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Experiment L.D.
NHK Cells

Assay
Type'

Chemical 1.D.

IC50
(ug/mL)
Decimal
Format

IC50 (mM)

Mean
Vehicle
Control

(ve)
oD?

Difference
of right/left
VC from

mean VC*

Number of
Points

0-50 %*

Number of
Points

50 - 100 %°

(from
PRISM)®

Dilutions  (ug/mL)’

Dilution
Factor®

Acceptable
Tests®

Rationale for
Unacceptability

Notes

Positive Control I.D.

TRIPHENYLTIN HYDROXIDE

nvs

A1

RF

AAB1JR

0.013

0.00004

0.729

1.45%

0.9887

10, 1, 0.1, 0.01, 0.001,
0.0001, 0.00001,
0.000001

RF

range finder

SLS-A2-N040320B

B1

DF

AAB1JR

0.015

0.00004

0.602

4.32%

0.9758

1.00, 0.556, 0.309, 0.171,
0.095, 0.053, 0.029,
0.016

NO

no points between 50 -
100%

SLS-B1-N040423A

B2

DF

AAB1JR

0.015

0.00004

0.630

3.36%

0.9907

1.00, 0.556, 0.309, 0.171,
0.095, 0.053, 0.029,
0.016

NO

no points between 50 -
100%

SLS-B2-N040424A

B3

DF

AAB1JR

0.012

0.00003

0.485

9.45%

0.9779

0.067, 0.045, 0.030,
0.020, 0.0132, 0.0088,
0.0059, 0.0039

YES

SLS-B3-N040506A

B4

DF

AAB1JR

0.012

0.00003

0.658

0.37%

0.9917

0.067, 0.045, 0.030,
0.020, 0.013, 0.0088,
0.0059, 0.0039

YES

SLS-B8-N040819A

B5

DF

AAB1JR

0.014

0.00004

0.610

0.07%

0.9907

0.067, 0.045, 0.030,
0.020, 0.013, 0.0088,
0.0059, 0.0039

YES

SLS-B9-N040820A

ECBC

AAB1LL-A1

RF

AAB1LL

0.015

0.00004

0.542

3.67%

0.9880

10, 1, 0.1, 0.01, 0.001,
0.0001, 0.00001,
0.000001

RF

range finder

SLS-P5

AAG1LL-B1

DF

AAB1LL

0.021

0.00006

1.065

0.78%

0.9633

0.080, 0.054, 0.037,
0.025, 0.017, 0.012,
0.008, 0.005

1.47

YES

SLS-P22

AAB1LL-B2

DF

AAB1LL

0.015

0.00004

0.599

0.01%

0.9832

0.080, 0.054, 0.037,
0.025, 0.017, 0.012,
0.008, 0.005

1.47

YES

SLS-P25

AAB1LL-B3

DF

AAB1LL

0.029

0.00008

0.987

5.68%

0.9754

0.080, 0.054, 0.037,
0.025, 0.017, 0.012,
0.008, 0.005

1.47

YES

SLS-P27

FRAME

FAL.NHK.GG.A1.26.03.04

RF

AAB1GG

0.010

0.00003

0.616

6.20%

0.8151

10.0, 1.0, 0.1, 0.01,
0.001, 0.0001, 0.00001,
0.000001

RF

range finder

pptin 1X C1

FAL.NHK.SLS.26.03.04

FAL.NHK.GG.A2.25.04.04

DF

AAB1GG

NA

NA

0.052

12.10%

NA

0.1, 0.0465, 0.0216,
0.0101, 0.0047, 0.0022,
0.0010, 0.0005

215

NO

wrong desorb solution
used in NRU; SD rejects
this test

pptin 1X C1

FAL.NHK.SLS.25.04.04

FAL.NHK.GG.B1.28.04.04

DF

AAB1GG

0.002

0.00001

0.877

1.40%

0.9884

0.100, 0.047,0.022,
0.010, 0.005, 0.002,
0.001, 0.0005

215

YES

FAL.NHK.SLS.28.04.03

FAL.NHK.GG.B2.13.05.04

DF

AAB1GG

0.003

0.00001

0.701

2.72%

0.9701

0.1, 0.0465, 0.0216,
0.0101, 0.0047, 0.0022,
0.0010, 0.0005

215

YES

FAL.NHK.SLS.13.05.04

FAL.NHK.GG.B3.10.06.04

DF

AAB1GG

0.015

0.00004

0.894

5.53%

0.9727

0.100, 0. 68, 0.0463,
0.0315, 0.0214, 0.01486,
0.0099, 0.0067

1.47

YES

FAL.NHK.SLS.10.06.04
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Mean A
Experiment L.D. Assay Chemical 1.D. (“I;:’f"(')l-) 1C50 (mM) gi:iti:: 3‘::;32:; NuPn;ibr:LOf Nl:'-‘n;%zﬂ (f?ozm Diluti ImL) LIEED || ACEEED Rationatelion Notes Positive Control 1.D
NHK Cells Type' e [:::;l (vC) vc froma oo e | e ilutions  (ug/mL) Factor® Tests® Unacceptability =
oD? mean VC

VALPROIC ACID
lvs
A1 RF AABIMZ 710 4.921 0.730 0.79% 1 2 0.9232 80&08831180100011 10 RF range finder SLS-A2-N040320B
B1 DF AABIMZ 394 2.735 0.633 8.35% 4 4 0.9086 52202;26?487;36110 1.6 YES SLS-B8-N040819A
B2 DF AABIMZ 512 3.548 0.676 4.33% 3 5 0.9566 52302;26?487;3611 0. 1.6 YES SLS-B9-N040820A
B3 DF AABIMZ 383 2.655 0.657 7.25% 3 4 0.9436 52202;26?487;36110 1.6 YES SLS-B10-N040903A
ECBC
AAB1JJ-A1 RF AAB1JJ 406 2.812 0.953 4.71% 1 1 0.9319 80&08831180100011 10 RF range finder SLS-P15
AAB1JJ-B1 DF AAB1JJ 575 3.991 0.920 0.13% 2 4 0.9458 ;;361148062 1338188573 2.15 YES SLS-P27
AAB1JJ-B2 DF AAB1JJ 484 3.358 0.963 0.38% 2 4 0.9533 gg%049332 ‘2‘8322901 2.15 YES ppt in 2X C1-C2; oily SLS-P29
AAB1JJ-B3 DF AAB1JJ 344 2.383 0.717 0.17% 2 6 0.9570 gg%049332 ‘2‘8322901 2.15 YES pptin 2X C1; oily SLS-P30
FRAME
FAL.NHK.GK.A1.25.03.04 RF AAB1GK NA NA 0.666 0.25% 0 0 NA 30&002832280200022 10 RF range finder FAL.NHK.SLS.25.03.03
FAL.NHK.GK.B1.25.04.04 DF AAB1GK 757 5.248 0.874 6.22% 3 5 0.8798 §§g03;10;4;1 ?25787’ 1.47 YES FAL.NHK.SLS.25.04.04
FAL.NHK.GK.B2.28.04.04 DF AAB1GK 828 5.742 0.735 2.30% 3 5 0.8571 5230531570;641125478 169 1.47 YES pptin 2X C1 FAL.NHK.SLS.28.04.03
FAL.NHK.GK B2.13.05.04 DF AAB1GK 522 3.623 0.778 1.46% 2 3 0.9880 2500, 1163, 541, 252, 2.15 YES FAL.NHK.SLS.13.05.04

(should be B3)

117,544,253, 11.8
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle 3‘?5;32:; gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" |50-100%’| PRISM)

nvs
100, 10, 1, 0.1, 0.01, range finder; no points | SD chose to use bottom = 0

A1 RF AABINH 78.3 0.160 0.566 5.81% 1 0 0.8763 0.001, 0.0001, 0.00001 10 RF between 50 - 100% instead of bottom > 0 SLS-A4-N040331N

B1 DF AABINH 67.5 0.137 0.656 5.17% 4 4 0.9864 5(7102 1246361?3072.91 521, 1.4 YES SLS-B8-N040819A

B2 DF AABINH 71.0 0.144 0.669 0.10% 4 3 0.9788 5(7102 1246361?3072.91 521, 1.4 YES SLS-B9-N040820A

B3 DF AABINH 60.1 0.122 0.577 7.59% 3 4 0.9794 200, 143, 102, 72.9, 52.1, 1.4 YES SLS-B10-N040903A
37.2,26.6, 19.0

ECBC
1000, 100, 10, 1, 0.1, N .

AAB1LY-A1 RF AABILY 64.6 0.131 0.423 5.73% 2 3 0.9492 0.01, 0.001, 0.0001 10 RF range finder pptin 2X C1 SLS-P17

AAB1LY-B1 DF AABILY 65.3 0.133 0.821 0.23% 4 4 0.9735 ?(7](2 387% ;783’ 805,37.4, 2.15 YES SLS-P33

AAB1LY-B2 DF AABILY 71.0 0.144 0.861 1.55% 4 4 0.9820 ?(7](2 387% ;783’ 805,37.4, 2.15 YES pptin 2X C1 SLS-P35

AAB1LY-B3 DF AABILY 45.2 0.092 0.455 1.81% 3 4 0.9523 ?(7](2 387% ;783’ 805,37.4, 2.15 YES pptin 2X C1 SLS-P37

FRAME
1000, 100, 10, 1, 0.1, range finder; % VC

FAL.NHK.MC.A1.28.07.04 RF AABIMC 81.1 0.165 0.070 23.68% 2 1 0.6033 0.01, 0.001, 0.0001 10 RF difference > 15 FAL.NHK.SLS.28.07.04
1500, 698, 325, 151, ppt in 2X C1-C3; outliers

FAL.NHK.MC.B1.20.08.04 DF AABIMC 73.3 0.149 0.892 3.87% 1 4 0.9216 70.2,32.7.15.2,7.06 2.15 YES removed by SD FAL.NHK.SLS.20.08.04

FAL.NHK.MC.B2.08.10.04 DF AABIMC 50.0 0.102 0.728 0.31% 3 3 0.9778 ;8020’36293’ ?gsz 17536 2.15 YES pptin 2X C1 FAL.NHK.SLS.08.10.03
1500, 698, 325, 151,

FAL.NHK.MC.B3.20.10 .04 DF AABIMC 115 0.233 1.206 5.67% 1 2 0.9892 70.2,32.7.15.2,7.06 2.15 YES FAL.NHK.SLS.20.10.04
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Mean A
Experiment I.D. Assay (ulglfnoL) ehicle ODflf'fi;r":"fz::t gumberel [umbenet R2 Dilution | Acceptable Rationale for
s i Control Points Points from iluti iti
NHK Cells Type' Chemical I.D. Decimal IC50 (mM) e) VC from ®, > ( . Dilutions  (ug/mL)’ Factor® Tests? Unacceptability Notes Positive Control I.D.
Format - mean VC? 0-50%" | 50-100%"’| PRISM)
nvs
1000, 100, 10, 1, 0.1, N
A1 RF AABTMA 871 8.203 0.746 0.09% 1 0 0.8848 0.01, 0.001, 0.0001 10 RF range finder SLS-A3-N040331A
2000, 1429, 1020, 729, well-to-well variability in 3
B1 DF AABTMA 374 3.524 0.700 5.04% 3 2 0.7194 521, 372, 266, 190 1.4 YES lowest doses observed SLS-B8-N040819A
ppt in 2X C1-C3; variability in 4
o, 2000, 1429, 1020, 729, highest doses observed; top 2 o
B2 DF AABTMA 700 6.592 0.660 6.57% 2 3 0.7739 521, 372, 266, 190 14 YES doses not included in the Hill SLS-B9-N040820A
analysis
ppt in 2X C1-C4; variability in 7
o, 2000, 1429, 1020, 729, highest doses observed;Top g |
B3 DF AABTMA 385 3.631 0.629 2.40% 2 2 0.8182 521, 372, 266, 190 14 YES dose not included in Hill SLS-B10-N040903A
analysis (SD decision)
ECBC
1000, 100, 10, 1, 0.1, range finder; no points .
-, 0 -
AAB1GM-A1 RF AAB1GM 164 1.545 1.075 3.37% 0 5 0.9337 0.01, 0.001, 0.0001 10 RF between 0 - 50% pptin 2X C1 SLS-P13
800, 544, 370, 252, 171, no points between 0 -
AAB1GM-B1 DF AAB1GM NA NA 1.106 0.20% 0 8 NA 117, 79.3, 53.9 1.47 NO 50% SLS-P47
2000, 1361, 926, 630, no points between 0 - .
AAB1GM-B2 DF AAB1GM NA NA 0.675 0.96% 0 5 NA 428, 291, 198, 135 1.47 NO 50% pptin 2X C1-C5 SLS-P49
" 4000, 3306, 2732, 2258, no points between 0 - ppt in 2X C1-C8; no toxicity g
AAB1GM-B3 DF AAB1GM NA NA 0.699 4.39% 0 4 NA 1866, 1542, 1275, 1053 1.21 NO 50% detected SLS-P53
FRAME
1000, 100, 10, 1, 0.1, range finder; no points
o
FAL.NHK.JG.A1.14.05.04 RF AAB1JG NA NA 0.725 2.43% 0 0 NA 0.01, 0.001, 0.0001 10 RF between 0 - 100% FAL.NHK.SLS.14.05.03
2500, 1701, 1157, 787, no points between 0 -
FAL.NHK.JG.B1.08.10.04 DF AAB1JG NA NA 0.834 13.03% 0 7 0.3835 535, 364, 248, 169 1.47 NO 50% FAL.NHK.SLS.08.10.03
2500, 1701, 1157, 787, no points between 0 - FAL.NHK.SLS.22.10.04
o \ , , 187,
FAL.NHK.JG.B2.22.10.04 DF AAB1JG 3130 29.444 0.798 7.28% 0 6 0.6066 535, 364, 248, 169 1.47 NO 50% (NB)
2500, 1701, 1157, 787 no points between 0 -
9 \ , , 187,
FAL.NHK.JG.B3.28.10.04 DF AAB1JG NA NA 0.559 1.04% 0 0 NA 535, 364, 248, 169 1.47 NO 100% FAL.NHK.SLS.28.10.04

" Range finder or definitive test

2 Mean OD value for all VC wells in test plate
3 Difference of right and left VC column of wells in the test plate
4 9% viability ICx values between 0 and 50% viability; test acceptance criterion

5 % viability ICx values between 50 and 100% viability; test acceptance criterion

® calculated value from the Prism® software
7 Test chemical concentrations from stock applied to the cells

8 Step-wise dilution factor

9 Determination whether test meets or doesn’t meet test acceptance criteria
Shaded boxes identify values that do not meet the specific test acceptance criteria

Abreviations:

ppt = precipitate

SD = Study Director

RF = Range Finder

DF = Definitive Test

PC = Positive Control

C1 - C8 = concentration series
NA = not available

RC = Registry of Cytotoxicity

2X = Two times the concentration that will be applied to the cells

VC = Vehicle Control

R2 = Coefficient of Determination

OD = Optical Density
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